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Description

CROSS-REFERENCE TO RELATED APPLICATIONS

[0001] This application claims priority to U.S. provisional patent application No. 62/475,682, filed March 23, 2017, and
U.S. provisional patent application No. 62/575,958, filed October 23, 2017.

STATEMENT OF GOVERNMENT INTEREST

[0002] This invention was made with government support under Grant Nos. R01 CA160674 and R01 CA181308,
awarded by the National Institutes of Health, and Grant No. W911NF-15-2-0127, awarded by the U.S. Army Research
Office. The government has certain rights in the invention.

BACKGROUND

[0003] Previous approaches to certain types of genetic analysis, for example, forensic DNA analysis, rely on capillary
electrophoretic (CE) separation of PCR amplicons (PCR-CE) to identify length polymorphisms in short tandem repeat
sequences. This type of analysis has proven to be extremely valuable since its introduction in about 1991. Since that
time, several publications have introduced standardized protocols, validated their use in laboratories worldwide, as well
as detailed its use on many different population groups and introduced more efficient approaches, such as miniSTRs.
[0004] While this approach has proven to be extremely successful, the technology has a number of drawbacks that
limit its utility. For example, current approaches to STR genotyping often give rise to background signal resulting from
PCR stutter, caused by slippage of the polymerase on the template DNA, and resulting in a mixture of different length
PCR amplicons in the final completed reaction. This issue is especially important in samples with more than one contributor
(for example, a mixture of DNA derived from different specific individuals with a specific genetic makeup carrying different
STR length variants), due to the difficulty in distinguishing the stutter alleles from genuine alleles. Another issue arises
when analyzing degraded DNA samples. Damaged DNA can worsen the extent of stutter and PCR errors. Variation in
fragment length often results in significantly lower, or even absent, longer PCR fragments. As a consequence, capillary
electropherogram profiles from degraded DNA often have lower power of discrimination.
[0005] The introduction of massively parallel sequencing (MPS, also sometimes known as next generation DNA se-
quencing, NGS) systems has the potential to address several challenging issues in forensics analysis. For example,
these platforms offer previously unparalleled capacity to allow for the simultaneous analysis of STRs and single nucleotide
polymorphisms (SNPs) in nuclear and mitochondrial DNA (mtDNA), which will dramatically increase the power of dis-
crimination between individuals and offers the possibility to determine ethnicity and even physical attributes (phenotypes).
Furthermore, unlike PCR-CE, which simply reports the average genotype of an aggregate population of molecules, MPS
technology digitally tabulates the full nucleotide sequence of many individual DNA molecules, thus offering the unique
ability to detect minor allele frequencies (MAFs) within a heterogeneous DNA mixture. Because forensics specimens
comprising two or more contributors remains one of the most problematic issues in forensics, the impact of MPS on the
field of forensics could be enormous.
[0006] The publication of the human genome highlighted the immense power of MPS platforms. However, until fairly
recently, the full power of these platforms was of limited use to forensics due to the read lengths being significantly
shorter than the short tandem repeat (STR) loci, precluding the ability to call length-based genotypes. Initially, pyrose-
quencers, such as the MPS Roche 454 platform, were the only platforms with sufficient read length to sequence the
core standard STR loci. However, read lengths in competing technologies have increased, thus bringing their utility for
forensics applications into play. Overall, the general outcome of all these studies, regardless of the platform, is that STRs
can be successfully typed, producing genotypes comparable with CE analyses, even from compromised forensic sam-
ples.
[0007] While many studies show concordance with traditional PCR-CE approaches, and even indicate additional
benefits like the detection of intra-STR SNPs (single nucleotide polymorphisms), they have also highlighted a number
current issues with the technology. For example, current MPS approaches to STR genotyping rely on multiplex PCR to
both provide enough DNA to sequence and introduce PCR primers. However, because multiplex PCR kits were designed
for PCR-CE, they contain primers for various sized amplicons. This variation results in coverage imbalance with a bias
toward amplification of smaller fragments, which can result in allele drop-out. Indeed, recent studies have shown that
differences in PCR efficiency can affect mixture components, especially at low MAFs.
[0008] Like PCR-CE, MPS is not immune to the occurrence of PCR stutter. The vast majority of MPS studies on STR
report the occurrence of artifactual drop-in alleles. Recently, systematic MPS studies report that most stutter events
appear as shorter length polymorphisms that differ from the true allele in four base-pair units, with the most common
being n-4, but with n-8 and n-12 positions also being observed. The percent stutter typically occurred in ~1% of reads
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but can be as high as 3% at some loci, indicating that MPS can exhibit stutter at higher rates than PCR-CE.
[0009] A variety of approaches at the level of protocol development, chemistry/biochemistry and data processing have
been developed to mitigate the impact of PCR-based errors in MPS applications. In addition, techniques whereby PCR
duplicates arising from individual DNA fragments can be resolved on the basis of unique random shear points or via
exogenous tagging (i.e. using molecular bar codes, also known as molecular tags, unique molecular identifiers [UMIs]
and single molecule identifiers [SMIs]), before or during amplification are in common use. This approach has been used
to improve counting accuracy of DNA and RNA templates. Because all amplicons derived from a single starting molecule
can be explicitly identified, any variation in the sequence of identically tagged sequencing reads can be used to correct
base errors arising during PCR or sequencing. For instance, Kinde, et al. (Proc Natl Acad Sci USA 108, 9530-9535,
2011) introduced SafeSeqS, which uses single-stranded molecular barcoding to reduce the error rate of sequencing by
grouping PCR copies sharing the barcode sequencing and forming a consensus. This approach leads to an average
detection limit of 0.5% for point mutations, but its effectiveness on STR loci has not been widely evaluated.
[0010] Another recently described approach, MIPSTR, uses targeted capture of STR loci by single-molecule Molecular
Inversion Probes (smMIPs) to specifically anneal to the sequences flanking the STR loci. After polymerase extension
of the 3’-end of the smMIP, the ends are ligated and subjected to PCR amplification and sequencing. The use of MIPs
specific to the flanking regions of the STR loci significantly increases the target specificity and increases the accuracy
of genotyping STR loci. However, much like Safe-SeqS, the incorporation of a single-stranded molecular barcode cannot
fully eliminate PCR artifacts arising in the first round of amplification that get carried onto derivative copies as a "jackpot"
event.
[0011] Methods for higher accuracy genotyping of STR loci, single nucleotide polymorphism (SNP) loci and many
other forms of mutations and genetic variants are desirable in a variety of applications in forensics, medicine, science
industry. A challenge, however, is how to most efficiently generate sequence information from as many relevant copies
of genetic material being sequenced as possible with the highest confidence but at a reasonable cost. Various consensus
sequencing methods (both molecular barcode-based and not) have been used successfully for error correction to help
better identify variants in mixtures (see J. Salk et al, Enhancing the accuracy of next-generation sequencing for detecting
rare and subclonal mutations, Nature Reviews Genetics, 2018 for detailed discussion), but with various tradeoffs in
performance. We have previously described Duplex Sequencing, an ultra-high accuracy sequencing method that relies
on genotyping and comparing the independent strand sequenced of double stranded nucleic acid molecules for the
purpose of error correction. The technology articulated herein describes methods for improving cost efficiency, recovery
efficiency, and other performance metrics as well as overall process speed for Duplex Sequencing and related MPS
sequencing methods.
[0012] WO2013/142389 A1 describes methods of lowering the error rate of massively parallel DNA sequencing using
duplex consensus sequencing.

SUMMARY

[0013] The present technology relates generally to methods for targeted nucleic acid sequence enrichment and uses
of such enrichment for error-corrected nucleic acid sequencing applications. In some embodiments, highly accurate,
error-corrected and massively parallel sequencing of nucleic acid material is possible using a combination of uniquely
labeled strands in a double-stranded nucleic acid complex in such a way that each strand can be informatically related
to its complementary strand, but also distinguished from it following sequencing of each strand or an amplified product
derived therefrom and this information can be used for the purpose of error correction of the determined sequence. The
invention is defined by the claims which provide a method of providing double-stranded nucleic acid material comprising
one or more double-stranded nucleic acid molecules, wherein each double-stranded nucleic acid molecule comprises
a single molecule identifier sequence on each strand and an adapter on at least one of the 5’ and/or 3’ ends of the
nucleic acid molecule, and wherein, for each nucleic acid molecule, a first adapter sequence is associated with a first
strand and a second adapter sequence is associated with a second strand of the nucleic acid molecule; amplifying the
nucleic acid material, separating the amplified nucleic acid material into a first sample and a second sample, amplifying
the first strand in the first sample through use of a primer specific to the first adapter sequence and at least one single
stranded oligonucleotide at least partially complementary to a target sequence of interest such that the single molecule
identifier sequence is at least partially maintained to provide a first nucleic acid product, amplifying the second strand
in the second sample through use of a primer specific to the second adapter sequence and at least one single stranded
oligonucleotide at least partially complementary to the target sequence of interest such that the single molecule identifier
sequence is at least partially maintained to provide a second nucleic acid product, sequencing each of the first nucleic
acid product and second nucleic acid product, and comparing the sequence of the first nucleic acid product to the
sequence of the second nucleic acid product. In some embodiments, a nucleic acid material comprises an adapter
sequence on each of the 5’ and 3’ ends of each strand of the nucleic acid material. Reference to compositions in the
summary of the invention is provided for illustrative purposes only however they may be used in the method in accordance
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with the claims. The methods of the invention, and compositions described herein, improve the cost, conversion of
molecules sequenced and the time efficiency of generating labeled molecules for targeted ultra-high accuracy sequenc-
ing. The methods of the invention and compositions described herein allow for the accurate analysis of very small
amounts of nucleic acid material (e.g., from a sample taken from a crime scene or from a small clinical sample or DNA
floating freely in blood). The methods of the invention and compositions described herein allow for the detection of
mutations in a sample of a nucleic acid material that are present at a frequency less than one in one hundred cells or
molecules (e.g., less than one in one thousand cells or molecules, less than one in ten thousand cells or molecules,
less than one in one hundred thousand cells or molecules).
[0014] Described herein are methods including the steps of providing double-stranded nucleic acid material wherein
the nucleic acid material comprises a single molecule identifier sequence on each strand of the nucleic acid material
and an adapter sequence on at least one of the 5’ and 3’ ends of each strand of the nucleic acid material, wherein a first
adapter sequence is located on one of the 5’ end or 3’ end of a first strand of the nucleic acid material, and a second
adapter sequence is located on an opposite end of a second strand of the nucleic acid material, and wherein the first
strand and the second strand originated from the same double-stranded nucleic acid molecule, amplifying the nucleic
acid material, separating the amplified nucleic acid material into a first sample and a second sample, amplifying the first
strand in the first sample through use of a primer specific to the first adapter sequence to provide a first nucleic acid
product, amplifying the second strand in the second sample through use of a primer specific to the second adapter
sequence to provide a second nucleic acid product, sequencing each of the first nucleic acid product and second nucleic
acid product, and comparing the sequence of the first nucleic acid product to the sequence of the second nucleic acid
product. In some embodiments, a nucleic acid material comprises an adapter sequence on each of the 5’ and 3’ ends
of each strand of the nucleic acid material.
[0015] Described herein are methods including the steps of providing double-stranded nucleic acid material, wherein
the nucleic acid material is has been cut to provide strands of nucleic acid material of a substantially similar length (e.g.,
between about 1 and 1,000,000 bases, between 10 and 1,000 bases, or between about 100 and 500 bases) as a result
of cutting with a targeted endonuclease (e.g., a CRISPR-associated (Cas) enzyme/guideRNA complex, for example
Cas9 or Cpf1, meganucleases, transcription activator-like effector-based nucleases (TALENs), zinc-finger nucleases,
an argonaute nuclease, etc.), and wherein the nucleic acid material comprises a single molecule identifier sequence on
each strand of the nucleic acid material and an adapter sequence on at least one of the 5’ and 3’ ends of each strand
of the nucleic acid material, wherein a first adapter sequence is located on one of the 5’ end or 3’ end of a first strand
of the nucleic acid material, and a second adapter sequence is located on an opposite end of a second strand of the
nucleic acid material, and wherein the first strand and the second strand originated from the same double-stranded
nucleic acid molecule, amplifying the nucleic acid material, separating the amplified nucleic acid material into a first
sample and a second sample, amplifying the first strand in the first sample through use of a primer specific to the first
adapter sequence to provide a first nucleic acid product, amplifying the second strand in the second sample through
use of a primer specific to the second adapter sequence to provide a second nucleic acid product, sequencing each of
the first nucleic acid product and second nucleic acid product, and comparing the sequence of the first nucleic acid
product to the sequence of the second nucleic acid product. In some embodiments, a nucleic acid material comprises
an adapter sequence on each of the 5’ and 3’ ends of each strand of the nucleic acid material.
[0016] In some embodiments, sequencing each of the first nucleic acid product and second nucleic acid product
includes the steps of sequencing at least one of the first strand to determine a first strand sequence read, sequencing
at least one of the second strand to determine a second strand sequence read, and comparing the first strand sequence
read and the second strand sequence read to generate an error-corrected sequence read. In some embodiments, an
error-corrected sequence read comprises nucleotide bases that agree between the first strand sequence read and the
second strand sequence read. In some embodiments, a variation occurring at a particular position in the error-corrected
sequence read is identified as a true variant. In some embodiments, a variation that occurs at a particular position in
only one of the first strand sequence read or the second strand sequence read is identified as a potential artifact.
[0017] In some embodiments, an error-corrected sequence read is used to identify or characterize a cancer, a cancer
risk, a cancer mutation, a cancer metabolic state, a mutator phenotype, a carcinogen exposure, a toxin exposure, a
chronic inflammation exposure, an age, a neurodegenerative disease, a pathogen, a drug resistant variant, a fetal
molecule, a forensically relevant molecule, an immunologically relevant molecule, a mutated T-cell receptor, a mutated
B-cell receptor, a mutated immunoglobulin locus, a kategis site in a genome, a hypermutable site in a genome, a low
frequency variant, a subclonal variant, a minority population of molecules, a source of contamination, a nucleic acid
synthesis error, an enzymatic modification error, a chemical modification error, a gene editing error, a gene therapy
error, a piece of nucleic acid information storage, a microbial quasispecies, a viral quasispecies, an organ transplant,
an organ transplant rejection, a cancer relapse, residual cancer after treatment, a preneoplastic state, a dysplastic state,
a microchimerism state, a stem cell transplant state, a cellular therapy state, a nucleic acid label affixed to another
molecule, or a combination thereof in an organism or subject from which the double-stranded target nucleic acid molecule
is derived. In some embodiments, an error-corrected sequence read is used to identify a carcinogenic compound or
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exposure. In some embodiments, an error-corrected sequence read is used to identify a mutagenic compound or expo-
sure. In some embodiments, a nucleic acid material is derived from a forensics sample, and the error-corrected sequence
read is used in a forensic analysis.
[0018] In some embodiments, a single molecule identifier sequence comprises an endogenous shear point or an
endogenous sequence that can be positionally related to the shear point. In some embodiments, a single molecule
identifier sequence is at least of one of a degenerate or semi-degenerate barcode sequence, one or more nucleic acid
fragment ends of the nucleic acid material, or a combination thereof that uniquely labels the double-stranded nucleic
acid molecule. In some embodiments, the adapter and/or an adapter sequence comprises at least one nucleotide position
that is at least partially non-complimentary or comprises at least one non-standard base. In some embodiments, an
adapter comprises a single "U-shaped" oligonucleotide sequence formed by about 5 or more self-complementary nu-
cleotides.
[0019] In accordance with various embodiments, any of a variety of nucleic acid material may be used. In some
embodiments, nucleic acid material may comprise at least one modification to a polynucleotide within the canonical
sugar-phosphate backbone. In some embodiments, nucleic acid material may comprise at least one modification within
any base in the nucleic acid material. For example, by way of non-limiting example, in some embodiments, the nucleic
acid material is or comprises at least one of double-stranded DNA, double-stranded RNA, peptide nucleic acids (PNAs),
locked nucleic acids (LNAs).
[0020] In some embodiments a providing step includes ligating a double-stranded nucleic acid material to at least one
double-stranded degenerate barcode sequence to form a double-stranded nucleic acid molecule barcode complex,
wherein the double-stranded degenerate barcode sequence comprises the single molecule identifier sequence in each
strand.
[0021] In some embodiments, amplifying the nucleic acid material in a first sample includes amplifying the first strand
in the first sample through use of a primer specific to the first adapter sequence and a second primer specific to a non-
adapter portion of the first strand to provide a first nucleic acid product. In some embodiments, amplifying the second
strand in the second sample through use of a primer specific to the second adapter sequence and a second primer
specific to a non-adapter portion of the second strand to provide a second nucleic acid product.
[0022] In some embodiments, amplifying the nucleic acid material in a first sample includes amplifying nucleic acid
material derived from a single nucleic acid strand from an original double-stranded nucleic acid molecule using at least
one single-stranded oligonucleotide at least partially complementary to a sequence present in the first adapter sequence
and at least one single-stranded oligonucleotide at least partially complementary to a target sequence of interest such
that the single molecule identifier sequence is at least partially maintained.
[0023] In some embodiments, amplifying the nucleic acid material in a second sample includes amplifying nucleic acid
material derived from a single nucleic acid strand from an original double-stranded nucleic acid molecule using at least
one single-stranded oligonucleotide at least partially complementary to a sequence present in the second adapter
sequence and at least one single-stranded oligonucleotide at least partially complementary to a target sequence of
interest such that the single molecule identifier sequence is at least partially maintained.
[0024] In some embodiments, amplifying the nucleic acid material includes generating a plurality of amplicons derived
from the first strand and a plurality of amplicons derived from the second strand.
[0025] In some embodiments, provided methods further comprise, before the providing step, the steps of cutting the
nucleic acid material with one or more targeted endonucleases such that a target nucleic acid fragment of a substantially
known length is formed, and isolating the target nucleic acid fragment based on the substantially known length. In some
embodiments, provided methods further comprise, before the providing step, ligating an adapter (e.g., an adapter se-
quence) to a target nucleic acid (e.g., a target nucleic acid fragment).
[0026] In some embodiments, a nucleic acid material may be or comprise one or more target nucleic acid fragments.
In some embodiments, one or more target nucleic acid fragments each comprise a genomic sequence of interest from
one or more locations in a genome. In some embodiments, one or more target nucleic acid fragments comprise a targeted
sequence from a substantially known region within a nucleic acid material. In some embodiments, isolating a target
nucleic acid fragment based on a substantially known length includes enriching for the target nucleic acid fragment by
gel electrophoresis, gel purification, liquid chromatography, size exclusion purification, filtration or SPRI bead purification.
[0027] In accordance with various embodiments, some provided methods may be useful in sequencing any of a variety
of suboptimal (e.g., damaged or degraded) samples of nucleic acid material. For example, in some embodiments at
least some of the nucleic acid material is damaged. In some embodiments, the damage is or comprises at least one of
oxidation, alkylation, deamination, methylation, hydrolysis, hydroxylation, nicking, intra-strand crosslinks, inter-strand
cross links, blunt end strand breakage, staggered end double strand breakage, phosphorylation, dephosphorylation,
sumoylation, glycosylation, deglycosylation, putrescinylation, carboxylation, halogenation, formylation, single-stranded
gaps, damage from heat, damage from desiccation, damage from UV exposure, damage from gamma radiation damage
from X-radiation, damage from ionizing radiation, damage from non-ionizing radiation, damage from heavy particle
radiation, damage from nuclear decay, damage from beta-radiation, damage from alpha radiation, damage from neutron
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radiation, damage from proton radiation, damage from cosmic radiation, damage from high pH, damage from low pH,
damage from reactive oxidative species, damage from free radicals, damage from peroxide, damage from hypochlorite,
damage from tissue fixation such formalin or formaldehyde, damage from reactive iron, damage from low ionic conditions,
damage from high ionic conditions, damage from unbuffered conditions, damage from nucleases, damage from envi-
ronmental exposure, damage from fire, damage from mechanical stress, damage from enzymatic degradation, damage
from microorganisms, damage from preparative mechanical shearing, damage from preparative enzymatic fragmenta-
tion, damage having naturally occurred in vivo, damage having occurred during nucleic acid extraction, damage having
occurred during sequencing library preparation, damage having been introduced by a polymerase, damage having been
introduced during nucleic acid repair, damage having occurred during nucleic acid end-tailing, damage having occurred
during nucleic acid ligation, damage having occurred during sequencing, damage having occurred from mechanical
handling of DNA, damage having occurred during passage through a nanopore, damage having occurred as part of
aging in an organism, damage having occurred as a result if chemical exposure of an individual, damage having occurred
by a mutagen, damage having occurred by a carcinogen, damage having occurred by a clastogen, damage having
occurred from in vivo inflammation damage due to oxygen exposure, damage due to one or more strand breaks, and
any combination thereof.
[0028] It is contemplated that nucleic acid material may come from a variety of sources. For example, in some em-
bodiments, nucleic acid material (e.g., comprising one or more double-stranded nucleic acid molecules) is provided from
a sample from a human subject, an animal, a plant, a fungi, a virus, a bacterium, a protozoan or any other life form. In
other embodiments, the sample comprises nucleic acid material that has been at least partially artificially synthesized.
In some embodiments, a sample is or comprises a body tissue, a biopsy, a skin sample, blood, serum, plasma, sweat,
saliva, cerebrospinal fluid, mucus, uterine lavage fluid, a vaginal swab, a pap smear, a nasal swab, an oral swab, a
tissue scraping, hair, a finger print, urine, stool, vitreous humor, peritoneal wash, sputum, bronchial lavage, oral lavage,
pleural lavage, gastric lavage, gastric juice, bile, pancreatic duct lavage, bile duct lavage, common bile duct lavage, gall
bladder fluid, synovial fluid, an infected wound, a non-infected wound, an archaeological sample, a forensic sample, a
water sample, a tissue sample, a food sample, a bioreactor sample, a plant sample, a bacterial sample, a protozoan
sample, a fungal sample, an animal sample, a viral sample, a multi-organism sample, a fingernail scraping, semen,
prostatic fluid, vaginal fluid, a vaginal swab, a fallopian tube lavage, a cell free nucleic acid, a nucleic acid within a cell,
a metagenomics sample, a lavage or a swab of an implanted foreign body, a nasal lavage, intestinal fluid, epithelial
brushing, epithelial lavage, tissue biopsy, an autopsy sample, a necropsy sample, an organ sample, a human identification
sample, a non-human identification sample, an artificially produced nucleic acid sample, a synthetic gene sample, a
banked or stored nucleic acid sample, tumor tissue, a fetal sample, an organ transplant sample, a microbial culture
sample, a nuclear DNA sample, a mitochondrial DNA sample, a chloroplast DNA sample, an apicoplast DNA sample,
an organelle sample, and any combination thereof. In some embodiments, the nucleic acid material is derived from more
than one source.
[0029] As described herein, in some embodiments, it is advantageous to process nucleic acid material so as to improve
the efficiency, accuracy, and/or speed of a sequencing process. In some embodiments, the nucleic acid material com-
prises nucleic acid molecules of a substantially uniform length and/or a substantially known length. In some embodiments,
a substantially uniform length and/or a substantially known length is between about 1 and about 1,000,000 bases). For
example, in some embodiments, a substantially uniform length and/or a substantially known length may be at least 1;
2; 3; 4; 5; 6; 7; 8; 9; 10; 15; 20; 25; 30; 35; 40; 50; 60; 70; 80; 90; 100; 120; 150; 200; 300; 400; 500; 600; 700; 800; 900;
1000; 1200; 1500; 2000; 3000; 4000; 5000; 6000; 7000; 8000; 9000; 10,000; 15,000; 20,000; 30,000; 40,000; or 50,000
bases in length. In some embodiments, a substantially uniform length and/or a substantially known length may be at
most 60,000; 70,000; 80,000; 90,000; 100,000; 120,000; 150,000; 200,000; 300,000; 400,000; 500,000; 600,000;
700,000; 800,000; 900,000; or 1,000,000 bases. By way of specific, non-limiting example, in some embodiments, a
substantially uniform length and/or a substantially known length is between about 100 to about 500 bases. In some
embodiments, a nucleic acid material is cut into nucleic acid molecules of a substantially uniform length and/or a sub-
stantially known length via one or more targeted endonucleases. In some embodiments, a targeted endonuclease
comprises at least one modification.
[0030] In some embodiments, a nucleic acid material comprises nucleic acid molecules having a length within one or
more substantially known size ranges. In some embodiments, the nucleic acid molecules may be between 1 and about
1,000,000 bases, between about 10 and about 10,000 bases, between about 100 and about 1000 bases, between about
100 and about 600 bases, between about 100 and about 500 bases, or some combination thereof.
[0031] In some embodiments, a targeted endonuclease is or comprises at least one of a restriction endonuclease (i.e.,
restriction enzyme) that cleaves DNA at or near recognition sites (e.g., EcoRI, BamHI, XbaI, HindIII, AluI, AvaII, BsaJI,
BstNI, DsaV, Fnu4HI, HaeIII, MaeIII, N1aIV, NSiI, MspJI, FspEI, NaeI, Bsu36I, NotI, HinF1, Sau3AI, PvuII, SmaI, HgaI,
AluI, EcoRV, etc.). Listings of several restriction endonucleases are available both in printed and computer readable
forms, and are provided by many commercial suppliers (e.g., New England Biolabs, Ipswich, MA). It will be appreciated
by one of ordinary skill in the art that any restriction endonuclease may be used in accordance with various embodiments
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of the present technology. In other embodiments, a targeted endonuclease is or comprises at least one of a ribonucle-
oprotein complex, such as, for example, a CRISPR-associated (Cas) enzyme/guideRNA complex (e.g., Cas9 or Cpf1)
or a Cas9-like enzyme. In other embodiments, a targeted endonuclease is or comprises a homing endonuclease, a zinc-
fingered nuclease, a TALEN, and/or a meganuclease (e.g., megaTAL nuclease, etc.), an argonaute nuclease or a
combination thereof. In some embodiments, a targeted endonuclease comprises Cas9 or CPF1 or a derivative thereof.
In some embodiments, more than one targeted endonuclease may be used (e.g., 2, 3, 4, 5, 6, 7, 8, 9, 10 or more). In
some embodiments, a targeted endonuclease may be used to cut at more than one potential target region of a nucleic
acid material (e.g., 2, 3, 4, 5, 6, 7, 8, 9, 10 or more). In some embodiments, where there is more than one target region
of a nucleic acid material, each target region may be of the same (or substantially the same) length. In some embodiments,
where there is more than one target region of a nucleic acid material, at least two of the target regions of known length
differ in length (e.g., a first target region with a length of 100 bp and a second target region with a length of 1,000bp).
[0032] In some embodiments, certain modifications are made to a portion of a sample of nucleic acid material (e.g.,
an adapter sequence). By way of specific example, in some embodiments, amplifying a nucleic acid material in a first
sample further comprises destroying or disrupting a portion or all of a second adapter sequence found on a nucleic acid
material after the separating step, and before the amplification of a first sample. By way of further example, in some
embodiments, amplifying the nucleic acid material in the second sample further comprises destroying or disrupting first
adapter sequences found on the nucleic acid material after the separating step, and before the amplification of the
second sample. In some embodiments, destroying or disrupting may be or comprise at least one of enzymatic digestion,
inclusion of at least one replication-inhibiting molecule, enzymatic cleavage, enzymatic cleavage of one strand, enzymatic
cleavage of both strands, incorporation of a modified nucleic acid followed by enzymatic treatment that leads to cleavage
or one or both strands, incorporation of a replication blocking nucleotide, incorporation of a chain terminator, incorporation
of a photocleavable linker, incorporation of a uracil, incorporation of a ribose base, incorporation of an 8-oxo-guanine
adduct, use of a restriction endonuclease, use of a ribonucleoprotein endonuclease (e.g., a Cas-enzyme, such as Cas9
or CPF1), or other programmable endonuclease (e.g., a homing endonuclease, a zinc-fingered nuclease, a TALEN, a
meganuclease (e.g., megaTAL nuclease), an argonaute nuclease, etc.), and any combination thereof. In some embod-
iments, as an addition or alternative to primer site destruction or disruption, methods such as affinity pulldown, size
selection, or any other known technique for removing and/or not amplifying undesired nucleic acid material from a sample
is contemplated.
[0033] In some embodiments, at least one amplifying step includes at least one primer and/or adapter sequence that
is or comprises at least one non-standard nucleotide. By way of additional example, in some embodiments, at least one
adapter sequence is or comprises at least one non-standard nucleotide. In some embodiments, a non-standard nucleotide
is selected from a uracil, a methylated nucleotide, an RNA nucleotide, a ribose nucleotide, an 8-oxo-guanine, a biotinylated
nucleotide, a desthiobiotin nucleotide, a thiol modified nucleotide, an acrydite modified nucleotide an iso-dC, an iso dG,
a 2’-O-methyl nucleotide, an inosine nucleotide Locked Nucleic Acid, a peptide nucleic acid, a 5 methyl dC, a 5-bromo
deoxyuridine, a 2,6-Diaminopurine, 2-Aminopurine nucleotide, an abasic nucleotide, a 5-Nitroindole nucleotide, an ade-
nylated nucleotide, an azide nucleotide, a digoxigenin nucleotide, an I-linker, a 5’ Hexynyl modified nucleotide, an 5-
Octadiynyl dU, photocleavable spacer, a non-photocleavable spacer, a click chemistry compatible modified nucleotide,
a fluorescent dye, biotin, furan, BrdU, Fluoro-dU, loto-dU, and any combination thereof.
[0034] In accordance with several embodiments, any of a variety of analytical steps may be used in order to increase
one or more of accuracy, speed, and efficiency of a provided process. For example, in some embodiments, sequencing
each of the first nucleic acid product and second nucleic acid product includes comparing the sequence of a plurality of
strands in the first nucleic acid product to determine a first strand consensus sequence, and comparing the sequence
of a plurality of strands in the second nucleic acid product to determine a second strand consensus sequence. In some
embodiments, comparing the sequence of the first nucleic acid product to the sequence of the second nucleic acid
product comprises comparing the first strand consensus sequence and the second strand consensus sequence to
provide an error-corrected consensus sequence.
[0035] It is contemplated that any of a variety of methods for amplifying nucleic acid material may be used in accordance
with various embodiments. For example, in some embodiments, at least one amplifying step comprises a polymerase
chain reaction (PCR), rolling circle amplification (RCA), multiple displacement amplification (MDA), isothermal amplifi-
cation, polony amplification within an emulsion, bridge amplification on a surface, the surface of a bead or within a
hydrogel, and any combination thereof. In some embodiments, amplifying a nucleic acid material includes use of a single-
stranded oligonucleotide at least partially complementary to a region of a genomic sequence of interest and a single-
stranded oligonucleotide at least partially complementary to a region of the adapter sequence. In some embodiments,
amplifying a nucleic acid material includes use of single-stranded oligonucleotides at least partially complementary to
regions of a first adapter sequence and a second adapter sequence (e.g., at least partially complementary to an adapter
sequence on the 5’ and/or 3’ ends of each strand of the nucleic acid material).
[0036] One aspect provided by some embodiments, is the ability to generate high quality sequencing information from
very small amounts of nucleic acid material. In some embodiments, provided methods and compositions may be used
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with an amount of starting nucleic acid material of at most about: 1 picogram (pg); 10 pg; 100 pg; 1 nanogram (ng); 10
ng; 100 ng; 200 ng, 300 ng, 400 ng, 500 ng, 600 ng, 700 ng, 800 ng, 900 ng, or 1000ng. In some embodiments, provided
methods and compositions may be used with an input amount of nucleic acid material of at most 1 molecular copy or
genome-equivalent, 10 molecular copies or the genome-equivalent thereof, 100 molecular copies or the genome-equiv-
alent thereof, 1,000 molecular copies or the genome-equivalent thereof, 10,000 molecular copies or the genome-equiv-
alent thereof, 100,000 molecular copies or the genome-equivalent thereof, or 1,000,000 molecular copies or the genome-
equivalent thereof, For example, in some embodiments, at most 1,000 ng of nucleic acid material is initially provided for
a particular sequencing process. For example, in some embodiments, at most 100 ng of nucleic acid material is initially
provided for a particular sequencing process. For example, in some embodiments, at most 10 ng of nucleic acid material
is initially provided for a particular sequencing process. For example, in some embodiments, at most 1 ng of nucleic acid
material is initially provided for a particular sequencing process. For example, in some embodiments, at most 100 pg of
nucleic acid material is initially provided for a particular sequencing process. For example, in some embodiments, at
most 1 pg of nucleic acid material is initially provided for a particular sequencing process.
[0037] As used in this application, the terms "about" and "approximately" are used as equivalents. Any numerals used
in this application with or without about/approximately are meant to cover any normal fluctuations appreciated by one
of ordinary skill in the relevant art.
[0038] In various embodiments, enrichment of nucleic acid material, including enrichment of nucleic acid material to
region(s) of interest, is provided at a faster rate (e.g., with fewer steps) and with less cost (e.g., utilizing fewer reagents),
and resulting in increased desirable data. Various aspects of the present technology have many applications in both
pre-clinical and clinical testing and diagnostics as well as other applications.
[0039] Specific details of several embodiments of the technology are described below and with reference to the FIGS
1A-24. Although many of the embodiments are described herein with respect to Duplex Sequencing, other sequencing
modalities capable of generating error-corrected sequencing reads and/or other sequencing reads in addition to those
described herein are within the scope of the present technology. Additionally, other nucleic acid interrogations are
contemplated to benefit from the nucleic acid enrichment methods and reagents described herein. Any of the above
examples can be combined in accordance with the claims. A person of ordinary skill in the art, therefore, will accordingly
understand that the technology can have other embodiments with additional elements and that the technology can have
other embodiments without several of the features shown and described below with reference to the FIGS 1A-24.

BRIEF DESCRIPTION OF THE DRAWINGS

[0040] Many aspects of the present disclosure can be better understood with reference to the following drawings. The
components in the drawings are not necessarily to scale. Instead, emphasis is placed on illustrating clearly the principles
of the present disclosure.

FIG. 1A illustrates a nucleic acid adapter molecule for use with some embodiments of the present technology and
a double-stranded adapter-nucleic acid complex resulting from ligation of the adapter molecule to a double-stranded
nucleic acid fragment in accordance with an embodiment of the present technology.

FIGS. 1B and 1C are conceptual illustrations of various Duplex Sequencing method steps in accordance with an
embodiment of the present technology.

FIG. 2 is a graph plotting positive predictive value as a function of variant allele frequency in a molecular population
for Next Generation Sequencing (NGS), single-stranded tag-based error correction, and duplex sequencing error
correction in accordance with certain aspects of the present disclosure.

FIGS. 3A and 3B show a series of graphs showing CODIS genotype versus a number of sequencing reads in the
absence of error correction (FIG. 3A) and following analysis with standard DS (FIG. 3B) for three different loci in
accordance with aspects of the present disclosure.

FIG. 4 is a conceptual illustration of SPLiT-DS method steps in accordance with an embodiment of the present
technology.

FIG. 5 is a conceptual illustration of SPLiT -DS method steps and showing steps for generating a duplex consensus
sequence in accordance with an embodiment of the present technology.

FIG. 6 is a conceptual illustration of various SPLiT-DS method steps in accordance with an embodiment of the
present technology.
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FIG. 7 is a conceptual illustration of further SPLiT-DS method steps in accordance with an embodiment of the present
technology.

FIG. 8A is a conceptual illustration of SPLiT-DS method steps incorporating double-stranded primer site destruction
schemes in accordance with an additional embodiment of the present technology.

FIG. 8B is a conceptual illustration of an example of the SPLiT-DS method steps illustrated in FIG. 8A and in
accordance with an embodiment of the present technology.

FIG. 8C is a conceptual illustration of an embodiment of SPLiT-DS method steps following the method steps illustrated
in FIG. 8A in accordance with additional aspects of the present technology.

FIG. 8D is a conceptual illustration of SPLiT-DS method steps incorporating double-stranded primer site destruction
schemes in accordance with another embodiment of the present technology.

FIGS. 9A and 9B are conceptual illustrations of various embodiments of SPLiT-DS method steps incorporating
single-stranded primer site destruction schemes in accordance with further aspects of the present technology.

FIG. 10 is a conceptual illustration of SPLiT-DS method steps using multiple targeted primers for generating duplex
consensus sequences for longer nucleic acid molecules in accordance with yet another embodiment of the present
technology.

FIG. 11A is a graph plotting a relationship between nucleic acid insert size and resulting family size following
amplification in accordance with an embodiment of the present technology.

FIG. 11B is a schematic illustrating sequencing data generated for different nucleic acid insert sizes in accordance
with aspects of the present technology.

FIG. 11C is a schematic illustrating steps of a method for generating targeted fragment sizing with CRISPR/Cas9
for generating sequencing information in accordance with an embodiment of the present technology.

FIGS. 12A-12D are conceptual illustrations of CRISPR-DS method steps in accordance with an embodiment of the
present technology. FIG. 12A shows results from CRISPR/Cas9 digestion of TP53, with seven fragments containing
all TP53 coding exons that were excised via targeted cutting using gRNAs. Dark grey represents reference strand
and light grey represents anti-reference strand. FIG. 12B shows size selection using O.5x SPRI beads; uncut,
genomic DNA binds beads and allows recovery of excised fragments in solution. FIG. 12C shows a schematic of a
double-stranded DNA molecule fragmented and ligated with double-stranded DS-adapters, containing 10-bp of
random, complementary nucleotides and a 3’-dT overhang. FIG. 12D shows a schematic for error correction by DS.
Reads derived from the same strand of DNA are compared to form a single-strand consensus sequence (SSCS).
Then both strands of the same starting DNA molecule are compared with one another to create a double-strand
consensus sequence (DSCS), and mutations found in both SSCS reads are counted as true mutations in DSCS reads.

FIGS. 12E and 12F schematically compare CRISPR-DS and standard DS method steps in accordance with certain
embodiments of the present technology. FIG. 12E is a comparison of library preparation steps for CRISPR-DS and
standard-DS. Each box represents 1h of time. FIG. 12F shows schematics of fragments produced using sonication,
which are of shorter or longer than optimal length (corresponding to lost or redundant information, respectively) as
compared to fragments products by CRISPR-DS, which are of optimal and consistent length, with full coverage of
sequencing reads.

FIGS. 13A-13C show data resulting from a SPLiT-DS procedure in accordance with an embodiment of the present
technology. FIG. 13A is a representative gel showing insert fragment sizes prior to sequencing. FIGS. 13B and 13C
are graphs showing CODIS genotype versus a number of sequencing reads in the absence of error correction (FIG.
13B) and following analysis with SPLiT-DS (FIG. 13C).

FIGS. 14A and 14B are graphs showing CODIS genotype versus a number of sequencing reads in the absence of
error correction (FIG. 14A) and following analysis with SPLiT-DS (FIG. 14B) for highly damaged DNA in accordance
with an embodiment of the present technology.
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FIGS. 15A and 15B visually represent SPLiT-DS sequencing data of KRAS exon 2 generated from lOng (FIG. 15A)
and 20ng (FIG. 15B) of cfDNA in accordance with an embodiment of the present technology.

FIG. 16A is a schematic illustration of fragment lengths produced by sonication and by CRISPR/Cas9 fragmentation
in accordance with an embodiment of the present technology.

FIGS. 16B and 16C are histogram graphs showing fragment insert size of samples prepared with standard DS and
CRISPR-DS protocols in accordance with embodiments of the present technology. X-axis represent percent differ-
ence from optimal fragment size, e.g. fragment size that matches the sequencing read length after adjustments for
molecular barcodes and clipping. Columnar region shows range of fragment sizes which are within 10% difference
from optimal size, with optimal size being designated with a vertical hashed line.

FIGS. 17A-17C show a CRISPR/Cas9 scheme for targeted enrichment of coding regions of human TP53 in accord-
ance with an embodiment of the present technology. TP53 tumor protein; Homo sapiens; NC_000017.11 Chr. 17,
Ref. GRCh38.p2. Grey letters represent coding regions; exon names are indicated in the right margin and boxed
together when they are in the same fragment. Grey highlighted text represent Cas9 cut sites with PAM sequences
double underlines. Single underlined text represents biotinylated probes, with probe names indicated on the left
margin.

FIGS. 18A-18C are bar graphs showing percent of raw sequencing reads on-target (covering TP53) (FIG. 18A),
showing percentage recovery as calculated by percentage of genomes in input DNA that produced duplex consensus
sequence reads (FIG. 18B), and showing median duplex consensus sequence depth (FIG. 18C) across all targeted
regions for various input amounts of DNA processed using standard DS and CRISPR-DS in accordance with an
embodiment of the present technology.

FIG. 19 is a bar graph showing target enrichment provided by CRISPR-DS with one capture step as compared to
two capture steps on three different blood DNA samples in accordance with an embodiment of the present technology.

FIGS. 20A and 20B show results from pre-enrichment for high MW DNA with BluePippin on a pulse-field gel (FIG.
20A) and a bar graph (FIG. 20B) showing a comparison of percentage of on-target raw reads and duplex consensus
sequence depth for the same DNA sequenced before and after BluePippin pre-enrichment in accordance with an
embodiment of the present technology.

FIGS. 21A-21C are a schematic illustration of a synthetic double-stranded DNA molecule (FIG. 21A) and chart of
predicted fragment lengths (FIG. 21B) following CRISPR/Cas9 digestion, and a resultant TapeStation gel image of
actual DNA fragment lengths following CRISPR/Cas9 digestion of the synthetic double-stranded DNA molecule
(FIG. 21C) demonstrating successful cleavage using CRISPR/Cas9 digestion in accordance with an embodiment
of the present technology.

FIG. 22A is a graph plotting a relationship between nucleic acid insert size and resulting family size following
amplification of TP53 using CRISPR-DS and standard DS protocols in accordance with an embodiment of the
present technology. Dots represent original barcoded DNA molecules, and in CRISPR-DS, all DNA molecules (lighter
dots) have preset sizes and generate similar number of PCR copies (as seen by several "band-like" clusters of
lighter dots). In standard-DS (dark dots), sonication shears DNA into variable fragment lengths (dark dots, distributed
more widely over plot than lighter dots). The plot shows a larger number of shorter fragments than longer fragments.

FIGS. 22B-22E show data on TP53 resulting from CRISPR-DS and standard DS method steps in accordance with
an embodiment of the present technology. FIG. 22B is a representative gel showing insert fragment sizes following
adapter ligation and prior to sequencing. FIGS. 22C and 22D are electropherograms showing peaks of resultant
nucleic acid library generated by CRISPR-DS (FIG. 22C) and standard DS (FIG. 22D) prior to sequencing. FIG.
22E shows duplex consensus sequence reads of TP53 generated by CRISPR-DS and standard DS protocols with
Integrative Genomics Viewer. FIG. 22B shows a TapeStation gels with a ladder and samples from CRISPR-DS (A1)
and standard -DS (B1). Sizes of bands correspond to CRISPR/Cas9 cut fragments with adapters. FIG. 22E shows
distinct boundaries that correspond to the CRISPR/Cas9 cutting points and an even distribution of depth across
positions, both within a fragment and between fragments. Standard-DS shows a peak pattern generated by random
shearing of fragments and hybridization capture, and uneven coverage.

FIG. 23 is a schematic overview of CRISPR-DS data processing steps in accordance with an embodiment of the
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present technology.

FIGS. 24A and 24B are a chart (FIG. 24A) and graph (FIG. 24B) showing results quantifying a degree of target
enrichment following CRISPR/Cas9 digestion followed by size selection in accordance with an embodiment of the
present technology. FIG. 24A shows DNA samples and the enrichment achieved for each. FIG. 24B shows percent
of raw reads that were "on target" as compared to amount of input DNA.

DEFINITIONS

[0041] In order for the present disclosure to be more readily understood, certain terms are first defined below. Additional
definitions for the following terms and other terms are set forth throughout the specification.
[0042] In this application, unless otherwise clear from context, the term "a" may be understood to mean "at least one."
As used in this application, the term "or" may be understood to mean "and/or." In this application, the terms "comprising"
and "including" may be understood to encompass itemized components or steps whether presented by themselves or
together with one or more additional components or steps. Where ranges are provided herein, the endpoints are included.
As used in this application, the term "comprise" and variations of the term, such as "comprising" and "comprises," are
not intended to exclude other additives, components, integers or steps.
[0043] About: The term "about", when used herein in reference to a value, refers to a value that is similar, in context
to the referenced value. In general, those skilled in the art, familiar with the context, will appreciate the relevant degree
of variance encompassed by "about" in that context. For example, in some embodiments, the term "about" may encom-
pass a range of values that within 25%, 20%, 19%, 18%, 17%, 16%, 15%, 14%, 13%, 12%, 11%, 10%, 9%, 8%, 7%,
6%, 5%, 4%, 3%, 2%, 1%, or less of the referred value.
[0044] Analog: As used herein, the term "analog" refers to a substance that shares one or more particular structural
features, elements, components, or moieties with a reference substance. Typically, an "analog" shows significant struc-
tural similarity with the reference substance, for example sharing a core or consensus structure, but also differs in certain
discrete ways. In some embodiments, an analog is a substance that can be generated from the reference substance,
e.g., by chemical manipulation of the reference substance. In some embodiments, an analog is a substance that can
be generated through performance of a synthetic process substantially similar to (e.g., sharing a plurality of steps with)
one that generates the reference substance. In some embodiments, an analog is or can be generated through perform-
ance of a synthetic process different from that used to generate the reference substance.
[0045] Biological Sample: As used herein, the term "biological sample" or "sample" typically refers to a sample
obtained or derived from a biological source (e.g., a tissue or organism or cell culture) of interest, as described herein.
In some embodiments, a source of interest comprises an organism, such as an animal or human. In other embodiments,
a source of interest comprises a microorganism, such as a bacterium, virus, protozoan, or fungus. In further embodiments,
a source of interest may be a synthetic tissue, organism, cell culture, nucleic acid or other material. In yet further
embodiments, a source of interest may be a plant-based organism. In yet another embodiment, a sample may be an
environmental sample such as, for example, a water sample, soil sample, archeological sample, or other sample collected
from a non-living source. In other embodiments, a sample may be a multi-organism sample (e.g., a mixed organism
sample). In some embodiments, a biological sample is or comprises biological tissue or fluid. In some embodiments, a
biological sample may be or comprise bone marrow; blood; blood cells; ascites; tissue or fine needle biopsy samples;
cell-containing body fluids; free floating nucleic acids; sputum; saliva; urine; cerebrospinal fluid, peritoneal fluid; pleural
fluid; feces; lymph; gynecological fluids; skin swabs; vaginal swabs; pap smear, oral swabs; nasal swabs; washings or
lavages such as a ductal lavages or broncheoalveolar lavages; vaginal fluid, aspirates; scrapings; bone marrow speci-
mens; tissue biopsy specimens; fetal tissue or fluids; surgical specimens; feces, other body fluids, secretions, and/or
excretions; and/or cells therefrom, etc. In some embodiments, a biological sample is or comprises cells obtained from
an individual. In some embodiments, obtained cells are or include cells from an individual from whom the sample is
obtained. In a particular embodiment, a biological sample is a liquid biopsy obtained from a subject. In some embodiments,
a sample is a "primary sample" obtained directly from a source of interest by any appropriate means. For example, in
some embodiments, a primary biological sample is obtained by methods selected from the group consisting of biopsy
(e.g., fine needle aspiration or tissue biopsy), surgery, collection of body fluid (e.g., blood, lymph, feces etc.), etc. In
some embodiments, as will be clear from context, the term "sample" refers to a preparation that is obtained by processing
(e.g., by removing one or more components of and/or by adding one or more agents to) a primary sample. For example,
filtering using a semi-permeable membrane. Such a "processed sample" may comprise, for example nucleic acids or
proteins extracted from a sample or obtained by subjecting a primary sample to techniques such as amplification or
reverse transcription of mRNA, isolation and/or purification of certain components, etc.
[0046] Determine: Many methodologies described herein include a step of "determining". Those of ordinary skill in
the art, reading the present specification, will appreciate that such "determining" can utilize or be accomplished through
use of any of a variety of techniques available to those skilled in the art, including for example specific techniques
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explicitly referred to herein. In some embodiments, determining involves manipulation of a physical sample. In some
embodiments, determining involves consideration and/or manipulation of data or information, for example utilizing a
computer or other processing unit adapted to perform a relevant analysis. In some embodiments, determining involves
receiving relevant information and/or materials from a source. In some embodiments, determining involves comparing
one or more features of a sample or entity to a comparable reference.
[0047] Expression: As used herein, "expression" of a nucleic acid sequence refers to one or more of the following
events: (1) production of an RNA template from a DNA sequence (e.g., by transcription); (2) processing of an RNA
transcript (e.g., by splicing, editing, 5’ cap formation, and/or 3’ end formation); (3) translation of an RNA into a polypeptide
or protein; and/or (4) post-translational modification of a polypeptide or protein.
[0048] gRNA: As used herein, "gRNA" or "guide RNA", refers to short RNA molecules which include a scaffold sequence
suitable for a targeted endonuclease (e.g., a Cas enzyme such as Cas9 or Cpf1 or another ribonucleoprotein with similar
properties, etc.) binding to a substantially target-specific sequence which facilitates cutting of a specific region of DNA
or RNA.
[0049] Nucleic acid: As used herein, in its broadest sense, refers to any compound and/or substance that is or can
be incorporated into an oligonucleotide chain. In some embodiments, a nucleic acid is a compound and/or substance
that is or can be incorporated into an oligonucleotide chain via a phosphodiester linkage. As will be clear from context,
in some embodiments, "nucleic acid" refers to an individual nucleic acid residue (e.g., a nucleotide and/or nucleoside);
in some embodiments, "nucleic acid" refers to an oligonucleotide chain comprising individual nucleic acid residues. In
some embodiments, a "nucleic acid" is or comprises RNA; in some embodiments, a "nucleic acid" is or comprises DNA.
In some embodiments, a nucleic acid is, comprises, or consists of one or more natural nucleic acid residues. In some
embodiments, a nucleic acid is, comprises, or consists of one or more nucleic acid analogs. In some embodiments, a
nucleic acid analog differs from a nucleic acid in that it does not utilize a phosphodiester backbone. For example, in
some embodiments, a nucleic acid is, comprises, or consists of one or more "peptide nucleic acids", which are known
in the art and have peptide bonds instead of phosphodiester bonds in the backbone, are considered within the scope
of the present technology. Alternatively or additionally, in some embodiments, a nucleic acid has one or more phospho-
rothioate and/or 5’-N-phosphoramidite linkages rather than phosphodiester bonds. In some embodiments, a nucleic acid
is, comprises, or consists of one or more natural nucleosides (e.g., adenosine, thymidine, guanosine, cytidine, uridine,
deoxyadenosine, deoxythymidine, deoxy guanosine, and deoxycytidine). In some embodiments, a nucleic acid is, com-
prises, or consists of one or more nucleoside analogs (e.g., 2-aminoadenosine, 2-thiothymidine, inosine, pyrrolo-pyri-
midine, 3 -methyl adenosine, 5-methylcytidine, C-5 propynyl-cytidine, C-5 propynyl-uridine, 2-aminoadenosine, C5-
bromouridine, C5-fluorouridine, C5-iodouridine, C5-propynyl-uridine, C5 -propynyl-cytidine, C5-methylcytidine, 2-ami-
noadenosine, 7-deazaadenosine, 7-deazaguanosine, 8-oxoadenosine, 8-oxoguanosine, 0(6)-methylguanine, 2-thiocy-
tidine, methylated bases, intercalated bases, and combinations thereof). In some embodiments, a nucleic acid comprises
one or more modified sugars (e.g., 2’-fluororibose, ribose, 2’-deoxyribose, arabinose, and hexose) as compared with
those in natural nucleic acids. In some embodiments, a nucleic acid has a nucleotide sequence that encodes a functional
gene product such as an RNA or protein. In some embodiments, a nucleic acid includes one or more introns. In some
embodiments, nucleic acids are prepared by one or more of isolation from a natural source, enzymatic synthesis by
polymerization based on a complementary template (in vivo or in vitro), reproduction in a recombinant cell or system,
and chemical synthesis. In some embodiments, a nucleic acid is at least 2, 3, 4, 5, 6, 7, 8, 9, 10, 15, 20, 25, 30, 35, 40,
45, 50, 55, 60, 65, 70, 75, 80, 85, 90, 95, 100, 1 10, 120, 130, 140, 150, 160, 170, 180, 190, 200, 225, 250, 275, 300,
325, 350, 375, 400, 425, 450, 475, 500, 600, 700, 800, 900, 1000, 1500, 2000, 2500, 3000, 3500, 4000, 4500, 5000 or
more residues long. In some embodiments, a nucleic acid is partly or wholly single stranded; in some embodiments, a
nucleic acid is partly or wholly double-stranded. In some embodiments a nucleic acid has a nucleotide sequence com-
prising at least one element that encodes, or is the complement of a sequence that encodes, a polypeptide. In some
embodiments, a nucleic acid has enzymatic activity. In some embodiments the nucleic acid serves a mechanical function,
for example in a ribonucleoprotein complex or a transfer RNA.
[0050] Reference: As used herein describes a standard or control relative to which a comparison is performed. For
example, in some embodiments, an agent, animal, individual, population, sample, sequence or value of interest is
compared with a reference or control agent, animal, individual, population, sample, sequence or value. In some embod-
iments, a reference or control is tested and/or determined substantially simultaneously with the testing or determination
of interest. In some embodiments, a reference or control is a historical reference or control, optionally embodied in a
tangible medium. Typically, as would be understood by those skilled in the art, a reference or control is determined or
characterized under comparable conditions or circumstances to those under assessment. Those skilled in the art will
appreciate when sufficient similarities are present to justify reliance on and/or comparison to a particular possible refer-
ence or control.
[0051] Single Molecule Identifer (SMI): As used herein, the term "single molecule identifier" or "SMI", (which may
be referred to as a "tag" a "barcode", a "Molecular bar code", a "Unique Molecular Identifier", or "UMI", among other
names) refers to any material (e.g., a nucleotide sequence, a nucleic acid molecule feature) that is capable of distin-
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guishing an individual molecule in a large heterogeneous population of molecules. In some embodiments, a SMI can
be or comprise an exogenously applied SMI. In some embodiments, an exogenously applied SMI may be or comprise
a degenerate or semi-degenerate sequence. In some embodiments substantially degenerate SMIs may be known as
Random Unique Molecular Identifiers (R-UMIs). In some embodiments an SMI may comprise a code (for example a
nucleic acid sequence) from within a pool of known codes. In some embodiments pre-defined SMI codes are known as
Defined Unique Molecular Identifiers (D-UMIs). In some embodiments, a SMI can be or comprise an endogenous SMI.
In some embodiments, an endogenous SMI may be or comprise information related to specific shear-points of a target
sequence, or features relating to the terminal ends of individual molecules comprising a target sequence. In some
embodiments an SMI may relate to a sequence variation in a nucleic acid molecule cause by random or semi-random
damage, chemical modification, enzymatic modification or other modification to the nucleic acid molecule. In some
embodiments the modification may be deamination of methylcytosine. In some embodiments the modification may entail
sites of nucleic acid nicks. In some embodiments, an SMI may comprise both exogenous and endogenous elements.
In some embodiments an SMI may comprise physically adjacent SMI elements. In some embodiments SMI elements
may be spatially distinct in a molecule. In some embodiments an SMI may be a non-nucleic acid. In some embodiments
an SMI may comprise two or more different types of SMI information. Various embodiments of SMIs are further disclosed
in International Patent Publication No. WO2017/100441.
[0052] Strand Defining Element (SDE): As used herein, the term "Strand Defining Element" or "SDE", refers to any
material which allows for the identification of a specific strand of a double-stranded nucleic acid material and thus
differentiation from the other/complementary strand (e.g., any material that renders the amplification products of each
of the two single stranded nucleic acids resulting from a target double-stranded nucleic acid substantially distinguishable
from each other after sequencing or other nucleic acid interrogation). In some embodiments, a SDE may be or comprise
one or more segments of substantially non-complementary sequence within an adapter sequence. In particular embod-
iments, a segment of substantially non-complementary sequence within an adapter sequence can be provided by an
adapter molecule comprising a Y-shape or a "loop" shape. In other embodiments, a segment of substantially non-
complementary sequence within an adapter sequence may form an unpaired "bubble" in the middle of adjacent com-
plementary sequences within an adapter sequence. In other embodiments an SDE may encompass a nucleic acid
modification. In some embodiments an SDE may comprise physical separation of paired strands into physically separated
reaction compartments. In some embodiments an SDE may comprise a chemical modification. In some embodiments
an SDE may comprise a modified nucleic acid. In some embodiments an SDE may relate to a sequence variation in a
nucleic acid molecule caused by random or semi-random damage, chemical modification, enzymatic modification or
other modification to the nucleic acid molecule. In some embodiments the modification may be deamination of methyl-
cytosine. In some embodiments the modification may entail sites of nucleic acid nicks. Various embodiments of SDEs
are further disclosed in International Patent Publication No. WO2017/100441.
[0053] Subject: As used herein, the term "subject" refers an organism, typically a mammal (e.g., a human, in some
embodiments including prenatal human forms). In some embodiments, a subject is suffering from a relevant disease,
disorder or condition. In some embodiments, a subject is susceptible to a disease, disorder, or condition. In some
embodiments, a subject displays one or more symptoms or characteristics of a disease, disorder or condition. In some
embodiments, a subject does not display any symptom or characteristic of a disease, disorder, or condition. In some
embodiments, a subject is someone with one or more features characteristic of susceptibility to or risk of a disease,
disorder, or condition. In some embodiments, a subject is a patient. In some embodiments, a subject is an individual to
whom diagnosis and/or therapy is and/or has been administered.
[0054] Substantially: As used herein, the term "substantially" refers to the qualitative condition of exhibiting total or
near-total extent or degree of a characteristic or property of interest. One of ordinary skill in the biological arts will
understand that biological and chemical phenomena rarely, if ever, go to completion and/or proceed to completeness
or achieve or avoid an absolute result. The term "substantially" is therefore used herein to capture the potential lack of
completeness inherent in many biological and chemical phenomena.

DETAILED DESCRIPTION

Selected Embodiments of Duplex Sequencing Methods and Associated Adapters and Reagents

[0055] Duplex Sequencing (DS) is a method for producing error-corrected DNA sequences from double-stranded
nucleic acid molecules, and which was originally described in International Patent Publication No. WO 2013/142389
and in U.S. Patent No. 9,752,188. As illustrated in FIGS. 1A-1C, and in certain aspects of the technology, DS can be
used to independently sequence both strands of individual DNA molecules in such a way that the derivative sequence
reads can be recognized as having originated from the same double-stranded nucleic acid parent molecule during MPS,
but also differentiated from each other as distinguishable entities following sequencing. The resulting sequence reads
from each strand are then compared for the purpose of obtaining an error-corrected sequence of the original double-
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stranded nucleic acid molecule known as a Duplex Consensus Sequence (DCS). The process of DS makes it possible
to confirm whether one or both strands of an original double stranded nucleic acid molecule are represented in the
generated sequencing data used to form a DCS.
[0056] In certain embodiments, methods incorporating DS may include ligation of one or more sequencing adapters
to a target double-stranded nucleic acid molecule, comprising a first strand target nucleic acid sequence and a second
strand target nucleic sequence, to produce a double-stranded target nucleic acid complex (e.g. FIG. 1A).
[0057] In various embodiments, a resulting target nucleic acid complex can include at least one SMI sequence, which
may entail an exogenously applied degenerate or semi-degenerate sequence, endogenous information related to the
specific shear-points of the target double-stranded nucleic acid molecule, or a combination thereof. The SMI can render
the target-nucleic acid molecule substantially distinguishable from the plurality of other molecules in a population being
sequenced. The SMI element’s substantially distinguishable feature can be independently carried by each of the single
strands that form the double-stranded nucleic acid molecule such that the derivative amplification products of each
strand can be recognized as having come from the same original substantially unique double-stranded nucleic acid
molecule after sequencing. In other embodiments the SMI may include additional information and/or may be used in
other methods for which such molecule distinguishing functionality is useful, such as those described in the above-
referenced publications. In another embodiment, the SMI element may be incorporated after adapter ligation. In some
embodiments the SMI is double stranded in nature. In other embodiments it is single stranded in nature. In other em-
bodiments it is a combination of single stranded and double stranded in nature.
[0058] In some embodiments, each double-stranded target nucleic acid sequence complex can further include an
element (e.g., an SDE) that renders the amplification products of the two single stranded nucleic acids that form the
target double-stranded nucleic acid molecule substantially distinguishable from each other after sequencing. In one
embodiment, an SDE may comprise asymmetric primer sites comprised within the sequencing adapters, or, in other
arrangements, sequence asymmetries may be introduced into the adapter molecules not within the primer sequences,
such that at least one position in the nucleotide sequences of the first strand target nucleic acid sequence complex and
the second stand of the target nucleic acid sequence complex are different from each other following amplification and
sequencing. In other embodiments, the SMI may comprise another biochemical asymmetry between the two strands
that differs from the canonical nucleotide sequences A, T, C, G or U, but is converted into at least one canonical nucleotide
sequence difference in the two amplified and sequenced molecules. In yet another embodiment, the SDE may be a
means of physically separating the two strands before amplification, such that the derivative amplification products from
the first strand target nucleic acid sequence and the second strand target nucleic acid sequence are maintained in
substantial physical isolation from one and other for the purposes of maintaining a distinction between the two. Other
such arrangements or methodologies for providing an SDE function that allows for distinguishing the first and second
strands may be utilized, such as those described in the above-referenced publications, or other methods that serves
the functional purpose described.
[0059] After generating the double-stranded target nucleic acid complex comprising at least one SMI and at least one
SDE, or where one or both of these elements will be subsequently introduced, the complex can be subjected to DNA
amplification, such as with PCR, or any other biochemical method of DNA amplification (e.g., rolling circle amplification,
multiple displacement amplification, isothermal amplification, bridge amplification or surface-bound amplification, such
that one or more copies of the first strand target nucleic acid sequence and one or more copies of the second strand
target nucleic acid sequence are produced (e.g., FIG. 1B). The one or more amplification copies of the first strand target
nucleic acid molecule and the one or more amplification copies of the second target nucleic acid molecule can then be
subjected to DNA sequencing, preferably using a "Next-Generation" massively parallel DNA sequencing platform (e.g.,
FIG. 1B).
[0060] The sequence reads produced from either the first strand target nucleic acid molecule and the second strand
target nucleic acid molecule derived from the original double-stranded target nucleic acid molecule can be identified
based on sharing a related substantially unique SMI and distinguished from the opposite strand target nucleic acid
molecule by virtue of an SDE. In some embodiments the SMI may be a sequence based on a mathematically-based
error correction code (for example, a Hamming code), whereby certain amplification errors, sequencing errors or SMI
synthesis errors can be tolerated for the purpose of relating the sequences of the SMI sequences on complementary
strands of an original Duplex (e.g., a double-stranded nucleic acid molecule). For example, with a double stranded
exogenous SMI where the SMI comprises 15 base pairs of fully degenerate sequence of canonical DNA bases, an
estimated 4^15 = 1,073,741,824 SMI variants will exist in a population of the fully degenerate SMIs. If two SMIs are
recovered from reads of sequencing data that differ by only one nucleotide within the SMI sequence out of a population
of 10,000 sampled SMIs, it can be mathematically calculated the probability of this occurring by random chance and a
decision made whether it is more probable that the single base pair difference reflects one of the aforementioned types
of errors and the SMI sequences could be determined to have in fact derived from the same original duplex molecule.
In some embodiments where the SMI is, at least in part, an exogenously applied sequence where the sequence variants
are not fully degenerate to each other and are, at least in part, known sequences, the identity of the known sequences
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can in some embodiments be designed in such a way that one or more errors of the aforementioned types will not convert
the identity of one known SMI sequence to that of another SMI sequence, such that the probability of one SMI being
misinterpreted as that of another SMI is reduced. In some embodiments this SMI design strategy comprises a Hamming
Code approach or derivative thereof. Once identified, one or more sequence reads produced from the first strand target
nucleic acid molecule are compared with one or more sequence reads produced from the second strand target nucleic
acid molecule to produce an error-corrected target nucleic acid molecule sequence (e.g., FIG. 1C). For example, nu-
cleotide positions where the bases from both the first and second strand target nucleic acid sequences agree are deemed
to be true sequences, whereas nucleotide positions that disagree between the two strands are recognized as potential
sites of technical errors that may be discounted. An error-corrected sequence of the original double-stranded target
nucleic acid molecule can thus be produced (shown in FIG. 1C).
[0061] Alternatively, in some embodiments, sites of sequence disagreement between the two strands can be recog-
nized as potential sites of biologically-derived mismatches in the original double stranded target nucleic acid molecule.
Alternatively, in some embodiments sites of sequence disagreement between the two strands can be recognized as
potential sites of DNA synthesis-derived mismatches in the original double stranded target nucleic acid molecule. Alter-
natively, in some embodiments sites of sequence disagreement between the two strands can be recognized as potential
sites where a damaged or modified nucleotide base was present on one or both strands and was converted to a
mismatches by an enzymatic process (for example a DNA polymerase, a DNA glycosylase or another nucleic acid
modifying enzyme or chemical process). In some embodiments, this latter finding can be used to infer the presence of
nucleic acid damage or nucleotide modification prior to the enzymatic process or chemical treatment.
[0062] FIG. 2 is a graph plotting theoretical positive predictive value as a function of variant allele frequency in a
molecular population for Next Generation Sequencing (NGS), single-stranded tag-based error correction, and duplex
sequencing error correction in accordance with certain aspects of the present disclosure. Referring to FIG. 2, the positive
predicted value (e.g., the expected number of correct positive calls divided by the total number of positive calls) is plotted
as a function of the variant allele frequency in a molecular population for Next Generation Sequencing (NGS), single-
stranded tag-based error correction, and DS error correction of a specified error rate. As seen by curve overlap, nearly
all mutant calls will be correct using any method if the frequency of detected variants is greater than 1 per 10. However,
the error rates of standard Illumina sequencing and single-stranded tag-based error correction result in critical losses
in positive predictive value at variant frequencies of ~1 per 100 and 1 per 1,000, respectively. The extremely low error
rate conferred by DS enables confident identification of variants below 1 per 100,000 (dotted line).
[0063] In some embodiments, and in accordance with aspects of the present technology, sequencing reads generated
from the DS steps discussed herein can be further filtered to eliminate sequencing reads from DNA-damaged molecules
(e.g., damaged during storage, shipping, during or following tissue or blood extraction, during or following library prep-
aration, etc.). For example, DNA repair enzymes, such as Uracil-DNA Glycosylase (UDG), Formamidopyrimidine DNA
glycosylase (FPG), and 8-oxoguanine DNA glycosylase (OGG1), can be utilized to eliminate or correct DNA damage
(e.g., in vitro DNA damage or in vivo damage). These DNA repair enzymes, for example, are glycoslyases that remove
damaged bases from DNA. For example, UDG removes uracil that results from cytosine deamination (caused by spon-
taneous hydrolysis of cytosine) and FPG removes 8-oxo-guanine (e.g., a common DNA lesion that results from reactive
oxygen species). FPG also has lyase activity that can generate a 1 base gap at abasic sites. Such abasic sites will
generally subsequently fail to amplify by PCR, for example, because the polymerase fails to copy the template. Accord-
ingly, the use of such DNA damage repair/elimination enzymes can effectively remove damaged DNA that doesn’t have
a true mutation, but might otherwise be undetected as an error following sequencing and duplex sequence analysis.
Although an error due to a damaged base can often be corrected by DS in rare cases a complementary error could
theoretically occur at the same position on both strands, thus, reducing error-increasing damage can reduce the probability
of artifacts. Furthermore, during library preparation certain fragments of DNA to be sequenced may be single-stranded
from their source or from processing steps (for example, mechanical DNS shearing). These regions are typically converted
to double stranded DNA during an "end repair" step known in the art, whereby a DNA polymerase and nucleoside
substrates are added to a DNA sample to extend 5’ recessed ends. A mutagenic site of DNA damage in the single-
stranded portion of the DNA being copied (i.e. single-stranded 5’ overhang at one or both ends of the DNA duplex or
internal single-stranded nicks or gaps) can cause an error during the fill-in reaction that could render a single-stranded
mutation, synthesis error or site of nucleic acid damage into a double stranded form that could be misinterpreted in the
final duplex consensus sequence as a true mutation whereby the true mutation was present in the original double
stranded nucleic acid molecule, when, in fact, it was not. This scenario, termed "pseudoduplex", can be reduced or
prevented by use of such damage destroying/repair enzymes. In other embodiments this occurrence can be reduced
or eliminated through use of strategies to destroy or prevent single-stranded portions of the original duplex molecule to
form (e.g. use of certain enzymes being used to fragment the original double stranded nucleic acid material rather than
mechanical shearing or certain other enzymes that may leave nicks or gaps). In other embodiments use of processes
to eliminate single-stranded portions of original double stranded nucleic acids (e.g. single-stand specific nucleases such
as S1 nuclease or mung bean nuclease) can be utilized for a similar purpose.
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[0064] In further embodiments, sequencing reads generated from the DS steps discussed herein can be further filtered
to eliminate false mutations by trimming ends of the reads most prone to pseudoduplex artifacts. For example, DNA
fragmentation can generate single strand portions at the terminal ends of double-stranded molecule. These single-
stranded portions can be filled in (e.g., by Klenow or T4 polymerase) during end repair. In some instances, polymerases
make copy mistakes in these end repaired regions leading to the generation of "pseudoduplex molecules." These artifacts
of library preparation can incorrectly appear to be true mutations once sequenced. These errors, as a result of end repair
mechanisms, can be eliminated or reduced from analysis post-sequencing by trimming the ends of the sequencing reads
to exclude any mutations that may have occurred in higher risk regions, thereby reducing the number of false mutations.
In one embodiment, such trimming of sequencing reads can be accomplished automatically (e.g., a normal process
step). In another embodiment, a mutation frequency can be assessed for fragment end regions and if a threshold level
of mutations are observed in the fragment end regions, sequencing read trimming can be performed before generating
a double-strand consensus sequence read of the DNA fragments.
[0065] The high degree of error correction provided by the strand-comparison technology of DS reduces sequencing
errors of double-stranded nucleic acid molecules by multiple orders of magnitude as compared with standard next-
generation sequencing methods. This reduction in errors improves the accuracy of sequencing in nearly all types of
sequences, but can be particularly well suited to biochemically challenging sequences that are well known in the art to
be particularly error prone. One non-limiting example of such type of sequence is homopolymers or other microsatel-
lites/short-tandem repeats. Another non-limiting example of error prone sequences that benefit from DS error correction
are molecules that have been damaged, for example, by heating, radiation, mechanical stress, or a variety of chemical
exposures which creates chemical adducts that are error prone during copying by one or more nucleotide polymerases.
In further embodiments, DS can also be used for the accurate detection of minority sequence variants among a population
of double-stranded nucleic acid molecules. One non-limiting example of this application is detection of a small number
of DNA molecules derived from a cancer, among a larger number of unmutated molecules from non-cancerous tissues
within a subject. Another non-limiting application for rare variant detection by DS is forensic detection of the DNA from
one individual intermixed at low abundance with the DNA of another individual of a different genotype.
[0066] DS has been shown to be highly successful at removing both amplification and sequencing/sequencer derived
artifacts in mitochondrial and nuclear DNA. However, certain prior studies have focused on the detection of somatic
point mutations and small (e.g., <5bp) insertions and deletions. In addressing some of the challenges associated with
forensic analysis (e.g., removal of PCR stutter, low levels of DNA, intermixed samples, etc.), DS holds significant promise
to the forensics community. For example, and in reference to FIGS. 3A and 3B, DS has demonstrated the ability to
remove PCR stutter when compared to conventional MPS. In this example, three representative CODIS loci from lOng
Promega 2800M standard reference material DNA were sequenced using conventional MPS (FIG. 3A) and DS (FIG.
3B) on an Illumina MiSeq platform with 300bp paired-end reads, and data were visualized with STRait-Razor STR allele-
calling tool. FIG. 3A show three graphs showing CODIS genotype for each of the three CODIS loci versus a number of
sequencing reads in the absence of error correction (e.g., conventional MPS) and show several stutter events (black
arrows). In comparison, and as shown in FIG. 3B, DS eliminated the stutter events for the same three CODIS loci. Similar
results are seen at all original CODIS 13 loci. Accordingly, various aspects of DS technology can overcome some of the
limitations experienced by conventional methodologies with respect to forensic analysis. Other aspects of forensic
analysis, in addition to other applications of DS, may also benefit from any improvements to various aspects of conversion
efficiency, or the percentage of input DNA that is converted to error-corrected sequence data. Forensic analysis may
refer to applications related to human crime, natural disasters, mass casualty incidents, animal or other life-kingdom
poaching, trafficking or misuse, human or animal remains identification, assault identification, missing persons identifi-
cation, sexual assault identification, paleontological applications, and archeological applications among others.
[0067] With regard to the efficiency of a DS process, two types of efficiency are further described herein: conversion
efficiency and workflow efficiency. For the purposes of discussing efficiency of DS, conversion efficiency can be defined
as the fraction of unique nucleic acid molecules inputted into a sequencing library preparation reaction from which at
least one duplex consensus sequence read is produced. Workflow efficiency may relate to relative inefficiencies with
the amount of time, relative number of steps and/or financial cost of reagents/materials needed to carry out these steps
to produce a Duplex Sequencing library and/or carry out targeted enrichment for sequences of interest.
[0068] In some instances, either or both conversion efficiency and workflow efficiency limitations may limit the utility
of high-accuracy DS for some applications where it would otherwise be very well suited. For example, a low conversion
efficiency would result in a situations where the number of copies of a target double-stranded nucleic acid is limited,
which may result in a less than desired amount of sequence information produced. Non-limiting examples of this concept
include DNA from circulating tumor cells or cell-free DNA derived from tumors, or prenatal infants that are shed into
body fluids such as plasma and intermixed with an excess of DNA from other tissues. Although DS typically has the
accuracy to be able to resolve one mutant molecule among more than one hundred thousand unmutated molecules, if
only 10,000 molecules are available in a sample, for example, and even with the ideal efficiency of converting these to
duplex consensus sequence reads being 100%, the lowest mutation frequency that could be measured would be
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1/(10,000 ∗ 100%) = 1/10,000. As a clinical diagnostic, having maximum sensitivity to detect the low level signal of a
cancer or a therapeutically-relevant mutation can be important and so a relatively low conversion efficiency would be
undesirable in this context. Similarly, in forensic applications, often very little DNA is available for testing. When only
nanogram or picogram quantities can be recovered from a crime scene or site of a natural disaster, and where the DNA
from multiple individuals is mixed together, having maximum conversion efficiency can be important in being able to
detect the presence of the DNA of all individuals within the mixture.
[0069] In some instances, workflow inefficiencies can be similarly challenging for certain nucleic acid interrogation
applications. One non-limiting example of this is in clinical microbiology testing. Sometimes it is desired to rapidly detect
the nature of one or more infectious organisms, for example, a microbial or polymicrobial bloodstream infection where
some organisms are resistant to particular antibiotics based on a unique genetic variant they carry, but the time it takes
to culture and empirically determine antibiotic sensitivity of the infectious organisms is much longer than the time within
which a therapeutic decision about antibiotics to be used for treatment must be made. DNA sequencing of DNA from
the blood (or other infected tissue or body fluid) has the potential to be more rapid, and DS among other high accuracy
sequencing methods, for example, could very accurately detect therapeutically important minority variants in the infectious
population based on DNA signature. As workflow turnaround time to data generation can be critical for determining
treatment options (e.g., as in the example used herein), applications to increase the speed to arrive at data output would
also be desirable.
[0070] Disclosed further herein are methods for targeted nucleic acid sequence enrichment, compositions which may
be used in the methods of the invention, and uses of such enrichment for error-corrected nucleic acid sequencing
applications that provide improvement in the cost, conversion of molecules sequenced and the time efficiency of gen-
erating labeled molecules for targeted ultra-high accuracy sequencing.

SPLiT-DS

[0071] In some embodiments, provided methods provide PCR-based targeted enrichment strategies compatible with
the use of molecular barcodes for error correction. FIG. 4 is a conceptual illustration of a sequencing enrichment strategy
utilizing Separated PCRs of Linked Templates for sequencing ("SPLiT-DS") method steps in accordance with an em-
bodiment of the present technology. Referring to FIG. 4, and in one embodiment, a SPLiT-DS approach can begin with
labelling (e.g., tagging) fragmented double-stranded nucleic acid material (e.g., from a DNA sample) with molecular
barcodes in a similar manner as described above and with respect to a standard DS library construction protocol (e.g.,
as illustrated in FIG. 1B). In some embodiments, the double-stranded nucleic acid material may be fragmented (e.g.,
such as with cell free DNA, damaged DNA, etc.); however, in other embodiments, various steps can include fragmentation
of the nucleic acid material using mechanical shearing such as sonication, or other DNA cutting methods, such as
described further herein. Aspects of labelling the fragmented double-stranded nucleic acid material can include end-
repair and 3 ’-dA-tailing, if required in a particular application, followed by ligation of the double-stranded nucleic acid
fragments with DS adapters containing an SMI (FIG. 4, Step 1). In other embodiments, the SMI can be endogenous or
a combination of exogenous and endogenous sequence for uniquely relating information from both strands of an original
nucleic acid molecule. Following ligation of adapter molecules to the double-stranded nucleic acid material, the method
can continue with amplification (e.g., PCR amplification, rolling circle amplification, multiple displacement amplification,
isothermal amplification, bridge amplification, surface-bound amplification, etc.) (FIG. 4, Step 2).
[0072] In certain embodiments, primers specific to, for example, one or more adapter sequences, can be used to
amplify each strand of the nucleic acid material resulting in multiple copies of nucleic acid amplicons derived from each
strand of an original double strand nucleic acid molecule, with each amplicon retaining the originally associated SMI
(FIG. 4, Step 2). After amplification and associated steps to remove reaction byproducts, the sample can be split (pref-
erably, but not necessarily, substantially evenly) into two or more separate samples (e.g., in tubes, in emulsion droplets,
in microchambers, isolated droplets on a surface, or other known vessels, collectively referred to as "tube(s)") (FIG. 4,
Step 3). Alternately, the amplified products of the amplification may be split in a way that does not require them to be in
solution, for example, binding to microbeads followed by dividing the population of microbeads into two chambers or
affixing the divided amplified products to two or more distinct physical locations on a surface. Herein, we similarly term
any of these latter such divided populations as functionally equivalent and being in distinct "tubes". In the example shown
in FIG. 4, this step results in an average of half of the copies of any given strand/barcode amplicon being found in each
tube. In other embodiments in which the original sample is split into more than two separate samples, such allocation
of nucleic acid material will result in relatively comparable reduced numbers of amplicons. It should be noted that the
random nature in which amplicons are split results in a variance about this mean. To take this variance into account,
the hypergeometric distribution (i.e. probability of picking k barcode copies without replacement) can be used as a model
to determine the minimum number of amplicons (e.g., PCR copies) of a SMI (e.g., barcode) that are needed to maximize
the chance that each tube contains at least one copy derived from both strands. Without wishing to be held to a particular
theory, it is contemplated that ≥4 PCR cycles (i.e. 24=16 copies/barcode) during Step 2 ensures a >99% probability that
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each barcode copy derived from each strand will be represented at least once in each tube. In some embodiments it
may be preferable to split the amplified products non-evenly. If the nucleic acid material is divided among more than
two tubes, additional amplification cycles may be used to generate additional copies to accommodate the further division.
After splitting the sample into two tubes, target nucleic acid region(s) (e.g., regions of interest, loci, etc.) can be enriched
with multiplex PCR using primer(s) specific for an adapter sequence and primer(s) specific to the target nucleic acid
region(s) of interest (FIG. 4, Step 3). In another embodiment, a linear amplification step may be added prior to the
subsequent additional of second primer that allows for exponential amplification of the target region of interest.
[0073] In certain embodiments, the multiplexed target-specific PCRs are performed such that the resulting PCR prod-
ucts in each tube are derived from only one of the two strands (e.g., "top strand" or "bottom strand"). As shown in FIG.
4 (Step 3), this is achieved, in some embodiments, as follows: In a first tube (shown on the left), a primer at least partially
complementary to "Read 1" (e.g., Illumina P5) of the adapter sequence (FIG. 4, Step 3;grey arrow), and a primer at least
partially complementary to the nucleic acid region of interest and containing a "Read 2" (i.e. Illumina P7, black arrow
w/grey tail) adapter sequence are used to specifically amplify (e.g., enrich) the "top strand" of the original nucleic acid
molecule (FIG. 4, Steps 3 and 4). In this first sample, and because of the nature of the SDE (e.g., in this case unique
adapter sequence orientation with respect to the target nucleic acid insert), the "bottom strand" does not amplify properly.
Likewise, in a second tube (shown on the right), a primer at least partially complementary to "Read 2" (e.g., Illumina P5)
of the adapter sequence (FIG. 4, Step 3, grey arrow) and a primer at least partially complementary to the nucleic acid
region of interest and containing a "Read 1" (i.e. Illumina P7, black arrow w/grey tail) adapter sequence are used to
specifically amplify (e.g., enrich) the "bottom strand" of the original nucleic acid molecule (FIG. 4, Steps 3 and 4). In this
second sample, the "top strand" does not amplify properly. Following PCR, or other amplification method, a plurality of
copies of the "top strand" are generated in the first tube and a plurality of copies of the "bottom strand" are generated
in the second tube. As each of these resultant target-specific copies have both adapter sequences available on each
end of the nucleic acid amplicon (e.g., Illumina P5 and Illumina P7 adapter sequences), these target enriched products
can be sequenced using standard MPS methods.
[0074] FIG. 5 is a conceptual illustration of SPLiT-DS method steps as shown and discussed with respect to FIG. 4,
and further showing steps for sequencing the multiple copies of each PCR enriched target region and generating a
duplex consensus sequence in accordance with an embodiment of the present technology. Following sequencing of the
multiple copies of the "top strand" from the first tube and the multiple copies of the "bottom strand" from the second tube,
sequencing data can be analyzed in an approach similar to DS, whereby sequencing reads sharing the same molecular
barcode that are derived from the ’top’ or ’bottom’ strand of the original double stranded target nucleic acid molecule
(which are found in the first tube and second tube, respectively) are separately grouped. In some embodiments, the
grouped sequencing reads from the "top strand" are used to form a top strand consensus sequence (e.g., a single-strand
consensus sequence (SSCS)) and the grouped sequencing reads from the "bottom strand" are used to form a bottom
strand consensus sequence (e.g., SSCS). Referring to FIG. 5, the top and bottom SSCSs can then be compared to
generate a duplex consensus sequence (DCS) having nucleotides that are in agreement between the two strands (e.g.,
variants or mutations are considered to be true if they appear in sequencing reads derived from both strands (see, e.g.,
FIG. 1C).
[0075] By way of specific example, in some embodiments, provided herein are methods of generating an error-corrected
sequence read of a double-stranded target nucleic acid material, including the step of ligating a double-stranded target
nucleic acid material to at least one adapter sequence, to form an adapter-target nucleic acid material complex, wherein
the at least one adapter sequence comprises (a) a degenerate or semi-degenerate single molecule identifier (SMI)
sequence that uniquely labels each molecule of the double-stranded target nucleic acid material, and (b) a first nucleotide
adapter sequence that tags a first strand of the adapter-target nucleic acid material complex, and a second nucleotide
adapter sequence that is at least partially non-complimentary to the first nucleotide sequence that tags a second strand
of the adapter-target nucleic acid material complex such that each strand of the adapter-target nucleic acid material
complex has a distinctly identifiable nucleotide sequence relative to its complementary strand. The method can next
include the steps of amplifying each strand of the adapter-target nucleic acid material complex to produce a plurality of
first strand adapter-target nucleic acid complex amplicons and a plurality of second strand adapter-target nucleic acid
complex amplicons, and separating the adapter-target nucleic acid complex amplicons into a first sample and a second
sample. The method can further include the steps of amplifying the first strand in the first sample through use of a first
primer at least partially complimentary to the first nucleotide adapter sequence and a primer at least partially compli-
mentary to a target sequence of interest to provide a first nucleic acid product, and amplifying the second strand in the
second sample through use of a second primer at least partially complimentary to the second nucleotide adapter sequence
and a primer at least partially complimentary to the target sequence of interest to provide a second nucleic acid product.
The method may also include the steps of sequencing each of the first nucleic acid product and second nucleic acid
product to produce a plurality of first strand sequence reads and plurality of second strand sequence reads, and confirming
the presence of at least one first strand sequence read and at least one second strand sequence read. The method may
further include comparing the at least one first strand sequence read with the at least one second strand sequence read,
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and generating an error-corrected sequence read of the double-stranded target nucleic acid material by discounting
nucleotide positions that do not agree, or alternatively removing compared first and second strand sequence reads
having one or more nucleotide positions where the compared first and second strand sequence reads are non-comple-
mentary.
[0076] By way of additional specific example, in some embodiments, provided herein are methods of identifying a
DNA variant from a sample including the steps of ligating both strands of a nucleic acid material (e.g., a double-stranded
target DNA molecule) to at least one asymmetric adapter molecule to form an adapter-target nucleic acid material
complex having a first nucleotide sequence associated with a top strand of a double-stranded target DNA molecule and
a second nucleotide sequence that is at least partially non-complementary to the first nucleotide sequence associated
with a bottom strand of the double-stranded target DNA molecule, and amplifying each strand of the adapter-target
nucleic acid material, resulting in each strand generating a distinct yet related set of amplified adapter-target DNA
products. The method can also include the steps of separating the adapter-target DNA products into a first sample and
a second sample, amplifying the top strand of the adapter-target DNA products in the first sample through use of a first
primer specific (e.g., at least partially complimentary) to the first nucleotide sequence and a primer at least partially
complimentary to a target sequence of interest to provide a top strand adapter-target nucleic acid complex amplicon,
and amplifying the bottom strand in the second sample through use of a second primer specific (e.g., at least partially
complimentary) to the second nucleotide sequence and the second primer to provide a bottom strand adapter-target
nucleic acid complex amplicon. The method can further include the steps of sequencing each of the top strand adapter-
target nucleic acid complex amplicon and bottom strand adapter-target nucleic acid complex amplicon, confirming the
presence of at least one amplified sequence read from each strand of the adapter-target DNA complex, and comparing
the at least one amplified sequence read obtained from the top strand with the at least one amplified sequence read
obtained from the bottom strand to form a consensus sequence read of the nucleic acid material (e.g., a double-stranded
target DNA molecule) having only nucleotide bases at which the sequence of both strands of the nucleic acid material
(e.g., a double-stranded target DNA molecule) are in agreement, such that a variant occurring at a particular position in
the consensus sequence read is identified as a true DNA variant.
[0077] In some embodiments, provided herein are methods of generating an error-corrected double-stranded con-
sensus sequence from a double-stranded nucleic acid material, including the steps of tagging individual duplex DNA
molecules with an adapter molecule to form tagged DNA material, wherein each adapter molecule comprises (a) a
degenerate or semi-degenerate single molecule identifier (SMI) that uniquely labels the duplex DNA molecule, and (b)
first and second non-complementary nucleotide adapter sequences that distinguishes an original top strand from an
original bottom strand of each individual DNA molecule within the tagged DNA material, for each tagged DNA molecule,
and generating a set of duplicates of the original top strand of the tagged DNA molecule and a set of duplicates of the
original bottom strand of the tagged DNA molecule to form amplified DNA material. The method can also include the
steps of separating the amplified DNA material into a first sample and a second sample, generating additional duplicates
of the original top strand in the first sample through use of a primer specific to a first nucleotide adapter sequence and
a primer at least partially complimentary to a target sequence of interest to provide a first nucleic acid product, and
generating additional duplicates of the original bottom strand in the second sample through use of a primer specific to
a second nucleotide adapter sequence and the (same or different) primer at least partially complimentary to the target
sequence of interest to provide a second nucleic acid product. The method can further include the steps of creating a
first single strand consensus sequence (SSCS) from the additional duplicates of the original top strand and a second
single strand consensus sequence (SSCS) from the additional duplicates of the original bottom strand, comparing the
first SSCS of the original top strand to the second SSCS of the original bottom strand, and generating an error-corrected
double-stranded consensus sequence having only nucleotide bases at which the sequence of both the first SSCS of
the original top strand and the second SSCS of the original bottom strand are complimentary.

Single Molecule Identifier Sequences (SMIs)

[0078] In accordance with various embodiments, provided methods and described compositions include one or more
SMI sequences on each strand of a nucleic acid material. The SMI can be independently carried by each of the single
strands that result from a double-stranded nucleic acid molecule such that the derivative amplification products of each
strand can be recognized as having come from the same original substantially unique double-stranded nucleic acid
molecule after sequencing. In some embodiments, the SMI may include additional information and/or may be used in
other methods for which such molecule distinguishing functionality is useful, as will be recognized by one of skill in the
art. In some embodiments, an SMI element may be incorporated before, substantially simultaneously, or after adapter
sequence ligation to a nucleic acid material.
[0079] In some embodiments, an SMI sequence may include at least one degenerate or semi-degenerate nucleic
acid. In other embodiments, an SMI sequence may be non-degenerate. In some embodiments, the SMI can be the
sequence associated with or near a fragment end of the nucleic acid molecule (e.g., randomly or semi-randomly sheared
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ends of ligated nucleic acid material). In some embodiments, an exogenous sequence may be considered in conjunction
with the sequence corresponding to randomly or semi-randomly sheared ends of ligated nucleic acid material (e.g.,
DNA) to obtain an SMI sequence capable of distinguishing, for example, single DNA molecules from one another. In
some embodiments, a SMI sequence is a portion of an adapter sequence that is ligated to a double-strand nucleic acid
molecule. In certain embodiments, the adapter sequence comprising a SMI sequence is double-stranded such that each
strand of the double-stranded nucleic acid molecule includes an SMI following ligation to the adapter sequence. In
another embodiment, the SMI sequence is single-stranded before or after ligation to a double-stranded nucleic acid
molecule and a complimentary SMI sequence can be generated by extending the opposite strand with a DNA polymerase
to yield a complementary double-stranded SMI sequence. In some embodiments, each SMI sequence may include
between about 1 to about 30 nucleic acids (e.g., 1, 2, 3, 4, 5, 8, 10, 12, 14, 16, 18, 20, or more degenerate or semi-
degenerate nucleic acids).
[0080] In some embodiments, a SMI is capable of being ligated to one or both of a nucleic acid material and an adapter
sequence. In some embodiments, a SMI may be ligated to at least one of a T-overhang, an A-overhang, a CG-overhang,
a dehydroxylated base, and a blunt end of a nucleic acid material.
[0081] In some embodiments, a sequence of a SMI may be considered in conjunction with (or designed in accordance
with) the sequence corresponding to, for example, randomly or semi-randomly sheared ends of a nucleic acid material
(e.g., a ligated nucleic acid material), to obtain a SMI sequence capable of distinguishing single nucleic acid molecules
from one another.
[0082] In some embodiments, at least one SMI may be an endogenous SMI (e.g., an SMI related to a shear point, for
example, using the shear point itself or using a defined number of nucleotides in the nucleic acid material immediately
adjacent to the shear point [e.g., 2, 3, 4, 5, 6, 7, 8, 9, 10 nucleotides from the shear point]). In some embodiments, at
least one SMI may be an exogenous SMI (e.g., an SMI comprising a sequence that is not found on a target nucleic acid
material).
[0083] In some embodiments, a SMI may be or comprise an imaging moiety (e.g., a fluorescent or otherwise optically
detectable moiety). In some embodiments, such SMIs allow for detection and/or quantitation without the need for an
amplification step.
[0084] In some embodiments a SMI element may comprise two or more distinct SMI elements that are located at
different locations on the adapter-target nucleic acid complex.
[0085] Various embodiments of SMIs are further disclosed in International Patent Publication No. WO2017/100441.

Strand-Defining Element (SDE)

[0086] In some embodiments, each strand of a double-stranded nucleic acid material may further include an element
that renders the amplification products of the two single stranded nucleic acids that form the target double-stranded
nucleic acid material substantially distinguishable from each other after sequencing. In some embodiments, a SDE may
be or comprise asymmetric primer sites comprised within a sequencing adapter, or, in other arrangements, sequence
asymmetries may be introduced into the adapter sequences and not within the primer sequences, such that at least one
position in the nucleotide sequences of a first strand target nucleic acid sequence complex and a second stand of the
target nucleic acid sequence complex are different from each other following amplification and sequencing. In other
embodiments, the SDE may comprise another biochemical asymmetry between the two strands that differs from the
canonical nucleotide sequences A, T, C, G or U, but is converted into at least one canonical nucleotide sequence
difference in the two amplified and sequenced molecules. In yet another embodiment, the SDE may be or comprise a
means of physically separating the two strands before amplification, such that the derivative amplification products from
the first strand target nucleic acid sequence and the second strand target nucleic acid sequence are maintained in
substantial physical isolation from one another for the purposes of maintaining a distinction between the two derivative
amplification products. Other such arrangements or methodologies for providing an SDE function that allows for distin-
guishing the first and second strands may be utilized.
[0087] In some embodiments, a SDE may be capable of forming a loop (e.g., a hairpin loop). In some embodiments,
a loop may comprise at least one endonuclease recognition site. In some embodiments the target nucleic acid complex
may contain an endonuclease recognition site that facilitates a cleavage event within the loop. In some embodiments a
loop may comprise a non-canonical nucleotide sequence. In some embodiments the contained non-canonical nucleotide
may be recognizable by one or more enzyme that facilitates strand cleavage. In some embodiments the contained non-
canonical nucleotide may be targeted by one or more chemical process facilitates strand cleavage in the loop. In some
embodiments the loop may contain a modified nucleic acid linker that may be targeted by one or more enzymatic,
chemical or physical process that facilitates strand cleavage in the loop. In some embodiments this modified linker is a
photocleavable linker.
[0088] A variety of other molecular tools could serve as SMIs and SDEs. Other than shear points and DNA-based
tags, single-molecule compartmentalization methods that keep paired strands in physical proximity or other non-nucleic
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acid tagging methods could serve the strand-relating function. Similarly, asymmetric chemical labelling of the adapter
strands in a way that they can be physically separated can serve an SDE role. A recently described variation of DS uses
bisulfite conversion to transform naturally occurring strand asymmetries in the form of cytosine methylation into sequence
differences that distinguish the two strands. Although this implementation limits the types of mutations that can be
detected, the concept of capitalizing on native asymmetry is noteworthy in the context of emerging sequencing technol-
ogies that can directly detect modified nucleotides. Various embodiments of SDEs are further disclosed in International
Patent Publication No. WO2017/100441.

Adapters and Adapter Sequences

[0089] In various arrangements, adapter molecules that comprise SMIs (e.g., molecular barcodes), SDEs, primer
sites, flow cell sequences and/or other features are contemplated for use with many of the embodiments disclosed
herein. In some embodiments, provided adapters may be or comprise one or more sequences complimentary or at least
partially complimentary to PCR primers (e.g., primer sites) that have at least one of the following properties: 1) high
target specificity; 2) capable of being multiplexed; and 3) exhibit robust and minimally biased amplification.
[0090] In some embodiments, adapter molecules can be "Y"-shaped, "U"-shaped, "hairpin" shaped, have a bubble
(e.g., a portion of sequence that is non-complimentary), or other features. In other embodiments, adapter molecules can
comprise a "Y"-shape, a "U"-shaped, a "hairpin" shaped, or a bubble. Certain adapters may comprise modified or non-
standard nucleotides, restriction sites, or other features for manipulation of structure or function in vitro. Adapter molecules
may ligate to a variety of nucleic acid material having a terminal end. For example, adapter molecules can be suited to
ligate to a T-overhang, an A-overhang, a CG-overhang, a multiple nucleotide overhang, a dehydroxylated base, a blunt
end of a nucleic acid material and the end of a molecule were the 5’ of the target is dephosphorylated or otherwise
blocked from traditional ligation. In other embodiments the adapter molecule can contain a dephosphorylated or otherwise
ligation-preventing modification on the 5’ strand at the ligation site. In the latter two embodiments such strategies may
be useful for preventing dimerization of library fragments or adapter molecules.
[0091] An adapter sequence can mean a single strand sequence, a double-strand sequence, a complimentary se-
quence, a non-complimentary sequence, a partial complimentary sequence, an asymmetric sequence, a primer binding
sequence, a flow-cell sequence, a ligation sequence or other sequence provided by an adapter molecule. In particular
embodiments, an adapter sequence can mean a sequence used for amplification by way of compliment to an oligonu-
cleotide.
[0092] In some embodiments, provided methods and described compositions include at least one adapter sequence
(e.g., two adapter sequences, one on each of the 5’ and 3’ ends of a nucleic acid material). In some embodiments,
provided methods and described compositions may comprise 2 or more adapter sequences (e.g., 3, 4, 5, 6, 7, 8, 9, 10
or more). In some embodiments, at least two of the adapter sequences differ from one another (e.g., by sequence). In
some embodiments, each adapter sequence differs from each other adapter sequence (e.g., by sequence). In some
embodiments, at least one adapter sequence is at least partially non-complementary to at least a portion of at least one
other adapter sequence (e.g., is non-complementary by at least one nucleotide).
[0093] In some embodiments, an adapter sequence comprises at least one non-standard nucleotide. In some embod-
iments, a non-standard nucleotide is selected from an abasic site, a uracil, tetrahydrofuran, 8-oxo-7,8-dihydro-2’deoxy-
adenosine (8-oxo-A), 8-oxo-7,8-dihydro-2’-deoxyguanosine (8-oxo-G), deoxyinosine, 5’nitroindole, 5-Hydroxymethyl-2’
-deoxycytidine, iso-cytosine, 5 ’-methyl-isocytosine, or isoguanosine, a methylated nucleotide, an RNA nucleotide, a
ribose nucleotide, an 8-oxo-guanine, a photocleavable linker, a biotinylated nucleotide, a desthiobiotin nucleotide, a thiol
modified nucleotide, an acrydite modified nucleotide an iso-dC, an iso dG, a 2’-O-methyl nucleotide, an inosine nucleotide
Locked Nucleic Acid, a peptide nucleic acid, a 5 methyl dC, a 5-bromo deoxyuridine, a 2,6-Diaminopurine, 2-Aminopurine
nucleotide, an abasic nucleotide, a 5-Nitroindole nucleotide, an adenylated nucleotide, an azide nucleotide, a digoxigenin
nucleotide, an I-linker, an 5’ Hexynyl modified nucleotide, an 5-Octadiynyl dU, photocleavable spacer, a non-photocleav-
able spacer, a click chemistry compatible modified nucleotide, and any combination thereof.
[0094] In some embodiments, an adapter sequence comprises a moiety having a magnetic property (i.e., a magnetic
moiety). In some embodiments this magnetic property is paramagnetic. In some embodiments where an adapter se-
quence comprises a magnetic moiety (e.g., a nucleic acid material ligated to an adapter sequence comprising a magnetic
moiety), when a magnetic field is applied, an adapter sequence comprising a magnetic moiety is substantially separated
from adapter sequences that do not comprise a magnetic moiety (e.g., a nucleic acid material ligated to an adapter
sequence that does not comprise a magnetic moiety).
[0095] In some embodiments, at least one adapter sequence is located 5’ to a SMI. In some embodiments, at least
one adapter sequence is located 3’ to a SMI.
[0096] In some embodiments, an adapter sequence may be linked to at least one of a SMI and a nucleic acid material
via one or more linker domains. In some embodiments, a linker domain may be comprised of nucleotides. In some
embodiments, a linker domain may include at least one modified nucleotide or non-nucleotide molecules (for example,
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as described elsewhere in this disclosure). In some embodiments, a linker domain may be or comprise a loop.
[0097] In some embodiments, an adapter sequence on either or both ends of each strand of a double-stranded nucleic
acid material may further include one or more elements that that provide a SDE. In some embodiments, a SDE may be
or comprise asymmetric primer sites comprised within the adapter sequences.
[0098] In some embodiments, an adapter sequence may be or comprise at least one SDE and at least one ligation
domain (i.e., a domain amendable to the activity of at least one ligase, for example, a domain suitable to ligating to a
nucleic acid material through the activity of a ligase). In some embodiments, from 5’ to 3’, an adapter sequence may be
or comprise a primer binding site, a SDE, and a ligation domain.
[0099] Various methods for synthesizing DS adapters have been previously described in, e.g., U.S. Patent No.
9,752,188 and International Patent Publication No. WO2017/100441.

Primers

[0100] In some embodiments, one or more PCR primers that have at least one of the following properties: 1) high
target specificity; 2) capable of being multiplexed; and 3) exhibit robust and minimally biased amplification are contem-
plated for use in various embodiments in accordance with aspects of the present technology. A number of prior studies
and commercial products have designed primer mixtures satisfying certain of these criteria for conventional PCR-CE.
However, it has been noted that these primer mixtures are not always optimal for use with MPS. Indeed, developing
highly multiplexed primer mixtures can be a challenging and time consuming process. Conveniently, both Illumina and
Promega have recently developed multiplex compatible primer mixtures for the Illumina platform that show robust and
efficient amplification of a variety of standard and non-standard STR and SNP loci. Because these kits use PCR to
amplify their target regions prior to sequencing, the 5’-end of each read in paired-end sequencing data corresponds to
the 5’-end of the PCR primers used to amplify the DNA. In some embodiments, provided methods and described
compositions include primers designed to ensure uniform amplification, which may entail varying reaction concentrations,
melting temperatures, and minimizing secondary structure and intra/inter-primer interactions. Many techniques have
been described for highly multiplexed primer optimization for MPS applications. In particular, these techniques are often
known as ampliseq methods, as well described in the art.

Amplification

[0101] Provided methods and described compositions, in various embodiments, make use of, and may be of use in,
at least one amplification step wherein a nucleic acid material (or portion thereof, for example, a specific target region
or locus) is amplified to form an amplified nucleic acid material (e.g., some number of amplicon products). Provided
methods include a step of separating an amplified nucleic acid material into, for example, a first and second sample.
[0102] In some embodiments, amplifying a nucleic acid material in a first sample includes a step of amplifying nucleic
acid material derived from a single nucleic acid strand from an original double-stranded nucleic acid material using at
least one single-stranded oligonucleotide at least partially complementary to a sequence present in a first adapter
sequence and at least one single-stranded oligonucleotide at least partially complementary to a target sequence of
interest such that a SMI sequence is at least partially maintained.
[0103] In some embodiments, amplifying a nucleic acid material in a second sample includes a step of amplifying the
nucleic acid material in a second sample includes amplifying nucleic acid material derived from a single nucleic acid
strand from an original double-stranded nucleic acid material using at least one single-stranded oligonucleotide at least
partially complementary to a sequence present in the second adapter sequence and at least one single-stranded oligo-
nucleotide at least partially complementary to a target sequence of interest such that the SMI sequence is at least partially
maintained.
[0104] In some embodiments, an amplified nucleic acid material may be separated into 3 or more samples (e.g., 4,
5, 6, 7, 8, 9, 20, 20, 30, 40, 50 or more samples) prior to a second amplification step. In some embodiments, each sample
includes substantially the same amount of amplified nucleic acid material as each other sample. In some embodiments,
at least two samples include substantially different amounts of amplified nucleic acid material.
[0105] In some embodiments, amplifying nucleic acid material in a first sample or a second sample can include
amplifying samples in "tubes" (e.g., PCR tubes), in emulsion droplets, microchambers, and other examples described
above or other known vessels.
[0106] In some embodiments, at least one amplifying step includes at least one primer that is or comprises at least
one non-standard nucleotide. In some embodiments, a non-standard nucleotide is selected from a uracil, a methylated
nucleotide, an RNA nucleotide, a ribose nucleotide, an 8-oxo-guanine, a biotinylated nucleotide, a locked nucleic acid,
a peptide nucleic acid, a high-Tm nucleic acid variant, an allele discriminating nucleic acid variant, any other nucleotide
or linker variant described elsewhere herein and any combination thereof.
[0107] While any application-appropriate amplification reaction is contemplated as compatible with some embodi-
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ments, by way of specific example, in some embodiments, an amplification step may be or comprise a polymerase chain
reaction (PCR), rolling circle amplification (RCA), multiple displacement amplification (MDA), isothermal amplification,
polony amplification within an emulsion, bridge amplification on a surface, the surface of a bead or within a hydrogel,
and any combination thereof.
[0108] In some embodiments, certain modifications may be made to a portion of a sample of nucleic acid material
(e.g., an adapter sequence). By way of specific example, in some embodiments, amplifying a nucleic acid material in a
first sample may further comprise destroying or disrupting a portion or all of a second adapter sequences found on a
nucleic acid material after the separating step, and before the amplification of a first sample. By way of additional specific
example, in some embodiments, amplifying the nucleic acid material in the second sample may further comprise de-
stroying or disrupting at least a portion of the first adapter sequences found on the nucleic acid material after the separating
step, and before the amplification of the second sample. In some embodiments, destroying or disrupting may be or
comprise at least one of enzymatic digestion (e.g., via an endonuclease and/or an exonuclease), inclusion of at least
one replication-inhibiting molecule, enzymatic cleavage, enzymatic cleavage of one strand, enzymatic cleavage of both
strands, incorporation of a modified nucleic acid followed by enzymatic treatment that leads to cleavage or one or both
strands, incorporation of a replication blocking nucleotide, incorporation of a chain terminator, incorporation of a photo-
cleavable linker, incorporation of a uracil, incorporation of a ribose base, incorporation of an 8-oxo-guanine adduct, use
of a sequence-specific restriction endonuclease, use of a targeted endonuclease (e.g., a Cas-enzyme such as Cas9 or
CPF1), and any combination thereof. In some embodiments, as an addition or alternative to primer site destruction or
disruption, methods such as affinity pulldown, size selection, or any other known technique for removing and/or not
amplifying undesired nucleic acid material from a sample is contemplated.
[0109] In some embodiments non-desirable first amplification products targeted for at least partial destruction would
lead to a second amplification product following a second amplification with a targeted primer that would ultimately
contain two similar primer binding sites on each end of the molecule rather than two distinct primer binding sites. In
some embodiments such a structure can be problematic for MPS DNA sequence performance or efficiency.
[0110] In some embodiments, amplifying a nucleic acid material includes use of at least one single-stranded oligonu-
cleotide at least partially complementary to a target region or a target sequence of interest (e.g., a genomic sequence,
a mitochondrial sequence, a plasmid sequence, a synthetically produced target nucleic acid, etc.) and a single-stranded
oligonucleotide at least partially complementary to a region of the adapter sequence (e.g., a primer site). In some
embodiments, amplifying a nucleic acid material includes use of single-stranded oligonucleotides at least partially com-
plementary to regions of the adapter sequences on the 5’ and 3’ ends of each strand of the nucleic acid material.
[0111] In general, robust amplification, for example PCR amplification, can be highly dependent on the reaction con-
ditions. Multiplex PCR, for example, can be sensitive to buffer composition, monovalent or divalent cation concentration,
detergent concentration, crowding agent (i.e. PEG, glycerol, etc.) concentration, primer concentrations, primer Tms,
primer designs, primer GC content, primer modified nucleotide properties, and cycling conditions (i.e. temperature and
extension times and rate of temperature changes). Optimization of buffer conditions can be a difficult and time consuming
process. In some embodiments, an amplification reaction may use at least one of a buffer, primer pool concentration,
and PCR conditions in accordance with a previously known amplification protocol. In some embodiments, a new ampli-
fication protocol may be created, and/or an amplification reaction optimization may be used. By way of specific example,
in some embodiments, a PCR optimization kit may be used, such as a PCR Optimization Kit from Promega®, which
contains a number of pre-formulated buffers that are partially optimized for a variety of PCR applications, such as
multiplex, real-time, GC-rich, and inhibitor-resistant amplifications. These pre-formulated buffers can be rapidly supple-
mented with different Mg2+ and primer concentrations, as well as primer pool ratios. In addition, in some embodiments,
a variety of cycling conditions (e.g., thermal cycling) may be assessed and/or used. In assessing whether or not a
particular embodiment is appropriate for a particular desired application, one or more of specificity, allele coverage ratio
for heterozygous loci, interlocus balance, and depth, among other aspects may be assessed. Measurements of ampli-
fication success may include DNA sequencing of the products, evaluation of products by gel or capillary electrophoresis
or HPLC or other size separation methods followed by fragment visualization, melt curve analysis using double stranded
nucleic acid binding dyes or fluorescent probes, mass spectrometry or other methods known in the art.
[0112] In accordance with various embodiments, any of a variety of factors may influence the length of a particular
amplification step (e.g., the number of cycles in a PCR reaction, etc.). For example, in some embodiments, a provided
nucleic acid material may be compromised or otherwise suboptimal (e.g. degraded and/or contaminated). In such case,
a longer amplification step may be helpful in ensuring a desired product is amplified to an acceptable degree. In some
embodiments an amplification step may provide an average of 3 to 10 sequenced PCR copies from each starting DNA
molecule, though in other embodiments, only a single copy of each of a top strand and bottom strand are required.
Without wishing to be held to a particular theory, it is possible that too many or too few PCR copies could result in reduced
assay efficiency and, ultimately, reduced depth. Generally, the number of nucleic acid (e.g., DNA) fragments used in an
amplification (e.g., PCR) reaction is a primary adjustable variable that can dictate the number of reads that share the
same SMI/barcode sequence. Because SPLiT-DS makes use of additional PCR steps and does not require use of
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hybridization-based targeted capture as some previously described methods do, any double stranded nucleic acid input
amount requirements reported using prior methods are unlikely to be directly translatable to presently provided methods,
which are likely to be more efficient.

Primer Site Destruction

[0113] FIGS. 6-9B are conceptual illustrations of a variety of SPLiT-D S method steps in accordance with additional
embodiments of the present technology. As discussed above, and with reference to FIGS. 4-6, method steps associated
with SPLiT-DS, provide amplified nucleic acid material having first and second strand amplicons tagged with SMIs (e.g.,
α, α’, β, β’, FIG. 6) and additional adapter sequence comprising asymmetric primer sites (e.g., for Illumina P5 and P7
primers, FIG. 6) after a first round of amplification that can be separated into multiple samples. FIG. 7 illustrates subsequent
steps wherein nested PCR reactions can provide enriched amplification of top and bottom strands of an original nucleic
acid molecule in separate reaction samples (e.g., tubes). As shown in FIG. 7, some non-desirable amplification products
and subsequent sequencing reads may be generated in addition to enrichment of the desired amplified products. Ac-
cordingly, and in some embodiments, efficiency may be reduced (e.g. percent of desired products for use in SPLiT-DS
may be low relative to those that are not useful in a SPLiT-DS protocol).
[0114] In accordance with additional aspects of the present technology, various aspects of conversion efficiency and
workflow efficiency may increase by employing one or more strategies for reducing and/or eliminating amplification and
sequencing of non-desirable amplification products. In some embodiments, primer site destruction or disruption (e.g.,
destruction of a primer site within an adapter sequence) may be used as a way of enriching for certain nucleic acid
products after a first round of amplification and separation of the amplified nucleic acid material into multiple samples
(as in, e.g. FIG. 8A). In some embodiments, provided methods may include use of double-stranded primer site destruction.
Several methods of primer site destruction are contemplated herein. FIGS. 8A-8D are conceptual illustrations of SPLiT-
DS method steps incorporating double-stranded primer site destruction schemes. Double-stranded primer site destruction
may be achievable through a variety of means including through introduction of primer site modifications in targeted
strands via modified primers used in a first amplification step (e.g., FIG. 6). In some embodiments, primers in a first PCR
can have modifications including uracil, methylation, RNA bases, 8-oxo-guanine or other modifications that may be
targeted in later steps. In some embodiments, primer site destruction may be or comprise restriction enzyme or other
targeted endonuclease (such as Cas9, CPF1 etc) digestion of a sequence present, for example, in an adapter sequence
wherein it has been determined that the chance of the restriction site has a low chance of occurring in the sequence of
interest. In certain embodiments, an oligonucleotide complimentary to the primer sequence to be destroyed could be
added to a particular sample followed by interrogation with a targeted endonuclease specific to double-stranded DNA.
In another specific embodiment, a hybridizing oligo having a methyl group could be used to recruit a methylation-specific
restriction endonuclease to a complimentary primer site. As illustrated in FIG. 8A, double-stranded primer site destruction
(e.g., destruction of primer sites on both copies of a non-targeted strand in a sample), can be used to destroy, cripple
or remove the "P5" primer sequence from both "top strand" and "bottom strand" copies in tube 1. Likewise, in tube 2,
the "P7" primer sequence can be selectively destroyed, crippled or removed from both "top strand" and "bottom strand"
copies. FIG. 8B is a conceptual illustration of one example for selectively destroying a primer sequence in a sample. As
shown in FIG. 8B, a first sample can be treated with a first restriction endonuclease (e.g., MspJI) that selectively cleaves
a site found in a first primer sequence (e.g., Illumina "P5"), thereby destroying the first primer site in all nucleic acid
material in the first sample. Likewise, a second sample can be treated with a second restriction endonuclease (e.g.,
FspEI) that selectively cleaves a site found in a second primer sequence (e.g., Illumina "P7"), thereby destroying the
second primer site in all nucleic acid material in the second sample.
[0115] In reference to FIGS. 8A and 8C together, by selectively amplifying (extending once or multiple linear cycles)
products in tube 1 using a "P7" primer and a target sequence primer (e.g., gene-specific primer) having a "P5" primer
site tail, only "bottom strand" species are generated incorporating both "P7" and "P5" primer sites (see, e.g., FIG. 8C)
while other nucleic acid species in tube 1 cannot exponentially amplify or sequence (e.g., are lacking the "P5" primer
site). Likewise, by selectively amplifying (extending once or multiple linear cycles) products in tube 2 using a "P5" primer
and a target sequence primer (e.g., gene-specific primer) having a "P7" primer site tail, only "top strand" species are
generated incorporating both "P5" and "P7" primer sites (see, e.g., FIG. 8C) while other nucleic acid species in tube 2
cannot exponentially amplify or sequence (e.g., are lacking the "P5" primer site). It will be understood, that while non-
desired linear products won’t sequence or exponentially amplify, they may consume primers and dNTPs, which may
have some impact on efficiency such reactions.
[0116] In some embodiments, methods including primer site destruction may also use one or more biotinylated or
other targeting primers. FIG. 8D is a conceptual illustration of SPLiT-DS method steps incorporating double-stranded
primer site destruction schemes in accordance with another embodiment of the present technology. In the embodiment
illustrated in FIG. 8D, target sequence primers having a "P5" primer site tail or a "P7" primer site tail are biotinylated.
Referring to FIG. 8D, and following the extension step with the biotinylated targeting primers, streptavidin bead or
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hydrogel-enrichment may be used to enrich for products having two primers sites, thereby eliminating the majority of
nucleic acid species having only one primer site. It is contemplated that in some such embodiments, such enrichment
may improve PCR efficiency and/or facilitate multiplexing approaches and/or improve cluster amplification efficiency on
an MPS DNA sequencer and/or generate more usable sequencing data on an MPS DNA sequencer.
[0117] To further limit off-target enrichment of species captured by biotin/streptavidin enrichment, further amplification
with nested primers (e.g., "P5" or "P7" primers and an internally nested second targeting primer having the opposite
flow cell sequence) can be used to further enrich for on-target species and reduce non-desired amplification products..
In a particular embodiment, selective linear amplification using, for example, a primer specific to the target sequence of
interest, can further enrich for the desired species prior to addition of paired nested primers for exponential amplification.
[0118] In some embodiments, single-stranded primer site destruction may be used. FIGS. 9A and 9B are conceptual
illustrations of various embodiments of SPLiT-DS method steps incorporating single-stranded primer site destruction
schemes in accordance with further aspects of the present technology. By way of non-limiting example, and as illustrated
in FIG. 9A, a primer site may be destroyed in one strand of a double-stranded molecule by use of a modified primer (not
shown) during the first amplification step of SPLiT-DS (see, e.g., FIG. 6). The modified primer can include a chemical
modification (e.g., uracil, methylation, RNA bases, 8-oxo-guanine, etc.) or the like that can be subsequently targeted for
destruction or crippling of the primer site on the affected strand. Subsequent amplification (extending once or multiple
linear cycles) of desired targets in tube 1 using a "P7" primer and a target sequence primer (e.g., gene-specific primer)
specially labelled (e.g., biotin, different flow cell adapter tail having, etc.), only "bottom strand" species are generated
incorporating both "P7" and the special label (e.g., biotin, different primer site, etc.) (see, e.g., FIG. 9A) while other nucleic
acid species in tube 1 will not exponentially amplify. Non-desired products are further selected against in a next step by
streptavidin bead enrichment (not shown) or via further amplification with "P7" primer and modified primer with different
primer site compliment and flow cell adapter tail with "P5" primer site (FIG. 9B). A final amplification reaction with "P7"
and "P5" primers yield enriched "bottom strand" products in the tube 1 sample (FIG. 9B). The compliment steps in the
sample in tube 2 can be made to enrich for "top strand" products (FIG. 9B). Without wishing to be bound by any particular
theory, it is contemplated that if an option for double-stranded primer site digestion is available, such an option may be
preferred over single-strand digestion.
[0119] In further embodiments, one or more of the schemes described with respect to FIGS. 6-9B, may be combined
or certain steps may be eliminated while still achieving certain efficiency improvements. For example, in one embodiment,
biotinylated targeting primers can be used during an extension step (e.g., following method steps shown in FIG. 6), and
subsequent streptavidin probing can be used to recover the strands of interest. In this embodiment (e.g., without primer
site destruction), species having two of the same primer sites (e.g., two "P5" primer sites, two "P7" primer sites), will
also be recovered.

Multiple PCRs per captured molecule

[0120] In certain applications, targeted regions or sequences may be challenging to sequence because nucleic acid
breakpoints may fall close to target specific primers resulting in short fragments or entirely missed regions. For example,
randomly sheared DNA or circulating cell free DNA (cfDNA), such as circulating tumor DNA or circulating fetal DNA,
samples may have targeted sequences that cannot be retrieved (e.g., detected/covered in a sequencing read). In some
embodiments, provided methods may overcome such challenges by targeting multiple regions within a target sequence,
such as with the use of multiple target primers complimentary to staggered portions of the target sequence (e.g., each
primer targeted to a different region of the target sequence). To avoid challenges associated with short fragments, and
in one embodiment, DNA may be sheared into larger pieces than may be typically desirable for optimal sequencing.
FIG. 10 is a conceptual illustration of SPLiT-DS method steps using multiple targeted primers for generating duplex
consensus sequences for longer nucleic acid molecules in accordance with yet another embodiment of the present
technology.
[0121] Referring to FIG. 10, a provided method may include the use of multiple amplification primers, for example,
multiple primers each targeted to a region (e.g., ~ 100 BP apart) of a target sequence of interest. In accordance with
various embodiments, such an approach could be performed in a single reaction (e.g., tube), or in other embodiments,
in multiple reactions (e.g., tubes), for example, to avoid nearby or adjacent primers from interacting with one other. In
some embodiments, preventing interactions of multiple staggered primers in the same tube may be mitigated by per-
forming extension with a strand-displacing polymerase so that primers that prime from downstream don’t block primers
that prime from further upstream. In some embodiments, extension may be performed for several linear cycles with a
first primer, followed by cleanup, and another set of extensions for a second primer, etc. As shown in FIG. 10, each
nested primer set generates amplification products of different lengths which can be subsequently sequenced. Read 1
of all amplification products will yield the same sequence information, while paired-end sequence reads from each of
the amplification products A, B and C will yield staggered sequencing information that together with Read 1 sequencing
information provides an assembled sequence of greater length than previously possible with MPS or standard DS
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protocols.
[0122] In some embodiments, analyses of multi-primer data is conducted with methods non-standard to other DS
methods. As will be appreciated by one of skill in the art, duplex assembly of multi-primer sequence reads is not possible
with an SMI tag alone, as multiplexed samples may include products of varying lengths with the same tag. To address
this challenge, some embodiments include assembly of duplexes by a tag that is a combination of SMI and the sequence
(e.g., genomic) position of a targeted primer start site. In some embodiments, after duplex assembly, data may be
evaluated for duplex reads with a common SMI but different lengths. In some embodiments, individual duplex families
may be assembled into an aggregate "multi-read duplex family". It is contemplated that some such embodiments may
facilitate subassembly of DS targeted regions into longer single-molecule reads which may be advantageous for certain
applications and increase the effective genotyping length of target nucleic acid molecules with short read sequencing
platforms.
[0123] As is known to those of skill in the art, the longest contiguous read that can currently be obtained by an Illumina
NextSeq is ~300 BP: paired-end 150 BP reads that meet in middle, as long as enzymatic targeting and primers are
carefully designed to produce fragments of substantially near to this length. Accordingly, embodiments incorporating
multi-primer approaches, as described herein, may, in some embodiments, achieve longer whole molecule DS sequenc-
es.
[0124] In some aspects, provided methods reflect the insight that, in some embodiments, multiple targeted primers
combined with SPLiT-DS may achieve, among other things, (i) contiguous sequence(s) of long single molecules and,
optionally, with (ii) high specificity and/or (ii) DS accuracy. It is considered more likely than not that methods provided
herein may be useful in applications such as, e.g.: those that require long, accurate continuous reads; de novo genome
assembly; performing assays in repetitive regions (i.e. regions of genome with repetitive sequence) where unique map-
ping is difficult; sequencing regions that are considered particularly challenging (e.g. HLA locus, cancer pseudogenes,
microsatellites); assaying for co-incidence of variants in, e.g. cancer (e.g. drug sensitizing mutations, resistance muta-
tions), haplotype analysis (e.g., evaluating origin of a mutation in circulating fetal DNA (e.g. maternal, paternal, or fetal
origin)), metagenomics (e.g. antibiotic resistance); overcoming limitations of certain enzymes (e.g. Cas9 and limitations
on how far apart particular regions need to be based on location of enzyme recognition sites); large structural rearrange-
ments; and/or indels, etc.

Additional Embodiments for Processing Nucleic Acid Material

[0125] In some embodiments, it is advantageous to process nucleic acid material so as to improve the efficiency,
accuracy, and/or speed of a sequencing process. In accordance with further aspects of the present technology, the
efficiency of, for example, DS and/or SPLiT-DS can be enhanced by targeted nucleic acid fragmentation. Classically,
nucleic acid (e.g., genome, mitochondrial, plasmid, etc.) fragmentation is achieved either by physical shearing (e.g.,
sonication) or somewhat non-sequence-specific enzymatic approaches that utilize an enzyme cocktail to cleave DNA
phosphodiester bonds. The result of either of the above methods is a sample where the intact nucleic acid material (e.g.,
genomic DNA (gDNA)) is reduced to a mixture of randomly or semi-randomly sized nucleic acid fragments. While
effective, these approaches generate variable sized nucleic acid fragments which may result in amplification bias (e.g.,
short fragments tend to PCR amplify more than longer fragments and cluster amplify more easily during polony formation)
and uneven depth of sequencing. For example, FIG. 11A is a graph plotting a relationship between nucleic acid insert
size and resulting family size following amplification. As shown in FIG. 11A, because shorter fragments tend to prefer-
entially amplify, a greater number of copies of each of these shorter fragments are generated and sequenced, providing
a disproportionate level of sequencing depth of these regions. Further, with longer fragments, a portion of DNA between
the limit of a sequencing read (or between the ends of paired end sequencing reads) cannot be interrogated and is
"dark" despite being successfully ligated, amplified and captured (FIG. 11B). Likewise, with short reads, and when using
paired-end sequencing, reading the same sequence in the middle of a molecule from both reads provides redundant
information and is cost-inefficient (FIG. 11B). Random or semi-random nucleic acid fragmentation may also result in
unpredictable break points in target molecules that yield fragments that may not have complementarity or reduced
complementarity to a bait strand for hybrid capture, thereby decreasing a target capture efficiency. Random or semi-
random fragmentation can also break sequences of interest and or lead to very small or very large fragments that are
lost during other stages of library preparation and can decrease data yield and efficiency.
[0126] One other problem with many methods of random fragmentation, particularly mechanical or acoustic methods,
is that they introduce damage beyond double-stranded breaks that can render portions of double-stranded DNA no
longer double-stranded. For example, mechanical shearing can create 3’ or 5’ overhangs at the ends of molecules and
single-stranded nicks in the middle of molecules. These single-stranded portions amenable to adapter ligation, such as
a cocktail of "end repair" enzymes, are used to artificially render it double-stranded once again, and which can be a
source of artificial errors (such as described above with respect to "pseudoduplex molecules"). In many embodiments,
maximizing the amount of double-stranded nucleic acid of interest that remains in native double-stranded form during
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handling is optimal.
[0127] Accordingly, in some embodiments, provided methods and described compositions take advantage of a targeted
endonuclease (e.g., a ribonucleoprotein complex (CRISPR-associated endonuclease such as Cas9, Cpf1), a homing
endonuclease, a zinc-fingered nuclease, a TALEN, an argonaute nuclease, and/or a meganuclease (e.g., megaTAL
nuclease, etc.), or a combination thereof) or other technology capable of cutting a nucleic acid material (e.g., one or
more restriction enzymes) to excise a target sequence of interest in an optimal fragment size for sequencing. In some
embodiments, targeted endonucleases have the ability to specifically and selectively excise precise sequence regions
of interest. FIG. 11C is a schematic illustrating steps of a method for generating targeted fragment sizing with
CRISPR/Cas9 and for generating sequencing information in accordance with an embodiment of the present technology.
By pre-selecting cut sites, for example with a programmable endonuclease (e.g., CRISPR-associated (Cas) en-
zyme/guideRNA complex) that result in fragments of predetermined and substantially uniform sizes (FIG. 11C), the
biases and the presence of uninformative reads can be drastically reduced. Furthermore, because of the size differences
between the excised fragments and the remaining non-cut DNA, a size selection step (as further described below) can
be performed to remove the large off-target regions, thus pre-enriching the sample prior to any further processing steps.
The need for end-repair steps may be reduced or eliminated as well, thus saving time and risk of pseudoduplex challenges
and, in some cases, reducing or eliminating the need for computational trimming of data near the end of molecules, thus
improving efficiency.

Restriction Endonucleases

[0128] It is specifically contemplated that any of a variety of restriction endonucleases (i.e., enzymes) may be used
to provide nucleic acid material of substantially uniform length. Generally, restriction enzymes are typically produced by
certain bacteria/other prokaryotes and cleave at, near or between particular sequences in a given segment of DNA.
[0129] It will be apparent to one of skill in the art that a restriction enzyme is chosen to cut at a particular site or,
alternatively, at a site that is generated in order to create a restriction site for cutting. In some embodiments, a restriction
enzyme is a synthetic enzyme. In some embodiments, a restriction enzyme is not a synthetic enzyme. In some embod-
iments, a restriction enzyme as used herein has been modified to introduce one or more changes within the genome of
the enzyme itself. In some embodiments, restriction enzymes produce double-stranded cuts between defined sequences
within a given portion of DNA.
[0130] While any restriction enzyme may be used in accordance with some embodiments (e.g., type I, type II, type
III, and/or type IV), the following represents a non-limiting list of restriction enzymes that may be used: AluI, ApoI, AspHI,
BamHI, BfaI, BsaI, CfrI, DdeI, DpnI, DraI, EcoRI, EcoRII, EcoRV, HaeII, HaeIII, HgaI, HindII, HindIII, HinFI, KpnI, MamI,
MseI, MstI, MstII, NcoI, NdeI, NotI, PacI, PstI, PvuI, PvuII, RcaI, RsaI, SacI, SacII, SalI, Sau3AI, ScaI, SmaI, SpeI, SphI,
StuI, XbaI, XhoI, XhoII, XmaI, XmaII, and any combination thereof. An extensive, but non-exhaustive list of suitable
restriction enzymes can be found in publically-available catalogues and on the internet (e.g., available at New England
Biolabs, Ipswich, MA, U.S.A.).

Targeted Endonucleases

[0131] Targeted endonucleases (e.g., a CRISPR-associated ribonucleoprotein complex, such as Cas9 or Cpf1, a
homing nuclease, a zinc-fingered nuclease, a TALEN, a megaTAL nuclease, an argonaute nuclease, and/or derivatives
thereof) can be used to selectively cut and excise targeted portions of nucleic acid material for purposes of enriching
such targeted portions for sequencing applications. In some embodiments, a targeted endonuclease can be modified,
such as having an amino acid substitution for provided, for example, enhanced thermostability, salt tolerance and/or pH
tolerance. In other embodiments, a targeted endonuclease may be biotinylated, fused with streptavidin and/or incorporate
other affinity-based (e.g., bait/prey) technology. In certain embodiments, a targeted endonuclease may have an altered
recognition site specificity (e.g., SpCas9 variant having altered PAM site specificity). CRISPR-based targeted endonu-
cleases are further discussed herein to provide a further detailed non-limiting example of use of a targeted endonuclease.
We note that the nomenclature around such targeted nucleases remains in flux. For purposes herein, we use the term
"CRISPER-based" to generally mean endonucleases comprising a nucleic acid sequence, the sequence of which can
be modified to redefine a nucleic acid sequence to be cleaved. Cas9 and CPF1 are examples of such targeted endo-
nucleases currently in use, but many more appear to exist different places in the natural world and the availability of
different varieties of such targeted and easily tunable nucleases is expected to grow rapidly in the coming years. Similarly,
multiple engineered variants of these enzymes to enhance or modify their properties are becoming available. Herein,
we explicitly contemplate use of substantially functionally similar targeted endonucleases not explicitly described herein
or not yet discovered, to achieve a similar purpose to disclosures described within.
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CRISPR-DS

[0132] Additional aspects of the present technology are directed to methods for enriching region(s) of interest using
the programmable endonuclease CRISPR/Cas9. In particular, CRISPR/Cas9 (or other programmable endonuclease)
can be used to selectively excise one or more sequence regions of interest wherein the excised target region(s) are
designed to be of one or more predetermined lengths, thus enabling size selection prior to library preparation for se-
quencing applications such as DS and SPLiT-DS. These programmable endonucleases can be used either alone or in
combination with other forms of targeted nucleases, such as restriction endonucleases. This method, termed CRISPR-
DS, allows for very high on-target enrichment (which may reduce need for subsequent hybrid capture steps), which can
significantly decrease time and cost as well as increase conversion efficiency. FIGS. 12A-12D are conceptual illustrations
of CRISPR-DS method steps in accordance with an embodiment of the present technology. For example, CRISPR/Cas9
can be used to cut at one or more specific sites (e.g., PAM sites) within a target sequence (FIG. 12A; TP53 target region
in this example). FIG. 12B illustrates one method of isolating the excised target portion using SPRI/Ampure bead and
magnet purification to remove high molecular weight DNA while leaving the pre-determined shorter fragment. In other
embodiments, the excised portion of pre-determined length can be separated from non-desirable DNA fragments and
other high molecular weight genomic DNA (if applicable) using a variety size selection methods including, but not limited
to gel electrophoresis, gel purification, liquid chromatography, size exclusion purification, and filtration purification meth-
ods. Following size selection, CRISPR-DS methods include steps consistent with DS method steps (see, e.g., FIG. 12E)
including A-tailing (CRISPR/Cas9 excision leaves blunt ends), ligation of DS adapters (FIG. 12C), duplex amplification
(FIG. 12D), a capture step and index amplification (e.g., PCR) before sequencing of each strand and generating a duplex
consensus sequence (FIG. 12D). In addition to improvement in workflow efficiencies as evident in FIG. 12E, CRISPR-
DS provides optimal fragment lengths for high efficiency amplification and sequencing steps (FIG. 12F).
[0133] In certain embodiments, CRISPR-DS solves multiple common problems associated with NGS, including, e.g.
inefficient target enrichment, which may be optimized by CRISPR-based size selection; sequencing errors, which can
be removed using DS methodology for generating an error-corrected duplex consensus sequence; and uneven fragment
size, which is mitigated by predesigned CRISPR/Cas9 fragmentation (Table 1).

Table 1. crRNA sequences for TP53 CRISPR/Cas9 digestion
Target 
description: Name: Sequence plus pam site:

Position 
start:

Position 
end:

Zhang 
score

TP53 - upstream 
of exon 11

TP53e11_US GTGGGCCCCTACCTAGAATGTGG 7572606 7572628 79

TP53 - 
downstream of 
exon 11

TP53e11_DS ATTCCCGTTGTCCCAGCCTTAGG 7573118 7573096 70

TP53 - upstream 
of exon 10

TP53e10_US TGGTTATAGGATTCAACCGGAGG 7573754 7573776 91

TP53 - 
downstream of 
exon 10

TP53e10_DS CTGATTGCAATCTCCGCCTCTGG 7574261 7574283 86

TP53 - upstream 
of exons 9-8

TP53e9-8_DS CGGCATTTTGAGTGTTAGACTGG 7576792 7576814 80

TP53 - 
downstream of 
exons 9-8

TP53e9-8_US CTTTGGGACCTCTTAACCTGTGG 7577324 7577302 80

TP53 - 
downstream of 
exon 7

TP53e7_DS.v2 CAGGTCTCCCCAAGGCGCACTGG 7577660 7577638 81

TP53 - upstream 
of exons 6-5

TP53e6-5_US GCACATCTCATGGGGTTATAGGG 7578050 7578072 84

TP53 - 
downstream of 
exons 6-5

TP53e6-5_DS CAGGGGAGTACTGTAGGAAGAGG 7578545 7578567 61

TP53 - upstream 
of exons 4-3

TP53e4-3_US.v2 TGCACGGTCAGTTGCCCTGAGGG 7579317 7579295 81
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[0134] The in vitro digestion of DNA material with Cas9 Nuclease makes use of the formation of a ribonucleoprotein
complex, which both recognizes and cleaves a pre-determined site (e.g., a PAM site, FIG. 11C). This complex is formed
with guide RNAs ("gRNAs", e.g., crRNA + tracrRNA) and Cas9. For multiplex cutting, the gRNAs can be complexed by
pooling all the crRNAs, then complexing with tracrRNA, or by complexing each crRNA and tracrRNA separately, then
pooling. In some embodiments, the second option may be preferred because it eliminates competition between crRNAs.
[0135] As will be appreciated by one of skill in the art, as described herein, CRISPR-DS may have application for
sensitive identification of mutations in situations in which samples are DNA-limited, such as forensics and early cancer
detection applications.
[0136] In some embodiments, the nucleic acid material comprises nucleic acid molecules of a substantially uniform
length. In some embodiments, a substantially uniform length is between about 1 and 1,000,000 bases). For example,
in some embodiments, a substantially uniform length may be at least 1; 2; 3; 4; 5; 6; 7; 8; 9; 10; 15; 20; 25; 30; 35; 40;
50; 60; 70; 80; 90; 100; 120; 150; 200; 300; 400; 500; 600; 700; 800; 900; 1000; 1200; 1500; 2000; 3000; 4000; 5000;
6000; 7000; 8000; 9000; 10,000; 15,000; 20,000; 30,000; 40,000; or 50,000 bases in length. In some embodiments, a
substantially uniform length may be at most 60,000; 70,000; 80,000; 90,000; 100,000; 120,000; 150,000; 200,000;
300,000; 400,000; 500,000; 600,000; 700,000; 800,000; 900,000; or 1,000,000 bases. By way of specific, non-limiting
example, in some embodiments, a substantially uniform length is between about 100 to about 500 bases. In some
embodiments a size selection step, such as those described herein, may be performed before any particular amplification
step. In some embodiments a size selection step, such as those described herein, may be performed after any particular
amplification step. In some embodiments, a size selection step such as those described herein may be followed by an
additional step such as a digestion step and/or another size selection step.
[0137] In addition to use of targeted endonuclease(s), any other application appropriate method(s) of achieving nucleic
acid molecules of a substantially uniform length may be used. By way of non-limiting example, such methods may be
or include use of one or more of: an agarose or other gel, an affinity column, HPLC, PAGE, filtration, SPRI/Ampure type
beads, or any other appropriate method as will be recognized by one of skill in the art.
[0138] In some embodiments, processing a nucleic acid material so as to produce nucleic acid molecules of substantially
uniform length (or mass), may be used to recover one or more desired target region from a sample (e.g., a target
sequence of interest). In some embodiments, processing a nucleic acid material so as to produce nucleic acid molecules
of substantially uniform length (or mass), may be used to exclude specific portions of a sample (e.g., nucleic acid material
from a non-desired species or non-desired subject of the same species). In some embodiments, nucleic acid material
may be present in a variety of sizes (e.g., not as substantially uniform lengths or masses).
[0139] In some embodiments, more than one targeted endonuclease or other method for providing nucleic acid mol-
ecules of a substantially uniform length may be used (e.g., 2, 3, 4, 5, 6, 7, 8, 9, 10 or more). In some embodiments, a
targeted nuclease may be used to cut at more than one potential target region of a nucleic acid material (e.g., 2, 3, 4,
5, 6, 7, 8, 9, 10 or more). In some embodiments where there is more than one target region of a nucleic acid material,
each target region may be of the same (or substantially the same) length. In some embodiments where there is more
than one target region of a nucleic acid material, at least two of the target regions of known length differ in length (e.g.,
a first target region with a length of 100 bp and a second target region with a length of 1,000bp).
[0140] In some embodiments, multiple targeted endonucleases (e.g., programmable endonucleases) may be used in
combination to fragment multiple regions of the target nucleic acid of interest. In some embodiments, one or more
programmable targeted endonucleases may be used in combination with other targeted nucleases. In some embodiments
one or more targeted endonucleases may be used in combination with random or semi-random nucleases. In some
embodiments, one or more targeted endonucleases may be used in combination with other random or semi-random
methods of nucleic acid fragmentation such as mechanical or acoustic shearing. In some embodiments, it may be
advantageous to perform cleavage in sequential steps with one or more intervening size selection steps. In some
embodiments where targeted fragmentation is used in combination with random or semi-random fragmentation, the
random or semi-random nature of the latter may be useful for serving the purpose of a SMI. In some embodiments where

(continued)

Target 
description: Name: Sequence plus pam site:

Position 
start:

Position 
end:

Zhang 
score

TP53 - 
downstream of 
exons 4-3

TP53e4-3_DS ATGGAATTTTCGCTTCCCACAGG 7579751 7579773 79

TP53 - 
downstream of 
exon 2

TP53e2_DS TGGGAATAGGGTGCACATTTAGG 7580242 7580220 66
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targeted fragmentation is used in combination with random or semi-random fragmentation, the random or semi-random
nature of the latter may be useful for facilitating sequencing of regions of a nucleic acid that are not easily cleaved in a
targeted way such as long highly repetitive regions.

Additional Methods

[0141] In some embodiments, a provided method may include the steps of providing a nucleic acid material, cutting
the nucleic acid material with a targeted endonuclease (e.g., a ribonucleoprotein complex) so that a target region of
predetermined length is separated from the rest of the nucleic acid material, and analyzing the cut target region. In some
embodiments, provided methods may further include ligating at least one SMI and/or adapter sequence to at least one
of the 5’ or 3’ ends of the cut target region of predetermined length. In some embodiments, analyzing may be or comprise
quantitation and/or sequencing.
[0142] In some embodiments quantitation may be or comprise spectrophotometric analysis, real-time PCR, and/or
fluorescence-based quantitation (e.g., using fluorescent dye tagging). In some embodiments, sequencing may be or
comprise Sanger sequencing, shotgun sequencing, bridge PCR, nanopore sequencing, single molecule real-time se-
quencing, ion torrent sequencing, pyrosequencing, digital sequencing (e.g., digital barcode-based sequencing), se-
quencing by ligation, polony-based sequencing, electrical current-based sequencing (e.g., tunneling currents), sequenc-
ing via mass spectroscopy, microfluidics-based sequencing, and any combination thereof.
[0143] In some embodiments, a targeted endonuclease is or comprises at least one of a CRISPR-associated (Cas)
enzyme (e.g., Cas9 or Cpf1) or other ribonucleoprotein complex, a homing endonuclease, a zinc-fingered nuclease, a
transcription activator-like effector nuclease (TALEN), an argonaute nuclease, and/or a megaTAL nuclease. In some
embodiments, more than one targeted endonuclease may be used (e.g., 2, 3, 4, 5, 6, 7, 8, 9, 10 or more). In some
embodiments, a targeted nuclease may be used to cut at more than one potential target region of predetermined length
(e.g., 2, 3, 4, 5, 6, 7, 8, 9, 10 or more). In some embodiments where there is more than one target region of predetermined
length, each target region may be of the same (or substantially the same) length. In some embodiments where there is
more than one target region of predetermined length at least two of the target regions of predetermined length differ in
length (e.g., a first target region with a length of 100 bp and a second target region with a length of 1,000 bp).

Additional Aspects

[0144] In accordance with an aspect of the present disclosure some embodiments provide high quality sequencing
information from very small amounts of nucleic acid material. In some embodiments, provided methods and described
compositions may be used with an amount of starting nucleic acid material of at most about: 1 picogram (pg); 10 pg;
100 pg; 1 nanogram (ng); 10 ng; 100 ng; 200 ng, 300 ng, 400 ng, 500 ng, 600 ng, 700 ng, 800 ng, 900 ng, or 1000ng.
In some embodiments, provided methods and compositions may be used with an input amount of nucleic acid material
of at most 1 molecular copy or genome-equivalent, 10 molecular copies or the genome-equivalent thereof, 100 molecular
copies or the genome-equivalent thereof, 1,000 molecular copies or the genome-equivalent thereof, 10,000 molecular
copies or the genome-equivalent thereof, 100,000 molecular copies or the genome-equivalent thereof, or 1,000,000
molecular copies or the genome-equivalent thereof. For example, in some embodiments, at most 1,000 ng of nucleic
acid material is initially provided for a particular sequencing process. For example, in some embodiments, at most 100
ng of nucleic acid material is initially provided for a particular sequencing process. For example, in some embodiments,
at most 10 ng of nucleic acid material is initially provided for a particular sequencing process. For example, in some
embodiments, at most 1 ng of nucleic acid material is initially provided for a particular sequencing process. For example,
in some embodiments, at most 100 pg of nucleic acid material is initially provided for a particular sequencing process.
For example, in some embodiments, at most 1 pg of nucleic acid material is initially provided for a particular sequencing
process.
[0145] In accordance with other aspects of the present technology, some provided methods may be useful in sequenc-
ing any of a variety of suboptimal (e.g., damaged or degraded) samples of nucleic acid material. For example, in some
embodiments at least some of the nucleic acid material is damaged. In some embodiments, the damage is or comprises
at least one of oxidation, alkylation, deamination, methylation, hydrolysis, nicking, intra-strand crosslinks, inter-strand
cross links, blunt end strand breakage, staggered end double strand breakage, phosphorylation, dephosphorylation,
sumoylation, glycosylation, single-stranded gaps, damage from heat, damage from desiccation, damage from UV ex-
posure, damage from gamma radiation damage from X-radiation, damage from ionizing radiation, damage from non-
ionizing radiation, damage from heavy particle radiation, damage from nuclear decay, damage from beta-radiation,
damage from alpha radiation, damage from neutron radiation, damage from proton radiation, damage from cosmic
radiation, damage from high pH, damage from low pH, damage from reactive oxidative species, damage from free
radicals, damage from peroxide, damage from hypochlorite, damage from tissue fixation such formalin or formaldehyde,
damage from reactive iron, damage from low ionic conditions, damage from high ionic conditions, damage from unbuffered
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conditions, damage from nucleases, damage from environmental exposure, damage from fire, damage from mechanical
stress, damage from enzymatic degradation, damage from microorganisms, damage from preparative mechanical shear-
ing, damage from preparative enzymatic fragmentation, damage having naturally occurred in vivo, damage having
occurred during nucleic acid extraction, damage having occurred during sequencing library preparation, damage having
been introduced by a polymerase, damage having been introduced during nucleic acid repair, damage having occurred
during nucleic acid end-tailing, damage having occurred during nucleic acid ligation, damage having occurred during
sequencing, damage having occurred from mechanical handling of DNA, damage having occurred during passage
through a nanopore, damage having occurred as part of aging in an organism, damage having occurred as a result if
chemical exposure of an individual, damage having occurred by a mutagen, damage having occurred by a carcinogen,
damage having occurred by a clastogen, damage having occurred from in vivo inflammation damage due to oxygen
exposure, damage due to one or more strand breaks, and any combination thereof.

Nucleic Acid Material

Types

[0146] In accordance with various embodiments, any of a variety of nucleic acid material may be used. In some
embodiments, nucleic acid material may comprise at least one modification to a polynucleotide within the canonical
sugar-phosphate backbone. In some embodiments, nucleic acid material may comprise at least one modification within
any base in the nucleic acid material. For example, by way of non-limiting example, in some embodiments, the nucleic
acid material is or comprises at least one of double-stranded DNA, single-stranded DNA, double-stranded RNA, single-
stranded RNA, peptide nucleic acids (PNAs), locked nucleic acids (LNAs).

Modifications

[0147] In accordance with various embodiments, nucleic acid material may receive one or more modifications prior
to, substantially simultaneously, or subsequent to, any particular step, depending upon the application for which a
particular provided method or composition is used.
[0148] In some embodiments, a modification may be or comprise repair of at least a portion of the nucleic acid material.
While any application-appropriate manner of nucleic acid repair is contemplated as compatible with some embodiments,
certain exemplary methods therefore are described below and in the Examples. Compositions are also described below
which may be used in the methods of the invention, in accordance with the claims.
[0149] By way of non-limiting example, in some embodiments, DNA repair enzymes, such as Uracil-DNA Glycosylase
(UDG), Formamidopyrimidine DNA glycosylase (FPG), and 8-oxoguanine DNA glycosylase (OGG1), can be utilized to
correct DNA damage (e.g., in vitro DNA damage). These DNA repair enzymes, for example, are glycoslyases that
remove damaged bases from DNA. For example, UDG removes uracil that results from cytosine deamination (caused
by spontaneous hydrolysis of cytosine) and FPG removes 8-oxo-guanine (e.g., most common DNA lesion that results
from reactive oxygen species). FPG also has lyase activity that can generate 1 base gap at abasic sites. Such abasic
sites will subsequently fail to amplify by PCR, for example, because the polymerase fails copy the template. Accordingly,
the use of such DNA damage repair enzymes can effectively remove damaged DNA that doesn’t have a true mutation,
but might otherwise be undetected as an error following sequencing and duplex sequence analysis.
[0150] As discussed above, in further embodiments, sequencing reads generated from the processing steps discussed
herein can be further filtered to eliminate false mutations by trimming ends of the reads most prone to artifacts. For
example, DNA fragmentation can generate single strand portions at the terminal ends of double-stranded molecules.
These single-stranded portions can be filled in (e.g., by Klenow) during end repair. In some instances, polymerases
make copy mistakes in these end repaired regions leading to the generation of "pseudoduplex molecules." These artifacts
can appear to be true mutations once sequenced. These errors, as a result of end repair mechanisms, can be eliminated
from analysis post-sequencing by trimming the ends of the sequencing reads to exclude any mutations that may have
occurred, thereby reducing the number of false mutations. In some embodiments, such trimming of sequencing reads
can be accomplished automatically (e.g., a normal process step). In some embodiments, a mutation frequency can be
assessed for fragment end regions and if a threshold level of mutations are observed in the fragment end regions,
sequencing read trimming can be performed before generating a double-strand consensus sequence read of the DNA
fragments.

Sources

[0151] It is contemplated that nucleic acid material may come from any of a variety of sources. For example, in some
embodiments, nucleic acid material is provided from a sample from at least one subject (e.g., a human or animal subject)
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or other biological source. In some embodiments, a nucleic acid material is provided from a banked/stored sample. In
some embodiments, a sample is or comprises at least one of blood, serum, sweat, saliva, cerebrospinal fluid, mucus,
uterine lavage fluid, a vaginal swab, a nasal swab, an oral swab, a tissue scraping, hair, a finger print, urine, stool,
vitreous humor, peritoneal wash, sputum, bronchial lavage, oral lavage, pleural lavage, gastric lavage, gastric juice, bile,
pancreatic duct lavage, bile duct lavage, common bile duct lavage, gall bladder fluid, synovial fluid, an infected wound,
a non-infected wound, an archeological sample, a forensic sample, a water sample, a tissue sample, a food sample, a
bioreactor sample, a plant sample, a fingernail scraping, semen, prostatic fluid, fallopian tube lavage, a cell free nucleic
acid, a nucleic acid within a cell, a metagenomics sample, a lavage of an implanted foreign body, a nasal lavage, intestinal
fluid, epithelial brushing, epithelial lavage, tissue biopsy, an autopsy sample, a necropsy sample, an organ sample, a
human identification ample, an artificially produced nucleic acid sample, a synthetic gene sample, a nucleic acid data
storage sample, tumor tissue, and any combination thereof. In other embodiments, a sample is or comprises at least
one of a microorganism, a plant-based organism, or any collected environmental sample (e.g., water, soil, archaeological,
etc.).

Selected Examples of Applications

[0152] As is described herein, provided methods and described compositions may be used for any of a variety of
purposes and/or in any of a variety of scenarios. Below are described examples of non-limiting applications and/or
scenarios for the purposes of specific illustration only.

Forensics

[0153] Previous approaches to forensic DNA analysis relied almost entirely on capillary electrophoretic separation of
PCR amplicons to identify length polymorphisms in short tandem repeat sequences. This type of analysis has proven
to be extremely valuable since its introduction in 1991. Since that time, several publications have introduced standardized
protocols, validated their use in laboratories worldwide, detailed its use on many different population groups, and intro-
duced more efficient approaches, such as miniSTRs.
[0154] While this approach has proven to be extremely successful, the technology has a number of drawbacks that
limit its utility. For example, current approaches to STR genotyping often give rise to background signal resulting from
PCR stutter, caused by slippage of the polymerase on the template DNA. This issue is especially important in samples
with more than one contributor, due to the difficulty in distinguishing the stutter alleles from genuine alleles. Another
issue arises when analyzing degraded DNA samples. Variation in fragment length often results in significantly lower, or
even absent, longer PCR fragments. As a consequence, profiles from degraded DNA often have lower power of dis-
crimination.
[0155] The introduction of MPS systems has the potential to address several challenging issues in forensics analysis.
For example, these platforms offer unparalleled capacity to allow for the simultaneous analysis of STRs and SNPs in
nuclear and mtDNA, which will dramatically increase the power of discrimination between individuals and offers the
possibility to determine ethnicity and even physical attributes. Furthermore, unlike PCR-CE, which simply reports the
average genotype of an aggregate population of molecules, MPS technology digitally tabulates the full nucleotide se-
quence of many individual DNA molecules, thus offering the unique ability to detect MAFs within a heterogeneous DNA
mixture. Because forensics specimens comprising two or more contributors remains one of the most problematic issues
in forensics, the impact of MPS on the field of forensics could be enormous.
[0156] The publication of the human genome highlighted the immense power of MPS platforms. However, until fairly
recently, the full power of these platforms was of limited use to forensics due to the read lengths being significantly
shorter than the STR loci, precluding the ability to call length-based genotypes. Initially, pyrosequencers, such as the
Roche 454 platform, were the only platforms with sufficient read length to sequence the core STR loci. However, read
lengths in competing technologies have increased, thus bringing their utility for forensics applications into play. A number
of studies have revealed the potential for MPS genotyping of STR loci. Overall, the general outcome of all these studies,
regardless of the platform, is that STRs can be successfully typed producing genotypes comparable with CE analyses,
even from compromised forensic samples.
[0157] While all of these studies show concordance with traditional PCR-CE approaches, and even indicate additional
benefits like the detection of intra-STR SNPs, they have also highlighted a number current issues with the technology.
For example, current MPS approaches to STR genotyping rely on multiplex PCR to both provide enough DNA to sequence
and introduce PCR primers. However, because multiplex PCR kits were designed for PCR-CE, they contain primers for
various sized amplicons. This variation results in coverage imbalance with a bias toward amplification of smaller frag-
ments, which can result in allele drop-out. Indeed, recent studies have shown that differences in PCR efficiency can
affect mixture components, especially at low MAFs. To address this issue, several sequencing kits specifically designed
for forensics are now commercially available and validation studies are beginning to be reported. However, due to the
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high level of multiplexing, amplification biases are still evident.
[0158] Like PCR-CE, MPS is not immune to the occurrence of PCR stutter. The vast majority of MPS studies on STR
report the occurrence of artifactual drop-in alleles. Recently, systematic MPS studies report that most stutter events
appear as shorter length polymorphisms that differ from the true allele in four base-pair units, with the most common
being n-4, but with n-8 and n-12 positions also being observed. The percent stutter typically occurred in ~1% of reads,
but can be as high as 3% at some loci, indicating that MPS can exhibit stutter at higher rates than PCR-CE.
[0159] In contrast, in some embodiments, provided methods and compositions allow for high quality and efficient
sequencing of low quality and/or low amount samples, as described above and in the Examples below. Accordingly, in
some embodiments, provided methods and/or compositions may be useful for rare variant detection of the DNA from
one individual intermixed at low abundance with the DNA of another individual of a different genotype.
[0160] Forensic DNA samples commonly contain non-human DNA. Potential sources of this extraneous DNA are: the
source of the DNA (e.g., microbes in saliva or buccal samples), the surface environment from which the sample was
collected, and contamination from the laboratory (e.g. reagents, work area, etc.). Another aspect provided by some
embodiments is that certain provided methods and compositions allow for the distinguishing of contaminating nucleic
acid material from other sources (e.g., different species) and/or surface or environmental contaminants so that these
materials (and/or their effects) may be removed from the final analysis and not bias the sequencing results.
[0161] In highly degraded DNA, the loci specific PCR may not work well due to the DNA fragments not containing the
requisite primer annealing site, resulting in allelic dropout. This situation would limit the uniqueness of genotype calls
and the confidence of matches is less assured, especially in the mixture trials. However, in some embodiments, provided
methods and compositions allow for the use of single nucleotide polymorphisms (SNPs) in addition to or as an alternative
to STR markers.
[0162] In fact, with ever increasing data on human genetic variation, SNPs are increasingly relevant for forensic work.
As such, in some embodiments, provided methods and compositions use a primer design strategy such that multiplex
primer panels may be created, for example, based on currently available sequencing kits, which virtually ensure reads
traverse one or more SNP locations.

Patient Stratification

[0163] Patient stratification, which generally refers to the partitioning of patients based on one or more non-treatment-
related factors, is a topic of significant interest in the medical community. Much of this interest may be due to the fact
that certain therapeutic candidates have failed to receive FDA approval, in part to a previously unrecognized difference
among the patients in a trial. These differences may be or include one or more genetic differences that result in a
therapeutic being metabolized differently, or in side effects being present or exacerbated in one group of patients vs
one or more other groups of patients. In some cases, some or all of these differences may be detected as one or more
distinct genetic profile(s) in the patient(s) that result in a reaction to the therapeutic that is different from other patients
that do not exhibit the same genetic profile.
[0164] Accordingly, in some embodiments, provided methods and described compositions may be useful in determining
which subject(s) in a particular patient population (e.g., patients suffering from a common disease, disorder or condition)
may respond to a particular therapy. For example, in some embodiments, provided methods and/or described compo-
sitions may be used to assess whether or not a particular subject possesses a genotype that is associated with poor
response to the therapy. In some embodiments, provided methods and/or described compositions may be used to
assess whether or not a particular subject possesses a genotype that is associated with positive response to the therapy.

Monitoring Response to Therapies (tumor mutation, etc.)

[0165] The advent of next-generation sequencing (NGS) in genomic research has enabled the characterization of the
mutational landscape of tumors with unprecedented detail and has resulted in the cataloguing of diagnostic, prognostic,
and clinically actionable mutations. Collectively, these mutations hold significant promise for improved cancer outcomes
through personalized medicine as well as for potential early cancer detection and screening. Prior to the present disclo-
sure, a critical limitation in the field has been the inability to detect these mutations when they are present at low frequency.
Clinical biopsies are often comprised mostly of normal cells and the detection of cancer cells based on their DNA
mutations is a technological challenge even for modern NGS. The identification of tumor mutations amongst thousands
of normal genomes is analogous to finding a needle in a haystack, requiring a level of sequencing accuracy beyond
previously known methods.
[0166] Generally, this problem is aggravated in the case of liquid biopsies, where the challenge is not only to provide
the extreme sensitivity required to find tumor mutations, but also to do so with the minimal amounts of DNA typically
present in these biopsies. The term ’liquid biopsy’ typically refers to blood in its ability to inform about cancer based on
the presence of circulating tumor DNA (ctDNA). ctDNA is shed by cancer cells into the bloodstream and has shown
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great promise to monitor, detect and predict cancer as well as to enable tumor genotyping and therapy selection. These
applications could revolutionize the current management of patients with cancer, however, progress has been slower
than previously anticipated. A major issue is that ctDNA typically represents a very small portion of all the cell-free DNA
(cfDNA) present in plasma. In metastatic cancers its frequency could be >5%, but in localized cancers is only between
1%-0.001%. In theory, DNA subpopulations of any size should be detectable by assaying a sufficient number of molecules.
However, a fundamental limitation of previous methods is the high frequency with which bases are scored incorrectly.
Errors often arise during cluster generation, sequencing cycles, poor cluster resolution, and template degradation. The
result is that approximately 0.1-1% of sequenced bases are called incorrectly. Further issues can arise from polymerase
mistakes and amplification bias during PCR that can result in skewed populations or the introduction of false mutant
allele frequencies (MAF). Taken together, previously known techniques, including conventional NGS, are incapable of
performing at the level required for the detection of low frequency mutations.
[0167] Several approaches have been employed to attempt to improve the accuracy of NGS. Removal of DNA damage
with in vitro repair kits has been shown to reduce the number of false variant calls in NGS. However, not all mutagenic
lesions are recognized by these enzymes, nor is the fidelity of repair perfect. Another approach that has gained significant
traction is to take advantage of PCR duplicates arising from individual DNA fragments to form a consensus. Termed
’molecular barcoding’, reads sharing unique random shear points or exogenously introduced random DNA sequences
before or during PCR are grouped and the most prevalent sequence kept. Kinde, et al. introduced this idea with SafeSeqS,
which uses single-stranded molecular barcoding to reduce the error rate of sequencing by grouping PCR copies sharing
the barcode sequencing and forming a consensus. This approach leads to an average detection limit of 0.5% and has
been successful for the detection of ctDNA in metastatic cancers, but only in ~40% of early cancers. This detection limit
can be substantially improved with digital droplet PCR (ddPCR), which can detect mutations at MAF as low as ~0.01%.
The mutations, however, need to be previously known, which seriously limits multiple cancer applications. In addition,
only 1-4 mutations can be tested at a time, precluding high-throughput screening (Table 2).

[0168] Prior to the present disclosure, the only technology with comparable sensitivity to ddPCR, but without requiring
a priori knowledge of the tumor mutation is DS. DS extends the idea of molecular barcoding by using double-strand
molecular barcodes to take advantage of the fact that the two strands of DNA contain complementary information. We
have previously demonstrated that this approach results in an unprecedented sensitivity of <0.005% in human nuclear
DNA.
[0169] Due to its high accuracy, DS, SPLiT-DS, and CRISPR-DS as well as methods for increasing conversion and
workflow efficiency of these sequencing platforms hold promise in the oncology field. As is described herein, provided
methods and compositions allow for an innovative approach to the DS methodology that integrates the double strand
molecular tagging of DS with target sequence specific amplification (e.g., PCR) for increased efficiency and scalability
while maintaining error correction.
[0170] In addition to the need for an assay that is highly accurate and efficient, the realities of the clinical laboratory
also demand assays that are fast, scalable, and reasonably cost effective. Accordingly, various embodiments in accord-
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ance with aspects of the present technology that improve workflow efficiency of DS (e.g., enrichment strategy for DS)
is highly desirable. Amplification-based enrichment and digestion/size selection enrichment of specific target sequences
for DS applications, as described herein provide high target specificity, performance on low DNA inputs, scalability, and
minimal cost (typically ~$2-3/sample).
[0171] Some embodiments of provided methods and described compositions are especially significant for cancer
research in general and for the field of ctDNA in particular, as the technology developed herein has the potential to
identify cancer mutations with unprecedented sensitivity while minimizing DNA input, preparation time, and costs. SPLiT-
DS and CRISPR-DS, among other embodiments disclosed herein, can be useful for use in clinical applications that
could significantly increase survival through improved patient management and early cancer detection.

EXAMPLES

Example 1: SPLiT-DS

[0172] SPLiT-DS is a PCR-based targeted enrichment strategy compatible with the use of molecular barcodes on
each strand for Duplex Sequencing error correction (Fig. 4A). In this exemplary embodiment, to begin a SPLiT-DS
analysis, one or more DNA samples is fragmented using one or more approaches (similar to previously described Duplex
Sequencing library construction as is known in the art). After fragmentation, most commonly end-repair and 3’-dA-tailing
are performed, followed by ligation of each DNA fragment with T-tailed DS adapters containing degenerate or semi-
degenerate double- stranded barcodes (FIG. 4, Step 1). Alternatively, other types of ligation overhangs, blunt ended
ligation or adapter ligation chemistry previously described in International Patent Publication No. WO 2017/100441 and
in U.S. Patent No. 9,752,188 can be used. Substantially all duel adapted DNA molecules are PCR amplified using
primers specific to the universal primer binding sites in the single-stranded adapter tails, which provides multiple barcoded
copies of DNA fragments ("barcoded fragments") derived from each strand (FIG. 4, Step 2). After removing reaction
byproducts, a given sample is split into two separate tubes (FIG. 4, Step 3) (i.e., the sample is split in half, with each
tube containing roughly half the contents of the sample). On average, half of the copies of any given barcoded fragments
will be transferred to each tube; however, due to randomness involved in splitting of samples, variance in distribution of
any given barcoded fragment may occur. To account for any such variance, a hypergeometric distribution (i.e. probability
of picking k barcode copies without replacement) is used as a model to determine minimum number of PCR copies of
a given barcode needed to achieve a reasonably high probability that each tube contains at least one barcoded fragment
derived from each of two (i.e., both) DNA strands from the original duplex. It is contemplated that in accordance with a
hypergeometric model, ≥4 PCR cycles in (i.e. 2E4=16 copies/barcode) during Step 1 is more likely than not to provide
a >99% probability that each barcoded fragment (from each strand) will be represented at least once in each tube. This
assumes a uniform and nearly 100% PCR amplification efficiency which may not be realistic in all scenarios, but is a
reasonable assumption with relatively low input high quality DNA samples (for example lOng human genomic DNA per
50uL PCR). After splitting the sample into two tubes, target loci are enriched with multiplex PCR using primers specific
for the adapter sequence and to the genetic loci of interest (FIG. 4, Step 4).
[0173] Multiplexed loci-specific PCRs are performed such that the resulting PCR products in each tube are derived
from only one of the two original strands of a given DNA molecule sample. This is achieved according to the following
procedure, using a sample that is split into two tubes (a first tube and a second tube) as described herein. In the first
tube, PCR is performed using a primer specific for hybridizing to the "Read 1" (i.e. Illumina P5) adapter sequence (FIG.
4, Step 3; grey arrow), as well as primers specific to the genetic loci of interest, tailed with the sequence for the Read 2
(i.e. Illumina P7) adapter sequences (FIG. 4, Step 3; black arrow w/grey tail). Alternatively this tail may be shortened so
as to not contain the full P7 sequence, which can instead be added via a later PCR prior to sequencing. It is proposed
that this step provides that amplification products with one P5 and one P7 sequence at each termini only occurs from
DNA derived from one strand of the original parental DNA molecule (i.e. initial sample DNA). Sequentially or simultane-
ously, a similar reaction is repeated in the second tube: amplification occurs from the amplification product derived from
the opposite strand of the same genomic location as compared to the amplification of the sample in the first tube. This
is achieved by using a loci-specific primer that anneals to the opposite strand orientation as in tube 1 (i.e., anti-reference
versus reference sequence) and is tailed with the opposite universal primer sequence (i.e. P5 instead of P7) and an
adapter primer to the opposite universal primer sequence (i.e. P7 instead of P5). Data are analyzed in an approach
similar to that used in conventional Duplex Sequencing analysis/library construction, whereby reads sharing a particular
barcode from the ’original first strand or the original second strand) are grouped to a single strand consensus sequence.
[0174] These single-stranded consensus sequences ("SSCSs") are then compared to the consensus computed for
the other original strand (e.g., opposite strand, as described herein). The identity of a nucleotide position is retained only
if the sequences obtained at the same position are complementary for the two SSCSs derived from each of the original
strands of the duplex. If the identity of the positions do not match in the SSCSs, this is noted. For nucleotide positions
where there is agreement between the paired SSCSs, the identity of this position is detailed in a final Duplex Consensus
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Sequence (i.e. form a DCS) (Fig. 1C). For positions where the sequence identity between the two SSCSs do not match,
these are flagged as potential sites of error and are typically discounted by marking this position as an unknown (i.e.
"N"). Alternative strategies as previously described in International Patent Publication No. WO 2017/100441 and in U.S.
Patent No. 9,752,188 include discounting the entire consensus read if mismatches are found or using statistical ap-
proaches to assign confidences to one variant versus the other and decide which is more probably as the true variant,
based on the prior probability of a particular type of error and how well represented a given SSCS is in terms of the
number of family members that make it up and how well these agree. Another approach is to retain uncertainty of the
nucleotide position, for example, with IUPAC nomenclature (such as "K" to represent a position that may be either a G
or a T). Additional information may be applied to the consensus sequence data file to reflect the relative likelihood of
the identity of one nucleotide over another an uncertain position, for example, based on prior probabilities of certain
types of sequencer or amplification errors in a given sequence context or the relative number of reads that support each
variant at that position in each paired consensus family or read quality scores of raw reds comprising a SSCS family etc.
[0175] It should be noted that although the Duplex Consensus calling approach is substantially similar to that described
in International Patent Publication No. WO 2017/100441 and in U.S. Patent No. 9,752,188, in the case of SPLiT-DS, a
single molecular identifier sequence at one end of the molecule is typically used to identify individual molecules (as
opposed to one on each end) and the sequence reads that derive from copies of one of the original strands is found in
one tube and the complementary original strand can be found in that of the other tube. This need not be the case,
however: as described elsewhere herein, a PCR reaction of a duplex amplified library may be split into more than two
tubes (for example, four tubes with one specific primer pair for each tube) and carry out the above process at both ends
of the original molecule, such that two Duplex consensus sequences are made per molecule. An initial PCR reaction
can similarly be split into multiple tubes (FIG. 10) and multiple reads can be generated for Duplex Sequencing error
correction and/or subassembly of longer sequences with short read sequences.
[0176] It is often convenient to differentially index the products of each tube to differentiate them following multiplex
sequencing. This is not mandatory, however. One benefit of SPLiT-DS is that targeted enrichment using PCR can be
achieved, which speeds up the workflow of prior versions of Duplex Sequencing that are reliant on hybrid capture to
enrich for regions of interest or other approaches. At the same time it allows use of Duplex adapter and tags for maximal
accuracy, which cannot be achieved with traditional amplicon sequencing.

Example 2: Development of SPLiT-DS for CODIS STR Loci

[0177] The present Example is based on the insight that currently available methods of genotyping repetitive regions
of DNA such as Short Tandem Repeats (STRs) would benefit from improvement of accuracy and sensitivity. This Example
extends and improves upon an established protocol for DS (which itself can remove "stutter"; FIG. 3B) to create a "SPLiT-
DS" assay/protocol. The current example will demonstrate (1) design of primers and subsequent selection for use in
multiplex PCR; (2) methods to improve DNA library preparation; (3) evaluation of accuracy, precision, sensitivity, and
specificity of provided technologies, such as, e.g. using decreasing amounts of DNA; (4) demonstrated substantially
reduced stutter in the final error-corrected data.

Primer design and selection for multiplex PCR

[0178] SPLiT-DS PCR primers are designed to preferably have the following properties: 1) high target specificity; 2)
capable of being multiplexed; and 3) exhibit robust and minimally biased amplification. Though a number of existing
primer mixtures satisfying these criteria for use in conventional PCR capillary electrophoresis (PCR-CE), the same primer
mixtures are not reliable in MPS. To this end, available data (mapping coordinates from sequencing data obtained using
commercially available kits that amplify target loci prior to sequencing (i.e. 5’-end of each read in paired-end sequencing
data corresponds to the 5’-end of the PCR primers used to amplify the DNA)) were leveraged to develop primers for
use in the present example. The insights described herein, as well as data obtained from previous Example(s), are used
to inform design of an initial primer set for the Expanded CODIS Core loci (CODIS20) plus PentaD, PentaE, and SE3329
(for simplicity, unless otherwise indicated, this will collectively be referred to as simply the CODIS loci). Previously
determined mapping coordinates do not provide other information about primers used in commercially (or otherwise)
available kits, such as length, melting temperature, and concentrations, thus creation of primers in the present Example
focus on designs that maximize the probability of achieving uniform, robust, and specific amplification prior to multiplexing
any reaction.
[0179] Results can be analyzed by direct sequencing (e.g., Illumina MiSeq platform) as opposed to, e.g. gel analysis.
Each sample can be evaluated on a number of metrics to design an optimal primer mixture. Metrics include: 1) specificity
(i.e. number of on target reads divided by number of off target reads); 2) allele coverage ratio for heterozygous loci (i.e.
lower depth allele divided by higher depth allele; ideal is 1.0); 3) interlocus balance (i.e. lowest depth locus divided by
highest depth locus; ideal is 1.0); and 4) depth variation (i.e. average depth of each locus divided by total average depth
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of all loci. At least one primer set can be chosen on the basis of these metrics, for further analysis and development.
Alternatively and/or additionally, primer design may include use of a web-based program, such as, e.g. Primer3, for each
STR marker.

Example 3: Improvement in methods of library preparation

[0180] The library preparation protocol for SPLiT-DS follows standard protocols known, such as the Duplex Sequencing
protocol, up until the completion of the first PCR step. The present Example improves and expands upon this protocol,
by improving steps that occur after the first Duplex Sequencing PCR step, in and, in particular, on loci-specific PCRs,
which are unique to the SPLiT-DS technologies provided herein.
[0181] As a point of reference, reactions will first be run using known buffers, primer pool concentrations, and PCR
conditions (e.g. as in a standard DS protocol), but applied to the SPLiT-DS approach, which serves the purpose of
targeted enrichment after an initial Duplex Sequencing PCR is carried out that could in some cases be followed by other
forms of targeted enrichment such as hybrid capture. Efficacy of these conditions on multiplex PCRs will be determined
by directly sequencing the reactions on the Illumina MiSeq platform and monitoring specificity, allele coverage ratio for
heterozygous loci, interlocus balance, and depth. This assay will evaluate PCR efficacy (and not, e.g., error correction)
so approximately 100,000-500,000 reads per condition will be used, allowing analysis of at least 50 PCR conditions per
sequencing run.
[0182] In this particular example, an average of 3 to 10 sequenced PCR copies (i.e. barcode family) from each starting
DNA molecule should be obtained for a successful analysis. In other embodiments a successful analysis might be defined
as recovering one or more copies of each original DNA strand of a particular duplex molecule. It is contemplated that
more than 3-10 copies could cause reduced assay efficiency in terms of use of sequencer resources without additional
useful data. It is contemplated that an average of too few copes of each strand will not meet criterial for a defined
successful analysis and ultimately, reduced depth. It is contemplated that in some embodiments that defining a successful
analysis as achieving a minimum number of sequenced copies of each strand facilitates higher accuracy Duplex Se-
quencing than Duplex Sequencing with a smaller minimum required number of copies per original strand.
[0183] SPLiT-DS cannot rely on known conditions for DNA input (e.g. such as those known in other assays), as it is
a unique approach as compared to other currently available technologies; therefore, DNA input amount used in the
PCRs occurring after the splitting will be determined, as changes (e.g. reduction) to input amounts up until the first PCR
step will necessarily impact post-processing depth.
[0184] After DNA input ranges have been determined, qPCR based assays will be will be used to quantify absolute
amount of adapter ligated target DNA (similar to, e.g. Step 3 in FIG. 4).

Accuracy, precision, sensitivity, and specificity with decreasing DNA input

[0185] Accuracy, precision, sensitivity and specificity on commonly used Standard Reference Material (SRM) DNA
will be conducted as a point of reference for the improved technologies as described herein. SPLiT-D S will then be
performed (e.g., evaluating accuracy and precision of approach) on decreasing amounts of input DNA (i.e. sensitivity),
using serial dilutions (e.g. within a range of about 50 pg to about 10 ng). At least 6 different libraries will be independently
prepared for each DNA input. After sequencing and error correction (using in-house software developed and designed
specifically for the SPLiT-DS variant of Duplex Sequencing), accuracy will be assessed using STRait Razor to: (i)
genotype the processed data; and/or (ii) determine percentage of reads that exhibit "correct" genotype at each CODIS
locus (i.e. as known from a standardized sample). Precision will be evaluated by determining: (i) allele coverage ratio
for heterozygous loci; (ii) interlocus balance; (iii) depth variation; and/or (iv) percent stutter (e.g. quantification of sample-
to-sample variation).

Detection of contaminating DNA

[0186] The present Example also focuses on improvements in currently available methods of DNA evaluation to detect
contamination of a given sample with exogenous DNA (e.g. forensic DNA of human contaminated with non-human DNA).
SPLiT-DS analyses will be conducted on human DNA samples in the presence of contaminating DNA (e.g. mice, dog,
cow, chicken, Candida albicans, Escherichia coli, Staphylococcus aureus, etc.). Analyses will include sample DNA
spiked with 10 ng contaminating DNA, in triplicate, at the following ratios: 50:50, 10:1, and 100:1 (contaminant:sample
DNA, by mass), as well as 100:0 control (i.e.no human DNA) 0:100 (unspiked human DNA). Each successfully generated
library will be sequenced and mapped onto a given contaminant corresponding reference genome and human genome
(GRCh38). This mapping will be used to determine percentage of reads that exhibit the correct (e.g. aligned with reference
genome) genotype at each locus and compared to values of controls. Alignments will provide information about ranges
of contaminating DNA that are still permissive for successful SPLiT-DS (i.e. levels of contaminating DNA that may be
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present without adversely affecting precision and/or strength of SPLiT-DS).

Example 4: Validation of SPLiT-DS on sole source samples.

[0187] To validate SPLiT-DS as a viable high accuracy genotyping method on a representative human population,
DNA purified from cells obtained from the Personal Genome Project (PGP) will be used (see, e.g., demographic summary
details of the PGP in Table 3).

Evaluate the ability of SPLiT-DS to correctly genotype DNA single-source samples.

[0188] SPLiT-DS will be performed, in duplicate, on DNA purified from cell lines of unrelated individuals from the PGP.
DNA from approximately 110 unique individuals will be tested. SPLiT-DS will be performed using appropriate quantities
of DNA as determined in previous examples (i.e. smallest quantity that reliably (e.g. >80%) produces sequencing libraries
in >60X average post-processing depth for each loci). After sequencing and performing error correction using in-house
SPLiT-DS software described herein, STRait Razor will be used to genotype samples.
[0189] As an interpretation guideline for genotyping our SPLiT-DS data, a modified ’consensus’ approach of the two
replicates will be used, as follows:

No Result: when at least one (e.g.one of the two) replicate produces low coverage (e.g., < 60x);

Correct genotype: when all (e.g., two of two) replicates produce the expected genotype (i.e., matching the genotype
in WGS data for a given sample).

Undefined genotype: when different genotypes are obtained at a given locus in all replicates (e.g. two of two) or
when only one genotype differs from the WGS data.

Wrong genotype: when all (two of two) replicates show the same incorrect genotype.

[0190] Quantifying amount of stutter will be performed on all sample and loci by determining stutter ratio for each
sequenced locus. Stutter ratio is calculated by dividing the read count of a given stutter allele by the read count of the
actual sample allele. If more than one type of stutter event is observed, calculations of each stutter length will be made.
To minimize bias of this analysis, a stutter ratio will only be calculated at a locus with an average depth of ≥60X (80%
power to detect ≥1 post-processing read containing an alternative stutter allele occurring at 5% (1-Sample Binomial
Test). In cases where consistent higher depth coverage for at least several loci is obtained, lower frequency stutter
events will be examined and ratios calculated appropriately (e.g. adjusting power).
[0191] Another portion of the analysis in this example will include effect of STR length on various parameters and then
comparing the results to STR length at a given locus in a reference (e.g. specificity, allele coverage ratio for heterozygous
loci, interlocus balance, and/or depth). It is contemplated that evaluation of these parameters will improve interpretation
of polymorphisms based on STR length (including, e.g. as SPLiT-DS samples being evaluated are taken from a generally
outbred population and may, for example, have a variety of STR length polymorphisms). In addition to evaluation of
effect of STR length, stutter ratios will also be determined. Finally, calculations of power of discrimination for each sample
(based on loci that are correctly genotyped according to guidelines described herein, e.g. using expected allele frequen-
cies in the US population) will be performed.
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[0192] Results from the analyses described in this Example may determine the breadth of use of SPLiT-DS (as well
as extent of any bias in the method) such as, for example, in various types of samples, and/or for genotyping STR.

Comparison and concordance studies with capillary electrophoresis and MPS approaches

[0193] To demonstrate superiority of SPLiT-DS as a sequencing method for forensics applications, for example,
concordance studies against currently available methods will be performed. At present, the "gold standard" for forensic
STR genotyping is PCR-CE. SPLiT-DS results obtained in accordance with the Examples described herein will be
compared to the same DNA samples genotyped using PCR-CE analysis and 1 ng of input DNA, according to standard
procedures. The two data sets (PCR-CE and SPLiT-DS, along with appropriate controls/references (e.g. WGS PGP
sample data)) may determine level of concordance between the two approaches. Concordance studies will also be
performed using a commercially available kit (e.g. Illumina FORENSEQ DNA Signature Prep Kit) that uses targeted
PCR amplification of 63 STRs, including the CODIS loci, and 95 identity informative SNPs. The same samples used in
the concordance studies of PCR-CE and SPLiT-DS will be used, and genotyping will be performed using STRait-Razor.
PCR stutter will also be reviewed in each approach (PCR-CE, commercial kit, SPLiT-D S) and stutter will be calculated
if true allele peak heights are at least 600 RFU (stochastic threshold) but not in excess of 15,000 RFU. To eliminate any
additive effect of plus and minus stutter at repeat position(s) between heterozygous alleles, positions two repeat units
apart will not be included. As described herein, stutter percentages will be calculated by dividing peak height of the
stutter peak by peak height of the true allele. In the case of samples analyzed with a commercially available kit, all alleles
with ≥60 observed reads will be called and percentage stutter calculated as described herein. Comparisons will be
performed between percent stutter for each tested locus. It is contemplated that though stutter results between platforms
are not directly comparable to one another, data will provide a reasonable estimate of relative abundance of stutter in
each method.

Example 5: Validation of SPLiT-DS on damaged DNA and DNA mixtures.

[0194] Highly damaged/degraded DNA and mixtures confound currently available genotyping technologies. Accord-
ingly, the present Example will demonstrate the ability of SPLiT-DS to correctly genotype samples with damaged DNA
and DNA mixtures, improving and extending currently available methodologies.

Validation of SPLiT-DS on damaged DNA from single contributors

[0195] SPLiT-DS will be performed on DNA sampled exposed to three forensically-relevant categories: (i) chemical
exposure; (ii) ultraviolet (UV) light; and (iii) elevated temperatures (see Table 4 for a summary of exemplary exposure
methods/conditions used in previous studies/known to affect conventional STR analysis). Due to lack of SRM available
for damaged DNA samples, level of damage induced will be standardized between biological replicates. DNA will first
be exposed to environmental condition(s) and time points as in Table 4, and evaluation conducted using a commercially
available kit (e.g., KAPA Biosystems hgDNA Quantification and QC qPCR kit (Roche/KAPA Biosystems)), used to
determine DNA damage/degradation in a given sample. Only samples that exhibit comparable levels of damage (defined
as within one standard deviation of our observed mean) for a particular environmental condition (as determined by the
assay described herein), will be used in the analyses of the present Example.
[0196] Experiments to evaluate SPLiT-DS on damaged/degraded DNA will be performed, in triplicate, on Promega
2800M SRM DNA using the smallest input DNA amount needed to consistently (>50%) forms libraries capable of being
sequenced using SPLiT-DS using the harshest possible conditions in each category of Table 4 (determination of such
an amount made as described herein). It is contemplated that those conditions that do not produce consistent libraries
will be considered to define limit of sensitivity of SPLiT-DS on damaged/degraded DNA. Any such libraries will not be
evaluated.
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[0197] Samples will be also sequenced on a Illumina MiSeq platform using 300bp paired-end reads and data processed
using custom SPLiT-DS software as described herein on data genotypes determined using STRait Razor. It is contem-
plated that an experimental condition that results in failure to correctly genotype (as described in a previous Example),
will define limit of accuracy for SPLiT-DS on damaged/degraded DNA. Calculations will also be performed to determine
specificity, allele coverage ratio for heterozygous loci, and/or depth for each locus for damaged/degraded DNA, and
results will be compared to undamaged controls.
[0198] Since relative performance of SPLiT-DS on high quality DNA is not necessarily directly translatable to that on
damaged DNA, comparisons will also be performed using SPLiT-DS, standard PCR- CE, and MPS methods. These
methods will be performed using 10 PGP samples genotyped in previous Examples further subjected to the most
challenging condition (as determined by results) in each category of damage for successfully genotyped SPLiT-DS
samples. Samples will be genotyped by PCR-CE and conventional MPS using appropriate commercially available kits,
as described in a previous Example. Relative performance of SPLiT-DS to PCR-CE and MPS will be determined as
described herein, including determination and comparison of relative amounts of stutter, allelic dropout, intra-allelic
balance, and genotyping success rate between approaches. I SPLiT-DS may provide more sensitive and accurate results
using smaller samples and/or more damaged/degraded samples of DNA, than is achievable with other methods.

Validation of SPLiT-DS on mixtures.

[0199] Improved efficacy (e.g. increased accuracy and sensitivity, as compared to available methods) of SPLiT-DS
analysis on DNA mixtures consisting of two genetically unrelated individuals on a wide range of MAF ratios will be
demonstrated. For each mixture in Table 5, ten, two-person combinations will be selected from the PGP samples
genotyped in a previous Example. Specific PGP samples used in the present Example will depend on specific genotype,
as determined in either a previous Example or by their whole genome sequence (available as part of the PGP). If possible,
contributor pairs that differ by at least two repeats lengths at ≥8 loci will be chosen. It is considered more likely than not
that more than 10 ng of DNA from each sample will be required. Exact amount will be determined by how efficiently
SPLiT-DS works on at each locus, as determined in a previous Example.
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[0200] DNA input amounts will be adjusted such that any minor contributor will be represented with at least 10 reads.
It is considered that representation with at least 10 reads confers a >95% chance of detecting both alleles at all CODIS
loci. Specific amount required to achieve 10 MAF reads will depend on limits of sensitivity of SPLiT-DS, as demonstrated
in a previous Example.
[0201] To minimize variability between replicates, mixtures will be constructed based on triplicate DNA quantifications
using the QUANTIFILER Duo DNA Quantification Kit (Thermo Fisher). As described herein, samples will be sequenced
on the Illumina MiSeq platform and data processed using custom SPLiT-DS software as describe herein and genotyped
using STRait Razor. Evaluating presence of stutter in these experiments contributes to evaluation of performance of
SPLiT-DS on DNA mixtures. For each analyzed locus in each mixture sample, a Wilson score interval (a form of binomial
proportion confidence interval) for the known MAF will be calculated. Number of stutter events that differ by one repeat
length from the known MAFs in the mixture will also be counted. If a stutter read count is within the 95% Wilson score
interval of one of the MAF alleles, the locus will be considered a partial match. If both MAF alleles fail this test, then the
locus will be considered a failed genotype call (homozygous alleles will automatically fail if the MAF cannot be distin-
guished from stutter). As in previous Examples, comparison studies of SPLiT-DS to PCR-CE and MPS will also be
performed and evaluated as described herein, as well as comparisons of relative amounts of stutter, allelic dropout,
intra-allelic balance, and/or genotyping success rate. Results of two-person mixture experiments will then be used to
conduct three-person mixture experiments (see, e.g., Table 5), using the same sample selection criteria and analyses
as in two-person mixture analysis.
[0202] SPLiT-DS will also be performed using simulated casework samples of single source and two person mixtures
using DNA supplied by the Washington State Patrol Forensic Laboratory Services Bureau from previously analyzed,
commercially obtained forensic DNA proficiency tests. Genotyping using SPLiT-DS will be compared to the on-line
posted consensus results for the samples.

Example 6: Improved Performance of SPLiT-DS on Damaged DNA samples

[0203] Formalin fixation causes extreme DNA damage in the form of cytidine deamination, oxidative damage, and
crosslinking. To demonstrate capability of SPLiT-DS as compared to currently available methods, analyses were con-
ducted on highly damaged DNA by sequencing nuclear DNA subjected to formalin fixation at the D3S1358 locus of
Promega 2800M SRM (Figs. 13B and 14A). FIGS. 13A-13C show data resulting from a SPLiT-DS procedure in accord-
ance with an embodiment of the present technology. FIG. 13A is a representative gel showing insert fragment sizes
prior to sequencing (Lane 1 is a ladder; lanes 2 and 3 are samples of PCR products from each tube; e.g. see Step 4 of
FIG. 4). FIGS. 13B and 13C are graphs showing CODIS genotype versus a number of sequencing reads in the absence
of error correction (FIG. 13B) and following analysis with SPLiT-DS (FIG. 13C). FIG. 13B shows a sample (D3S1358)
with observed polymorphisms in the absence of error correction; stutter events are indicated by the black arrows. FIG.
13C shows a sample (D3S1358-DCS) that does not contain detectable stutter events after analysis with SPLiT-DS. The
x-axis of each of FIGS. 13B and 13C indicates CODIS genotype and the y-axis indicates the number of reads.
[0204] FIGS. 14A and 14B are graphs showing CODIS genotype versus a number of sequencing reads in the absence
of error correction (FIG. 14A) and following analysis with SPLiT-DS (FIG. 14B) for highly damaged DNA in accordance
with an embodiment of the present technology. The x-axis of each panel indicates CODIS genotype and the y-axis
indicates the number of reads. FIG. 14A shows a damaged DNA sample not analyzed by SPLiT-DS (D3S1358) and
demonstrating stutter events (black arrows) as well as significant amounts of apparent point mutations (not shown). FIG.
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14B shows a sample (D3S1358-DCS) analyzed with SPLiT-DS error correction, and demonstrating an absence of
detectable stutter events. No apparent point mutations were observed.
[0205] SPLiT-DS results demonstrated that, on formalin exposed DNA, all PCR and sequencing based artifacts that
are present using standard sequencing methods were eliminated using SPLiT-DS. (Figs. 13C and 14B). It was noted
that there was a decrease in efficiency (approximately 3-fold) on these samples (see, e.g. Fig. 14B vs. Fig. 13C), however,
the presence of interstrand crosslinks common in formalin fixation may have contributed to this decrease.

Example 7: Targeted genome fragmentation

[0206] The present Example demonstrates targeted genome fragmentation as a method of improving efficiency of
sequencing of genomic DNA (gDNA). SPLiT-DS genome fragmentation is typically achieved by methods such as, e.g.
physical shearing or enzymatic digestion of DNA phosphodiester bonds. Such approaches may produce a sample where
the intact gDNA is reduced to a mixture of randomly sized DNA fragments. While highly robust, variable sized DNA
fragments can cause PCR amplification bias (short fragments amplify more) and uneven depth of sequencing (FIG.
11A); as well as sequencing reads that do not overlap the region(s) of interest within a DNA fragment. Accordingly, the
present Example will use CRISPR/Cas9 overcome these issues. Cut sites will be designed to produce fragments of
predetermined and uniform sizes. A more homogenous set of fragments is considered more likely than not to overcome
biases and/or presence of uninformative reads that can impact efficiency in other techniques that do not use targeted
fragmentation. It is also considered likely that targeted fragmentation will facilitate pre-enrichment of a given sample
prior to library preparation as removal of large off-target regions by separating fragments from gDNA is likely to be
possible due to fragment size consistency/difference.

Example 8: SPLiT-DS for surveillance and diagnosis of cancer

[0207] The presence of circulating tumor DNA in blood has been recognized for decades, but requires ultra-sensitive
methods for reliable development of cancer biomarkers (e.g. markers to diagnose and/or track disease pres-
ence/progress). SPLiT-DS helps to overcome pervasive challenges including low amounts of circulating tumor DNA
within blood samples that contain varying amounts of cell free DNA. SPLiT-DS also improves and extends upon several
highly sensitive and specific methods known in the art such as, BEAMing, SafeSeqS, TamSeq, and ddPCR, as it does
not require a priori knowledge of a particular mutation. SPLiT-DS provides an approach capable of detecting cancer
associated mutations with the highest level of accuracy currently available, low DNA input, and without prior knowledge
of a particular tumor mutation.
[0208] The present Example will use SPLiT-DS to evaluate sequences associated with circulating tumor cell DNA.
Control samples of known mutation will be used and run alongside samples from patients with diagnosed and/or suspected
cancer.

SPLiT-DS and genomic or cell free DNA

[0209] SPLiT-DS will be used to develop assays for accurate sequencing of low input gDNA (10-100ng) and cfDNA
(~10ng). Genomic DNA generally occurs in large fragments (>1Kb) and cell free DNA occurs almost exclusively as
~150bp fragments of scarce frequency.

Low input {10-100ng) gDNA Rationale

[0210] The present Example demonstrates the feasibility of SPLiT-DS for low DNA input and its suitability for multi-
plexing. Though tissue may be available from biopsies of cancer patients, it is preferred to be conservative with use of
such samples in order to complete all necessary testing. Accordingly, sequencing of gDNA would benefit from an
improved platform, such as that provided by SPLiT-DS, that requires less input material.
[0211] Each target in SPLiT-DS is separately designed and optimized. The genes TP53, KRAS and BRAF will be
assayed as a proof-of-principle. In particular, each gene has known target regions, where mutations associated with
cancer occur. TP53 has 10 coding exons (of relatively small size), all of which will be targeted using SPLiT-DS. KRAS
has known mutational hotspots at codons 12, 13, and 61 in exon 2, all of which will be targeted. BRAF has a mutation
of V600E in exon 15 that will be targeted.

Material and methods

[0212] SPLiT-DS assays will be performed on gDNA, as outlined in FIGS. 4 and 5 using DNA from de-identified tumors
with known clonal mutations in TP53, KRAS and BRAF, as well as leukocyte gDNA from cancer-free individuals. Two
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different sets of experiments will be performed in order to perform any optimization/validation steps as well as test
efficiency and sensitivity.

Efficiency

[0213] Efficiency is defined as percentage of input DNA molecules that are converted to DCS reads. Efficiency in this
Example is targeted to be at least 30%, but > 50%. It is considered more likely than not that lOng of input DNA will
achieve a mean DCS depth of 1000x across loci of interest (10ng=~3200 genomes, so 3200 x 0.3 efficiency=~1000
genomes sequenced). Efficiency depends, in part, on performance of the multiplex PCR. Using an in silico approach,
PCR primers will be designed to have: i) high target specificity; ii) ability to be multiplexed; and iii) ability to perform
robust and minimally biased amplification.
[0214] CRISPR/Cas9 systems will be used to specifically produce ~500-550bp fragments that include a particular
region of interest (see FIG. 11C). After completing design of guide RNAs and PCR primers, a combinatorial approach
will be used to achieve:(i) target specificity (i.e. percentage of on target reads, acceptable >70%); and (ii) inter-locus
depth balance (i.e. lowest depth locus divided by highest depth locus; acceptable >0.5). Optimized pools of guides and
primers will be then applied to lOng as well as 100ng of the same gDNA. These pools will be used for all subsequent
experiments involving gDNA.

Sensitivity

[0215] TP53-mutated tumor gDNA will be spiked into control, non-mutated leukocyte gDNA at ratios of 1:2, 1:10,
1:100, 1:1000, 1:10,000. The same mixing experiment will be performed with two additional tumor DNAs containing
known clonal mutations in each of KRAS and BRAF, for a total of 15 samples (5 dilutions for each of 3 genes). These
15 samples will be processed by SPLiT-DS as described herein, using lOng and 100ng of input DNA. "Expected" and
"observed" MAF will be compared (using a guideline that maximum MAF is determined by MAFmax = α IN where N is
the number of genomes and a is the efficiency of SPLiT-DS; for example with an efficiency of 30%, MAFmax is 0.1% for
lOng of DNA and 0.01% for 100ng of DNA).
[0216] Based on the binomial distribution, it is considered to be more likely than not to achieve 63% probability of
detecting a given mutation present at the MAFmax. Because there are 3 spiked mutations in the experiment, statistically
it is more likely than not that at least one will be detected at 0.1% and 0.01%, and this probability will increase as efficiency
increases above 30%.
[0217] In addition to spiked mutations, SNPs will be used to confirm sensitivity, as normal control DNA will be from a
different individual than the tumor DNAs. SNPs will be examined at the same dilutions (homozygous SNPs) and at
effective dilutions of 1:4, 1:20, 1:200, 1:2000 and 1:20,000 (heterozygous SNPs).
[0218] CRISPR/Cas9 was able to efficiently cut all TP53 exons and facilitate enrichment by size-selection and maximize
read usage CRISPR/Cas9 guides were designed to cut TP53 exons (see FIG. 12A). 10 ng of gDNA were digested and
processed using SPLiT-DS (see FIGS. 12B and 12C) as described in previous Examples with appropriate PCR primers
to amplify exons 5-6 and 7 (FIGS. 12C and 12D). Both strands of DNA were properly sequenced with a high percentage
of on-target reads and produced DCS reads after matching the complementary random tags for each molecule (FIG.
12D). In addition, the average depth obtained for a starting amount of DNA of 10 ng corresponds to an efficiency of 25%
(that is, from the original 3000 genomes, ~800X average were sequenced), which represents a 50-fold improvement
over standard DS and an unprecedented improvement as compared conventional solution hybridization approaches.

Example 9: Development of SPLiT-DS for accurate sequencing of cfDNA

[0219] The present Example demonstrates use of SPLiT-DS for detection of mutations in exemplary cancer-related
genes: TP53, KRAS, and BRAF in cfDNA.

Material and methods

[0220] Cell-free DNA from commercially available plasma (Conversant Bio) will be extracted using a QIAamp Circulating
Nucleic Acid kit. Three different synthetic 150bp DNA molecules encoding a known mutation for each of the three genes
of interest will be used. Each of these synthetic DNA molecules will be spiked into the cfDNA at ratios of 1:2, 1:10, 1:100,
1:1000, 1:10,000. Two different sets of experiments will be performed to optimize and validate SPLiT-DS protocol
parameters for cfDNA.
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Efficiency

[0221] Since cfDNA is already fragmented, no cutting (e.g. CRISPR/Cas9) is required. Therefore, SPLiT-DS is per-
formed as described in previous examples, with the addition of a nested PCR. Resultant fragments will be sequenced
with a MiSeq v3 150 cycles approximately 10 samples will be multiplexed in a cartridge for a total of 2.5 million reads each.

Sensitivity

[0222] Five mixed dilutions (1:2, 1:10, 1:100, 1:1000, 1:10,000) for each of TP53, KRAS, and BRAF mutations in
cfDNA will be analyzed by SPLiT-DS with the optimized primers designed in this Example, and beginning with lOng and
100ng of DNA. Experiments will be run side-by-side with SafeSeqS to compare sensitivity between techniques (a known
technique for accurate sequencing of ctDNA is SafeSeqS, which reduces NGS errors by using single-strand correction).
It is considered more likely than not that SPLiT-DS will outperform SafeSeqS for the detection of mutations at MAF=0.1%
and 0.01%. It is considered more likely than not that SPLiT-DS will be able to detect spike mutations at an estimated
mean sensitivity of 0.5% (Table 2), but that Safe-SeqS will not be able to detect any spike mutation at such a low frequency.
[0223] Primers (for a nested PCR approach) were designed to amplify codons 12 and 13 in KRAS exon 2. lOng and
20ng of cfDNA extracted from normal plasma (Conversant Bio) were processed in parallel. FIGS. 15A and 15B visually
represent SPLiT-DS sequencing data of KRAS exon 2 using nested PCR and generated from lOng (FIG. 15A) and 20ng
(FIG. 15B) of cfDNA in accordance with an embodiment of the present technology. In this Example, target enrichment
was accomplished using SPLiT-DS and sequencing was on an lllumina MiSeq with 75bp paired-end reads. SSCS for
both ’A’ and ’B’ strands prior to duplex formation, as well as the final DCS reads are shown. Arrows indicate two locus
specific PCR primers (grey primer = nested PCR primer).
[0224] As shown in FIGS. 15A and 15B, "Side A" and "Side B" correspond to the two different strands of DNA, which
were amplified properly and found their complementary strands to form highly accurate DCS reads. Although depth
obtained was modest (~50 reads), it corresponds to an efficiency of ~1%, which is the current efficiency of standard DS.
Thus, at baseline (i.e. without any optimization), SPLiT-DS obtained results with the same efficiency as currently used
approaches, but with as little as 10 ng of input DNA, demonstrating efficiency improvements over other available ap-
proaches for sequencing cfDNA, including at very low quantities.

Example 10: SPLiT-DS for pancreatic cancer detection and prognosis based on ctDNA.

[0225] The present Example demonstrates improvements (as compared to currently available methods) upon detection
of mutations in ctDNA of patients with pancreatic ductal adenocarcinoma (PDAC) using SPLiT-DS. SPLiT-DS provides
improved sensitivity of ddPCR in multiple target genes including KRAS, TP53, and BRAF. It is considered more likely
than not that the results of these assays will demonstrate improved sensitivity to detect one mutation in 95% of PDAC
patients and two mutations in >50% of PDAC cases over current approaches.
[0226] In addition, as most DNA in circulation of a human subject (i.e. in the circulatory system (e.g. cell free DNA),
is of hematopoietic origin, leukocyte DNA will be sequences and mutations compared with those found in cfDNA. It is
proposed that these results will inform, with greater sensitivity and accuracy than other results, whether certain back-
ground mutations originate in leukocyte subclones.

Materials and Methods

[0227] Fully de-identified cfDNA and matching leukocyte DNA samples from 40 patients with PDAC, 20 patients with
chronic pancreatitis, and 20 age-matched normal controls will be evaluated. Blood samples will be processed within two
hours of extraction and samples including 2-5ml of plasma and 500ul of buffy coat will be provided. In addition, for PDAC
patients, a piece of frozen tumor will be available to confirm tumor mutations. For all PDAC patients, blood is procured
pre-operatively. All patients are followed clinically, and detailed clinico-pathological information will be available, including
time to recurrence and mortality. Patient samples will include those from 20 with localized cancer and 20 with metastatic
cancer.
[0228] ctDNA will be extracted with a QIAamp Circulating Nucleic Acid Kit and gDNA will be extracted with a QIAamp
DNA Mini kit. 10 ng or more of cf DNA (from collected plasma), 100 ng of gDNA, and all available ctDNA (up to 100ng)
will be processed with appropriate SPLiT-DS procedures as described herein, targeting KRAS, BRAF, and TP53. Se-
quencing will be performed with the Illumina 150-cycle MiSeq v3 Reagent Kit for ctDNA and 600-cycle for gDNA. In the
150-cycle kit, 10 ctDNA samples will be multiplexed, and in the 600-cycle kit 15 gDNA samples will be multiplexed.
Based on the experimental design, it is considered more likely than not that expected efficiency of at least 30% will be
obtained with sequencing depths of at least 1,000x for 10 ng of DNA and as much as 10,000x for 100 ng of DNA. Data
will be analyzed following sequencing, DCS production, and mutation identification.
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Pancreatic cancer detection

[0229] Sensitivity and specificity of SPLiT-DS to detect KRAS, TP53, and BRAF mutations in cfDNA from patients
with PDAC will be determined in the present Example. To analyze sensitivity, mutations found in cfDNA will be compared
with tumor mutations (clonal and subclonal) identified by SPLiT-DS. As SPLiT-DS results provide coverage for nearly
all PDAC cases with 1 mutation and >50% of cases with 2 mutations, it is considered more likely than not that at least
one tumor mutation will be detected in cfDNA from all metastatic cases and about 80% of localized cases, for a combined
sensitivity for all PDAC of ~90%.
[0230] Mutations found in cfDNA will be compared with those found in matched leukocytes purified from the same
patient. Mutations found in cfDNA as well as matching leukocytes will be considered biological background and discounted
from final mutational counts in cfDNA. Upon subtraction of shared mutations, cfDNA mutations will be compared in
PDAC, pancreatitis, and controls. It is considered more likely than not that cancer mutations will have higher frequency
than biological background mutations, even if biological background mutations (e.g. age-related mutations) remain in
samples. Optimal threshold for mutation frequency will be determined in order to distinguish cancers and controls with
maximum sensitivity and specificity using the area under the curve and age-corrected ROC models.

Pancreatic cancer prognosis

[0231] Due to increased sensitivity of SPLiT-DS as demonstrated in previous Examples, it is considered more likely
than not that, in contrast to previously available approaches, ctDNA will be detectable in almost (90%) all PDAC patients.
Instead of a binary variable (i.e. yes/no) for presence of ctDNA, ctDNA MAF will be analyzed as a quantitative variable
and compare MAF scores and clinical data (e.g. to compare MAF score and prognosis). Whether a mutated gene, codon,
and/or mutation type are correlated with recurrence or mortality will also be determined. Multivariate COX models,
adjusted for confounders (including age and stage), will be used to test ability of these variables and their combinations
to predict disease free survival and overall survival. Kaplan-Meier curves will be use to represent predictive value of
categorical variables.

Example 11: SPLiT-DS for identification of resistance mutations in metastatic CRC

Detection of early stage cancers, and prediction of recurrence using ctDNA

[0232] In metastatic CRC (i.e. Stage IV), which represents about 50% of the cases at presentation, tumor genotyping
is essential to guiding therapy decisions: oncogenic mutations in KRAS, NRAS, and BRAF occur in about 50% of CRC
patients and predict a lack of response to EGFR monoclonal antibodies cetuximab and panitumumab. Thus, these genes
are routinely assessed in both fixed and unfixed tissue biopsies, but currently available approaches often result in low
quality subclonal resolution, and suffer from sampling bias. Consequently, tumors with subclonal mutations might be
missed and a portion of patients might be administered therapies that are certain to fail. Therefore, in the present Example,
tumor genotyping with ctDNA using SPLiT-DS will demonstrate an assay with improved sensitivity over currently available
techniques, which will also improve diagnostics and treatment due to detection of SPLiT-DS pre-existing resistance
mutations that condition the eligibility of a patient for EGFR blockade therapy

Detection and prediction of CRC presence and/or recurrence

[0233] SPLiT-DS will be used on a panel of 5 commonly mutated CRC genes to demonstrate detection of mutations
in ctDNA without prior knowledge of any particular tumor mutation. It is considered more likely than not that results from
this assay will be able to inform future CRC detection using much more simplified testing (e.g. a blood test).
[0234] The present example will also demonstrate improvements upon methods used to detect and/or predict recur-
rence. At present, available techniques are limited by lack of sufficient sensitivity and/or specificity, or, for techniques
that have sufficient sensitivity/ specificity, they are cost prohibitive. Therefore, SPLiT-DS analyses of ctDNA will dem-
onstrate improved detection and prediction of recurrence in CRC, offering improvements in accuracy (e.g. greater than
100-fold over, e.g. SafeSeqS) and ability to expand and assess multiple genes.

Materials and methods

[0235] Samples from patients of multiple biopsy types from >300 patients that underwent surgical resection of tumors
will be used in the present Example. Available biospecimens include tumor, plasma, and buffy coat. Patients from whom
samples were obtained were followed longitudinally and blood samples are available at 6, 12 and 24 months after
baseline resection. For all patients, detailed clinico-pathological information, including recurrence is available. All the
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samples and coded medical information is fully de-identified. Samples from patients with metastatic disease were pre-
viously assessed for KRAS and NRAS mutations to determine likelihood of response to cetuximab or panitumumab. If
no mutations were found, targeted therapy was applied. Resistance was documented via progression with imaging
studies.
[0236] Samples from 20 patients with metastatic cancer (stage IV) and 40 patients with localized cancers (stages I-
III) will be evaluated. DNA will be purified from plasma (2-5ml) and buffy coat obtained pre-operatively, as well as from
frozen tumor samples. Patients categorized as having metastatic cancer will be those that tested negative for KRAS
and NRAS mutations, but did not respond to EGFR inhibitor therapy. At least 10 patients with recurrence will also be
included. ctDNA will be measured in blood collected at 6, 12 and 24 months after surgery. As in a previous Example,
leukocyte DNA mutations will be used to identify potential biological background mutations that might be present in cfDNA.
[0237] In addition, as APC is the most commonly mutated gene in CRC and the SPLiT-DS panel used in this Example
will include the most commonly mutated regions of APC such as, e.g. the mutation cluster region, which extends from
codon 1,286 to codon 1,585 (299bp), which covers about 60% of CRC mutations in APC52, as well as the additional
top hits found in COSMIC for a total of∼1000bp. NRAS codons 12, 13 and 61 will also be included. Therefore, the panel
used in this Example will include APC (~1000bp), TP53 (coding region 1182bp), KRAS (codons 12, 13, 61), BRAF
(V600E), and NRAS (codons 12, 13, 61), for a total size ~2700bp. It is considered more likely than not that the panel
described in this Example will cover all CRC samples comprising one mutation and a subset of those with two mutations.

Identification of resistance mutations in metastatic CRC

[0238] SPLiT-DS will be used to evaluate samples from metastatic CRC, for clonal tumor mutations in cfDNA. All
tumors will be negative for KRAS and NRAS mutations, but are likely to carry at least one clonal mutation (in APC or
TP53) identified with the panel described in this Example. SPLiT-DS will also be used to determine whether presence
of very low frequency (<0.1%) mutations in ctDNA are detectable that confer resistance to EGFR therapy. It is considered
more likely than not that samples from patients with metastatic disease will be successfully sequenced at very high depth
(~10,000x).SPLiT-DS analyses will also improve detection of low frequency KRAS, BRAF and NRAF mutations in ctDNA
of patients with metastatic disease who tested negative for KRAS and NRAS by Sanger sequencing of tumor DNA, but
have also failed EGFR therapy. Tumor DNA with be sequenced using SPLiT-DS at similar high depth to determine
presence or absence of primary resistance mutations in ctDNA. Results will be compared between ctDNA and DNA
derived from intra-tumor tissues.

Detection of localized CRC

[0239] SPLiT-DS will be used to identify ctDNA using a panel of 5 CRC genes as described herein, in samples from
localized (Stages I-III) cancer. Tumor DNA will also be sequence using SPLiT-DS. As described in a previous Example,
presence of biological background mutations originating in leukocyte cells will also be determined.
[0240] Certain currently available methods (e.g., CEA) provide an estimated 1.5-6 months ’lead time’ as compared to
other methods for detection of recurrence, but it is not clear whether such an amount of time impacts survival. Other
techniques may improve lead time, but require a priori knowledge of tumor genotype(s). Therefore, SPLiT-DS will be
used to sequence ctDNA and demonstrate superior ability to improve of "lead" time by several months, and, as described
herein, does not require prior knowledge of tumor genotype. Ability of SPLiT-DS to detect ctDNA at 6, 12, and 24 months
after primary surgery in patients with localized CRC that experienced recurrence will be demonstrated in the present
Example. Ten patients will be selected on bases of having recurrence in which tumor and baseline ctDNA carried at
least one mutation (ideally 2) in the genes of previously-described panels. For each sample (individual), clinical history
over time (chemotherapy, CT scans and other indicators of relapse) will be plotted against total ctDNA levels for each
mutation at baseline, 6, 12 and 24 months. Comparisons to CEA levels and lead time to recurrence of ctDNA and CEA
will also be evaluated.

Example 12: CRISPR-DS

[0241] The present Example describes creation of CRISPR-DS to perform highly accurate and sensitive sequencing.
CRISPR-based technology was used to excise target regions designed with predetermined, homogenous length (FIG.
12A). In the present Example, the CRISPR-compatible nuclease used was Cas9. This size control was used to facilitate
size selection prior to library preparation (FIG. 12B), followed by double-stranded barcoding (FIG. 12C) to perform error
removal (similar to previously described, e.g. DS methods) (FIG. 12D). Following barcoding, a single round of capture
is performed (in contrast to other available methods), and results in very high, on-target enrichment, with ability to produce
fragments to cover a full sequencing read (FIGS. 12F and 16A). Fragmentation for hybridization capture is usually
performed with sonication, which often generates fragments that are either too long and with sequencing reads that
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don’t overlap with a region of interest, and/or are too short and with sequencing reads that overlap with each other and
re-read the same sequence (FIGS. 12F and 16A). FIGS. 16B and 16C are histogram graphs showing fragment insert
size of samples prepared with standard DS and CRISPR-DS protocols in accordance with embodiments of the present
technology. X-axis represent percent difference from optimal fragment size, e.g. fragment size that matches the se-
quencing read length after adjustments for molecular barcodes and clipping. Columnar region shows range of fragment
sizes which are within 10% difference from optimal size, with optimal size being designated with a vertical hashed line.
As shown in FIGS 16B and 16C, sonication produced significant variability in the amount of deviation from the optimal
fragment size (FIG. 16B) while CRISPR/Cas9 digestion yielded fragments that had the vast majority of the reads within
the optimal fragment size (FIG. 16C).
[0242] The present Example demonstrates how false mutations are prevented by use of CRISPR-based fragmentation,
including, e.g. because the enzyme used in this Example, Cas9, produces blunt ends, which do not require end-repair.
Thus, the technologies provided herein overcome multiple common and pervasive problems of NGS, including inefficient
target enrichment, sequencing errors, and uneven fragment size.
[0243] Guide RNAs (gRNAs) were designed to excise a coding region of TP53 and flanking intronic areas (FIG. 12A).
Fragment size was set at ~500bp. gRNAs were selected based on specificity score and fragment length (Table 1, FIGS.
17A-17C,). Test samples with variable amounts of input DNA (10-250ng) were CRISPR/Cas9 digested, followed by size
selection with solid-phase reversible immobilization (SPRI) beads to remove undigested high molecular weight DNA
and enrich for excised fragments containing targeted regions (FIG. 12B). Subsequent library preparation was performed
according to currently available, standard protocols, but using only one round of capture and minor modifications, as
described herein. DNA was A-tailed, ligated with DS adapters, amplified, purified by bead wash, and captured by hy-
bridization with biotinylated 120bp DNA probes targeting TP53 exons (Table 6). Captured samples were amplified with
index primers and sequenced in an Illumina MiSeq v3 600 cycle kit. Analysis was performed as in standard protocols,
but modified to include generation of a consensus sequence prior to alignment (FIG. 23).
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[0244] A side by side comparison of standard DS with one or two rounds of hybridization capture vs. CRISPR-DS with
one round of hybridization capture is shown in FIGS. 18A-18C. FIGS. 18A-18C are bar graphs showing percent of raw
sequencing reads on-target (covering TP53) (FIG. 18A), showing percentage recovery as calculated by percentage of
genomes in input DNA that produced duplex consensus sequence reads (FIG. 18B), and showing median duplex
consensus sequence depth (FIG. 18C) across all targeted regions for various input amounts of DNA processed using
standard DS and CRISPR-DS. FIG. 18A shows percentage of raw sequencing reads on-target (covering TP53) between
Standard-DS with two rounds of capture and CRISPR-DS with one round of capture. FIG. 18B shows percentage recovery
as calculated by percentage of genomes in input DNA that produced DCS reads. FIG. 18C shows median DCS depth
across all targeted regions was calculated for each input amount. Three input amounts (250ng, 100ng and 25ng) of the
same DNA extracted from normal human bladder tissue were sequenced with a standard protocol (i.e., standard-DS)
as well as with CRISPR-DS. With one round of capture, CRISPR-DS achieved >90% raw reads on-target (e.g. covering
TP53) (Table 8, shown below), which represents significant improvement over standard-DS (which achieved ~5% raw
reads on-target with one round of capture (Table 8, shown below). A second round of capture minimally increased raw
reads in CRISPR-DS (FIG. 19). Standard-DS produced a recovery rate (e.g., percentage of input genomes recovered
as sequenced genomes; also known as fractional genome-equivalent recovery) of ∼1% across different inputs while
CRISPR-DS produced a recovery rate ranging from 6 to 12%. The recovery rate of CRISPR-DS translates to 25 ng of
DNA producing a DCS depth (depth generated by DCS reads) comparable to what 250 ng of DNA produces with
standard-DS. Side-by-side comparison of the two methods also demonstrated that CRISPR-DS can provide an improve-
ment in that overrepresentation of short fragments due to PCR amplification bias does not occur/impact results (i.e.,
coverage of region(s) of interest is even) distinct bands/peaks provided confirmation of correct library preparation prior
to sequencing, and well-defined fragments created by targeted fragmentation fully spanned desired target regions with
homogeneous coverage (Fig. 22E).

Materials and Methods

Samples

[0245] Samples analyzed in the present Example included de-identified human genomic DNA from peripheral blood,
bladder with and without cancer, and peritoneal fluid DNA. Patient information was available for peritoneal fluid samples
and used to confirm presence of a tumor mutation. Fluid samples were obtained from the University of Washington
Gynecologic Oncology Tissue Bank, which collected specimens and clinical information after informed consent under
protocol number 27077 approved by the University of Washington Human Subjects Division institutional review board.
De-identified frozen bladder samples were obtained from the University of Washington Genitourinary Cancer Specimen
Biorepository and from not previously fixed or frozen autopsy tissue. DNA had been previously extracted with a QIAamp
DNA Mini kit (Qiagen, Inc., Valencia, CA, USA) and it had never been denatured. DNA was quantified with a Qubit HS
dsDNA kit (ThermoFisher Scientific). DNA quality was assessed with Genomic TapeStation (Agilent, Santa Clara, CA)
and DNA integrity numbers (DIN) were determined. DIN is a measure of genomic DNA quality ranging from 1 (very
degraded) to 10 (not degraded). Peripheral blood DNA and peritoneal fluid DNA had DINs > 7 (reflecting good quality
DNA with no degradation). FIG. 19 is a bar graph showing target enrichment provided by CRISPR-DS with one capture
step as compared to two capture steps on three different blood DNA samples.
[0246] Bladder samples were purposely selected to include different levels of DNA degradation. Bladder DNA samples
B1 to B13 had DINs between 6.8 and 8.9 and were successfully analyzed by CRISPR-DS (Table 10, shown below).
Samples B14 and B16 had DINs of 6 and 4, respectively, and were used to demonstrate improvements made by pre-
enrichment of high molecular weight DNA with the Bluepippin system (FIGS. 20A and 20B).

CRISPR guide design.

[0247] gRNAs to excise TP53 exons were designed to have characteristics including: ability to produce fragments of
~500bp covering the TP53 coding region and (2) highest MIT website score ("MIT score"; CRISPR.mit.edu:8079/; Table
1 and FIGS. 17A-17C). For exon 7, guides were designed to produce a smaller size fragment in order to avoid a proximal
poly-A tract within the area of interest. A total of 12 gRNAs were designed, which excised TP53 into 7 different fragments
(FIG. 12A). All gRNAs had "MIT" scores >60. Quality of cuts was assessed by reviewing alignment of the final DCS
reads with the Integrative Genomics Viewer. Successful guides produced a typical coverage pattern with sharp edges
in region boundaries and proper DCS depth (FIG. 22E). If a guide was "unsuccessful" a drop in DCS depth was observed
and as well as presence of long reads that spanned beyond the expected cutting point; such guides were redesigned
as needed. A synthetic GeneBlock DNA fragment (IDT, Coralville, IA) that included all gRNA sequences interspaced
with random DNA sequences (Table 7) was used to assess guides (FIG. 21A-21B). 3 ng of GeneBlock DNA were
digested with each of the gRNAs using the CRISPR/Cas9 in vitro digestion protocol described herein. After digestion,
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reactions were analyzed by TapeStation 4200 (Agilent Technologies, Santa Clara, CA, USA) (FIG. 21C). Predefined
fragment lengths were present and confirmed proper gRNA assembly and ability of gRNA to cleave its target site.

CRISPR/Cas9 in vitro digestion of genomic DNA.

[0248] crRNAs and tracrRNAs (IDT, Coralville, IA) were complexed into gRNAs and then 30 nM of gRNAs were
incubated with Cas9 nuclease (NEB, Ipswich, MA) at ~30nM, 1x NEB Cas9 reaction buffer, and water in a volume of
23-27 mL at 25°C for 10 min. Then, 10-250 ng of DNA was added, for a final volume of 30 mL. The reaction was incubated
overnight at 37 ° C, then heat shocked at 70 ° C for 10 min for enzymatic inactivation.

Size Selection.

[0249] Size selection was used to select predetermined fragment length for target enrichment prior to library prepa-
ration. AMPure XP Beads (Beckman Coulter, Brea, CA, USA) were used to remove off-target, undigested high molecular
weight DNA. After heat inactivation, a reaction was combined with a 0.5x ratio of beads, briefly mixed and then incubated
for 3 min to allow high MW DNA to bind. Beads were then separated from the solution with a magnet and the solution
(containing the targeted DNA fragment length) was transferred into a new tube. Standard AMPure 1.8x ratio bead
purification was performed, and eluted into 50 mL of TE Low.

Library preparation

A-tailing, and ligation

[0250] Fragmented DNA was A-tailed and ligated using the NEBNext Ultra II DNA Library Prep Kit (NEB, Ipswich,
MA) according to the manufacturer’s protocol. The NEB end-repair and A- tailing (ERAT) reaction was incubated at 20
° C for 30 min and 65 ° C for 30 min. End-repair is not needed for CRISPR-DS (Cas9 produces blunt ends), but the
ERAT reaction was used for convenient A-tailing. The NEB ligation mastermix and 2.5ml of DS adapters at 15 mM were
then added and incubated at 20 ° C for 15 min. Commercial adapter prototypes (FIG. 12C) were synthesized with the
following differences from adapters used in previous studies: (1) 10bp random, double-stranded molecular tags were
used, instead of 12bp; and (2) substitution of the previous 3’ 5bp conserved sequence by a simple 3’-dT overhang was
used to ligate onto the 5’-dA-tailed DNA molecules.. Upon ligation, DNA was cleaned by a 0.8X ratio AMPure Bead

Table 7. GeneBlock DNA Fragment
Geneblock fragment- 500bp with all of the gRNA target sequences.

Spacer Sequences 17bp (from intronic area DS of TP53 exon 10)

Beginning spacer sequence (7bp):
GCTGAGT
Ending spacer sequencer (30bp):
GTGGTAGCTCATGCCTGTAACCCCAATGTC|
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purification and eluted into 23 mL of nuclease free water.

PCR

[0251] Ligated DNA was amplified using KAPA Real-Time Amplification kit with fluorescent standards (KAPA Biosys-
tems, Woburn, MA, USA). 50 ml reactions were prepared including KAPA HiFi HotStart Real-time PCR Master Mix, 23ml
of previously ligated and purified DNA and DS primers MWS13 and MWS20 at a final concentration of 2 mM. The
reactions were denatured at 98 ° C for 45 sec and amplified with 6-8 cycles of 98 ° C for 15 sec, 65 ° C for 30 sec, and
72 ° C for 30 sec, followed by final extension at 72 ° C for 1 min. Samples were amplified until they reached Fluorescent
Standard 3 (which produces a sufficient and standardized number of DNA copies into capture across samples, prevents
over-amplification, and indicates successful Cas9 cutting and ligation), which typically takes 6-8 cycles depending on
the amount of DNA input. A 0.8X ratio AMPure Bead wash was performed to purify amplified fragments, which were
eluted into 40 mL of nuclease free water. Compared to standard-DS at the PCR step, CRISPR-DS provides improvements
including: (i) providing fragments of similar sizes (reduces amplification bias towards small fragments (Fig. 22A) (ii)
production of more homogeneous coverage of regions of interest (FIG. 22E); and (iii) accurate assessment by TapeStation
4200 (Agilent Technologies, Santa Clara, CA, USA) of successful library preparation (using predetermined fragment
size characteristics). In standard-DS, PCR products are a wide range of sizes due to sonication and present as a wide
smear which is difficult to compare between samples (FIG. 22A). In contrast to other approaches such as, e.g. standard-
DS(which can produce results that are hard to compare between samples), CRISPR-DS, produces discrete peaks that
are clearly indicative of successful cutting and ligation and are amenable of comparison for quality control across samples
(FIGS. 22B-D).

Capture and post-capture PCR

[0252] TP53 xGen Lockdown Probes (IDT, Coralville, IA) were used to perform hybridization capture for TP53 exons
in accordance with previous studies, but modified as follows: probes (from IDT TP53 Lockdown probe set) were selected
to cover the entire TP53 coding region (exon 1 and part of exon 11 are not coding regions) (Table 6). Each CRISPR/Cas9
excised fragment was covered by at minimum of 2 probes and a maximum of 5 probes (FIGS. 17A-17C). To produce
the capture probe pool, each of the probes for a given fragment was pooled in equimolar amounts, producing 7 different
pools (one for each fragment). The 7 fragment pools were then mixed, again, in equimolar amounts (with the exception
of pools for exon 7 and exons 8-9, which were represented at 40% and 90% respectively). Decrease of capture probes
for those exons was implemented in cases where overrepresentation of exons was observed at sequencing. The final
capture pool was diluted to 0.75 pmol/ml. Hybridization capture was performed according to a standard IDT protocol,
with the following modifications: blockers MWS60 and MSW61, which are specific to DS adapters, were used; 75 ml
(instead of 100 ml) of Dynabeads M-270 Streptavidin beads were used; and post-capture PCR was performed with the
KAPA Hi-Fi HotStart PCR kit (KAPA Biosystems, Woburn, MA, USA) using MWS13 and indexed primer MWS21 at a
final concentration of 0.8 mM. The reaction was denatured at 98°C for 45 sec and then amplified for 20 cycles at 98 ° C
for 30 sec, 60 ° C for 45 sec, and 72 ° C for 45 sec, followed by extension at 72 ° C for 60 sec. PCR products were
purified with a 0.8X AMPure Bead wash..

Sequencing

[0253] Samples were quantified using the Qubit dsDNA HS Assay Kit, diluted, and pooled for sequencing. The sample
pool was then visualized on the Agilent 4200 TapeStation to confirm library quality. The TapeStation electropherogram
showed sharp, distinct peaks corresponding to the fragment length of the designed CRISPR/Cas9 cut fragments (FIGS.
22B-22D). (This step can also be performed for each sample individually, prior to pooling, to verify performance of each
individual sample as needed/desired). The final pool was quantified using the KAPA Library Quantification kit (KAPA
Biosystems, Woburn, MA, USA). The library was sequenced on the MiSeq Illumina platform using a v3 600 cycle kit
(Illumina, San Diego, CA, USA) in accordance with manufacturer’s instructions. Each sample had ~7-10% of a lane
allocated (corresponding to ~2 million reads); each sequencing run was spiked with approximately 1% PhiX control DNA.

Data processing

[0254] A custom bioinformatics pipeline was created to automate analysis from raw FASTQ files to text files (FIG. 23).
This pipeline is similar to methods used for standard DS analysis, but with the following modifications: (i) retention of
paired read information is achieved and (ii) consensus-making is performed prior to alignment. Paired-end reads are
used in analysis of CRISPR-DS data, but also represent an improvement over standard DS analysis as they provide
quality control of fragment size and removal of potential technical artifacts due to presence of short fragments. In addition,
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standard DS analysis performs consensus making after all reads are mapped to a reference genome, whereas CRISPR-
DS analysis performs consensus as the initial step, solely reliant on the bases read by the sequencer. It is considered
more likely than not that this change will improve consensus making and reduce time required for data processing In
CRISPR-DS, consensus making was executed by a custom python script called UnifiedConsensusMaker.py, which took
all reads that are derived from the same tag, compared the base called at each position, and produced a single-stranded
consensus (SSCS) read. The SSCS reads for each complementary pair of tags were then compared position by position
to create a double-stranded consensus (DCS) read (FIG. 12D). Two FASTQ files were made containing the resulting
SSCS reads and DCS reads (DCS reads correspond to original DNA molecules so the average DCS depth is an
estimation of the number of genomes sequenced). Recovery rate (also called fractional genome-equivalent recovery)
was calculated as average DCS depth (sequenced genomes) divided by number of input genomes (1 ng of DNA cor-
responds to ~330 haploid genomes). Raw reads on-target were calculated by counting number of reads whose genomic
coordinates fell within upstream and downstream CRISPR/Cas9 cut sites with a 100 bp window added to either side.
Paired-end, DCS FASTQ files were then aligned to the human reference genome v38, using bwa-mem v.0.7.419 with
default parameters. Mapped reads were re-aligned with GATK Indel-Realigner, and low quality bases were clipped from
the ends with GATK Clip-Reads. Conservative clipping of 30 bases from the 3’ end and another 7 bases from 5’ end
was performed. In addition, overlapping areas of read-pairs, which in the TP53 design spanned ~80bp, were trimmed
back using fgbio ClipOverlappingReads. This algorithm performs even clipping from the two ends of the paired reads
until they meet, which maximizes the use of sequencing bases with high PHRED quality scores. A pileup file was created
from the resulting file using SAMtools mpileup. The pileup file was then filtered using a custom python script with a BED
file for targeted genomic positions. The BED file can be easily created using the coordinates of the CRISPR/Cas9 gRNAs.
Then the filtered pileup file is processed by a custom-made script, mut-position.1.33.py, which creates a tab delimited
text file with mutation information called ’mutpos’. The mutpos includes a summary of the DCS depth and the mutations
at each position sequenced (software used in CRISPR-DS analysis may be accessed at hypertext transfer protocol
secure://github.com/risqueslab/CRISPR-DS).

Standard-DS

[0255] Three amounts of DNA (25 ng, 100 ng, and 250 ng) from normal human bladder sample B9 were sequenced
with standard-DS with one round and two rounds of capture, and compared to results from CRISPR-DS. Standard-DS
analysis was performed, but using the KAPA Hyperprep kit (KAPA Biosystems, Woburn, MA, USA) was used for end-
repair and ligation and the KAPA Hi-Fi HotStart PCR kit (KAPA Biosystems, Woburn, MA, USA) was for PCR amplification.
Hybridization capture was performed with xGen Lockdown probes that covered TP53 exons 2-11 (the same probes
were used in both standard DS and CRISPR-DS). Samples were sequenced on ~10% of a HiSeq 2500 Illumina platform
to accommodate shorter fragment lengths.

CRISPR-DS target enrichment

[0256] To characterize CRISPR-DS target enrichment, two separate analyses were performed:
[0257] The first analysis included comparison of one vs. two rounds of capture (and comparison to results of standard
DS). Three DNA samples were processed for CRISPR-DS and split in half after one hybridization capture. The first half
was indexed and sequenced and the second half was subject to an additional round of capture, as required in the original
DS protocol. Percentage of raw reads "on-target" (i.e. covering TP53 exons) was compared for one vs. two captures.
Details of comparisons between standard DS and CRISPR-DS can be seen in Table 8.
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[0258] The second analysis assessed percentage of raw reads on-target without performing hybridization capture and
determined enrichment produced exclusively by size selecting CRISPR excised fragments. Different DNA amounts (from
10 ng to 250 ng) of three different samples were processed with the protocol described in the first analysis until the first
PCR, (i.e. prior to hybridization capture). FIGS. 24A and 24B are a chart (FIG. 24A) and graph (FIG. 24B) showing
results quantifying a degree of target enrichment following CRISPR/Cas9 digestion followed by size selection in accord-
ance with an embodiment of the present technology. FIG. 24A shows DNA samples and the enrichment achieved for
each. FIG. 24B shows percent of raw reads that were "on target" as compared to amount of input DNA. Then the PCR
product was indexed and sequenced. Percentage of raw reads on-target was calculated and fold enrichment was
estimated (taking into consideration targeted region size, in this case, 3280 bp).

Pre-enrichment for high molecular weight DNA

[0259] Selection of high molecular weight DNA improves the performance of degraded DNA in CRISPR-DS. This
selection was performed using a BluePippin system (Sage Science, Beverly, MA). Two bladder DNAs with DINs of 6
and 4 were run using a 0.75% gel cassette and high-pass setting to obtain >8kb fragments. Size selection was confirmed
w TapeStation (FIG. 20A). Then 250 ng of DNA before BluePippin and 250 ng of DNA after BluePippin were processed
in parallel with CRISPR-DS. Percentage of raw reads on-target as well as average DCS depth was quantified and
compared (FIG. 20B).

Example 13: CRISPR-DS in ovarian cancer samples

[0260] To validate ability of CRISPR-DS to detect low-frequency mutations, four peritoneal fluid samples were collected
during debulking surgery from women with ovarian cancer and analyzed. Presence of a TP53 tumor mutation in these
samples was previously demonstrated by standard-DS. 100 ng of DNA (30-100 fold less than what was used for standard-
DS) was used for CRISPR-DS analysis and a DCS depth comparable to standard- DS was obtain and TP53 tumor
mutation was successfully identified in all cases (Table 9). Recovery rates ranged between 6 and 12%, representing an
increase of 15x-200x as compared to standard-DS with the same DNA.

Table 9. Comparison of Standard-DS vs. CRISPR-DS for 4 different samples with TP53 mutations.

Method Sample

Input 
DNA 
(ng)

Raw Reads 
On Target

Median Final 
Depth

Recovery 
(%)

Tumor 
Mutation

Mutant Allele 
Fraction

Standard-
DS

PF1 9,196 92.4% 2742 0.09% chr17:g.
7578275G>A

68.5%

PF2 3,000 92-8% 5381 0.54%
chr17:g.

7577548C>T 1.2%

PF3 10,186 93.9% 1866 0.06%
chr17:g.

7578403C>T
1.6%

PF4 7,436 95.4% 2029 0.08% chr17:g.
7578526C>T

0.6%
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Example 14: CRISPR-DS in bladder tissue samples

[0261] The present Example describes use of CRISPR-DS in a set of 13 DNA samples extracted from bladder tissue
of different patients (Table 10). 250 ng of DNA from each sample was used for the assay and resulted in a median DCS
depth of 6,143x, corresponding to a median recovery rate of 7.4%. Reproducible performance was demonstrated with
technical replicates for two samples (B2 and B4). All samples had >98% DCS reads on-target, but percentage of raw
reads on-target ranged from 43% to 98%. Low target enrichment corresponded to samples with DNA Integrity Numbers
(DIN) <7.
[0262] Table 10. CRISPR-DS sequencing results for 13 samples processed with 250 ng input DNA.

[0263] To test the effect of DIN on assay performance, low molecular weight DNA was removed prior to CRISPR/Cas9
digestion. The pulse-field feature of the BluePippin system was used to select high molecular weight DNA from two
samples with "degraded DNA" (DINs 6 and 4). Pre-enrichment increased raw reads on-target by 2-fold and DCS depth
by 5-fold (FIG. 20B). To directly quantify the degree of enrichment conferred simply by CRISPR/Cas9 digestion followed
by size selection, 3 samples were sequenced without capture. 10-250 ng of DNA were digested, size- selected, ligated,
amplified, and sequenced. Percentage of raw reads "on-target" ranged from 0.2% to 5%, corresponding to ~2,000x to
50,000x fold enrichment (Table 11). Notably, lower DNA inputs showed highest enrichment, probably reflecting optimal
removal of off-target, high molecular weight DNA fragments when they are in lower abundance.

(continued)

Method Sample

Input 
DNA 
(ng)

Raw Reads 
On Target

Median Final 
Depth

Recovery 
(%)

Tumor 
Mutation

Mutant Allele 
Fraction

CRISPR-
DS

PF1 100 76.6% 2039 6.18%
chr17:g.

7578275G>A 68.4%

PF2 100 94.3% 2831 8.58%
chr17:g.

7577548C>T
1.0%

PF3 100 87.6% 3801 11.52% chr17:g.
7578403C>T

0.4%

PF4 100 96.5% 2194 6.65%
chr17:g.

7578526C>T 0.1%

*After final Duplex Sequencing data processing is performed

Sample 
ID DIN

DNA input 
(ng)

# Raw 
reads

% of Raw Reads on 
target

# DCS 
reads

% of DCS 
Reads on 

target
DCS 

depth
Recovery 

rate

B1 6.8 250 7751046 44.0% 68906 100.0% 6143.2 7.4%
B2a 6.9 250 4575484 43.0% 37984 99.1% 3386.4 4.1%
B2b 6.9 250 4855458 47.5% 42815 99.1% 3817.1 4.6%
B3 8.2 250 4214290 85.8% 30847 98.8% 2750.1 3.3%
84a 8.8 250 4200814 84.4% 85822 99.0% 7651.3 9.3%
B4b 8.8 250 4581646 86.6% 84051 99.1% 7493.4 9.1%
B5 8.5 250 3938328 98.4% 101201 98.7% 9022.4 10.9%
B6 8.7 250 4640288 78.0% 69002 98.8% 6151.7 7.5%
B7 7.6 250 4230402 91.2% 60950 98.8% 5433.9 6.6%
B8 7.0 250 3869654 93.6% 38586 98.9% 3440.1 4.2%
89 8.9 250 4594068 96.6% 75089 99.2% 6694.4 8.1%
B10 8.6 250 5764098 79.0% 61303 99.1% 5465.3 6.6%
B11 8.5 250 5764650 80.9% 71381 99.3% 6363.8 7.7%
B12 7.9 250 5234650 85.9% 40092 99.4% 3574.3 4.3%
B13 7.0 250 3737110 74.0% 71138 99.1% 6284.8 7.6%
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[0264] CRISPR/Cas9 fragmentation followed by size selection successfully performed efficient target enrichment and
eliminated any need for a second round of capture for small target regions. In addition, PCR bias was eliminated and
homogenous coverage of areas of interest was achieved, representing a substantial improvement over currently available
methods.

Claims

1. A method comprising:

providing double-stranded nucleic acid material comprising one or more double-stranded nucleic acid molecules,
wherein each double-stranded nucleic acid molecule comprises a single molecule identifier sequence on each
strand and an adapter on at least one of the 5’ and/or 3’ ends of the nucleic acid molecule, and wherein, for
each nucleic acid molecule, a first adapter sequence is associated with a first strand and a second adapter
sequence is associated with a second strand of the nucleic acid molecule;
amplifying the nucleic acid material;
separating the amplified nucleic acid material into a first sample and a second sample;
amplifying the first strand in the first sample through use of a primer specific to the first adapter sequence and
at least one single-stranded oligonucleotide at least partially complementary to a target sequence of interest
such that the single molecule identifier sequence is at least partially maintained to provide a first nucleic acid
product;
amplifying the second strand in the second sample through use of a primer specific to the second adapter
sequence and at least one single-stranded oligonucleotide at least partially complementary to the target se-
quence of interest such that the single molecule identifier sequence is at least partially maintained to provide
a second nucleic acid product;
sequencing each of the first nucleic acid product and second nucleic acid product; and
comparing the sequence of the first nucleic acid product to the sequence of the second nucleic acid product.

2. The method of claim 1, wherein the providing step comprises
ligating a double-stranded nucleic acid material to at least one degenerate or semi-degenerate barcode sequence
to form a double-stranded nucleic acid molecule barcode complex, wherein the barcode sequence comprises the
single molecule identifier sequence.

3. The method of claim 1, wherein the single molecule identifier sequence is at least of one of a degenerate or semi-
degenerate barcode sequence, one or more nucleic acid fragment ends of the nucleic acid material, or a combination
thereof that uniquely labels the double-stranded nucleic acid molecule.

4. The method of claim 1, wherein the single molecule identifier sequence comprises an endogenous shear point or
an endogenous sequence that can be positionally related to the shear point.

5. The method of any one of the above claims, wherein the nucleic acid material is provided from a sample comprising

Table 11. Target enrichment due to size selection.

Sample DNA Input (ng) Reads On Target (%) Fold Enrichment

B9
25 0.76% 7,527
200 0.25% 2,452
250 0.21% 2,037

PF1

10 2.85% 28,139
25 1.99% 19,583
100 0.68% 6,667
250 0.70% 6,878

PF5

10 5.05% 49,794
25 0.96% 9,456
100 0.34% 3,321
250 0.22% 2,217
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one or more double stranded nucleic acid molecules originating from a subject or an organism, wherein the sample
is or comprises a body tissue, a biopsy, a skin sample, blood, serum, plasma, sweat, saliva, cerebrospinal fluid,
mucus, uterine lavage fluid, a vaginal swab, a pap smear, a nasal swab, an oral swab, a tissue scraping, hair, a
finger print, urine, stool, vitreous humor, peritoneal wash, sputum, bronchial lavage, oral lavage, pleural lavage,
gastric lavage, gastric juice, bile, pancreatic duct lavage, bile duct lavage, common bile duct lavage, gall bladder
fluid, synovial fluid, an infected wound, a non-infected wound, an archaeological sample, a forensic sample, a water
sample, a tissue sample, a food sample, a bioreactor sample, a plant sample, a bacterial sample, a protozoan
sample, a fungal sample, an animal sample, a viral sample, a multi-organism sample, a fingernail scraping, semen,
prostatic fluid, vaginal fluid, a vaginal swab, a fallopian tube lavage, a cell free nucleic acid, a nucleic acid within a
cell, a metagenomics sample, a lavage or a swab of an implanted foreign body, a nasal lavage, intestinal fluid,
epithelial brushing, epithelial lavage, tissue biopsy, an autopsy sample, a necropsy sample, an organ sample, a
human identification sample, a non-human identification sample, an artificially produced nucleic acid sample, a
synthetic gene sample, a banked or stored sample, tumor tissue, a fetal sample, an organ transplant sample, a
microbial culture sample, a nuclear DNA sample, a mitochondrial DNA sample, a chloroplast DNA sample, an
apicoplast DNA sample, an organelle sample, and any combination thereof.

6. The method of any one of the above claims, wherein before the providing step, the method comprises

cutting the nucleic acid material with one or more targeted endonucleases such that a target nucleic acid fragment
of a substantially known length is formed; and
isolating the target nucleic acid fragment based on the substantially known length.

7. The method of claim 6, wherein the one or more targeted endonucleases is selected from the group consisting of
a ribonucleoprotein, a Cas enzyme, a Cas9-like enzyme, a meganuclease, a transcription activator-like effector-
based nuclease (TALEN), a zinc-finger nuclease, an argonaute nuclease or a combination thereof.

8. The method of claim 6or claim 7, wherein the one or more targeted endonucleases comprises Cas9 or CPF1 or a
derivative thereof.

9. The method of any one of claims 6-8, wherein cutting the nucleic acid material includes cutting the nucleic acid
material with one or more targeted endonucleases such that more than one target nucleic acid fragments of sub-
stantially known length are formed.

10. The method of claim 9, wherein the target nucleic acid fragments each comprise a genomic sequence of interest
from one or more different locations in a genome.

11. The method of any one of the above claims, wherein sequencing each of the first nucleic acid product and second
nucleic acid product comprises

comparing the sequence of a plurality of strands in the first nucleic acid product to determine a first strand
consensus sequence; and
comparing the sequence of a plurality of strands in the second nucleic acid product to determine a second
strand consensus sequence, wherein comparing the sequence of the first nucleic acid product to the sequence
of the second nucleic acid product comprises comparing the first strand consensus sequence and the second
strand consensus sequence to provide an error-corrected consensus sequence.

12. The method of any one of the above claims, wherein sequencing each of the first nucleic acid product and second
nucleic acid product comprises

sequencing at least one strand of the first nucleic acid product to determine a first strand sequence read;
sequencing at least one strand of the second nucleic acid product to determine a second strand sequence read;
and
comparing the first strand sequence read and the second strand sequence read to generate an error-corrected
sequence read.

13. The method of claim 12, wherein the error-corrected sequence read comprises nucleotide bases that agree between
the first strand sequence read and the second strand sequence read.
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14. The method of claim 12 or claim 13, wherein the error-corrected sequence read is used to identify or characterize
a cancer, a cancer risk, a cancer mutation, a cancer metabolic state, a mutator phenotype, a carcinogen exposure,
a toxin exposure, a chronic inflammation exposure, an age, a neurodegenerative disease, a pathogen, a drug
resistant variant, a fetal molecule, a forensically relevant molecule, an immunologically relevant molecule, a mutated
T-cell receptor, a mutated B-cell receptor, a mutated immunoglobulin locus, a kategis site in a genome, a hyper-
mutable site in a genome, a low frequency variant, a subclonal variant, a minority population of molecules, a source
of contamination, a nucleic acid synthesis error, an enzymatic modification error, a chemical modification error, a
gene editing error, a gene therapy error, a piece of nucleic acid information storage, a microbial quasispecies, a
viral quasispecies, an organ transplant, an organ transplant rejection, a cancer relapse, residual cancer after treat-
ment, a preneoplastic state, a dysplastic state, a microchimerism state, a stem cell transplant state, a cellular therapy
state, a nucleic acid label affixed to another molecule, or a combination thereof in an organism or subject from which
the double-stranded target nucleic acid molecule is derived.

15. The method of claim 12 or claim 13, wherein the nucleic acid material is derived from a forensics sample, and
wherein the error-corrected sequence read is used in a forensic analysis.

Patentansprüche

1. Verfahren, umfassend:

Bereitstellen von doppelsträngigem Nukleinsäurematerial, umfassend ein oder mehrere doppelsträngige Nuk-
leinsäuremoleküle, wobei jedes doppelsträngige Nukleinsäuremolekül eine Einzelmolekül-Identifizierungsse-
quenz auf jedem Strang und einen Adapter auf zumindest einem der 5’- und/oder 3’-Enden des Nukleinsäure-
moleküls umfasst, und wobei für jedes Nukleinsäuremolekül eine erste Adaptersequenz mit einem ersten Strang
assoziiert ist und eine zweite Adaptersequenz mit einem zweiten Strang des Nukleinsäuremoleküls assoziiert ist;
Amplifizieren des Nukleinsäurematerials;
Trennen des amplifizierten Nukleinsäurematerials in eine erste Probe und eine zweite Probe;
Amplifizieren des ersten Strangs in der ersten Probe durch Verwendung eines für die erste Adaptersequenz
spezifischen Primers und zumindest eines einzelsträngigen Oligonukleotids, das zumindest teilweise komple-
mentär zu einer Zielsequenz von Interesse ist, sodass die Einzelmolekül-Identifizierungssequenz zumindest
teilweise beibehalten wird, um ein erstes Nukleinsäureprodukt bereitzustellen;
Amplifizieren des zweiten Strangs in der zweiten Probe durch Verwendung eines für die zweite Adaptersequenz
spezifischen Primers und zumindest eines einzelsträngigen Oligonukleotids, das zumindest teilweise komple-
mentär zur Zielsequenz von Interesse ist, sodass die Einzelmolekül-Identifizierungssequenz zumindest teilweise
beibehalten wird, um ein zweites Nukleinsäureprodukt bereitzustellen;
Sequenzieren jedes des ersten Nukleinsäureprodukts und des zweiten Nukleinsäureprodukts; und
Vergleichen der Sequenz des ersten Nukleinsäureprodukts mit der Sequenz des zweiten Nukleinsäureprodukts.

2. Verfahren nach Anspruch 1, wobei der Bereitstellungsschritt umfasst
Ligieren eines doppelsträngigen Nukleinsäurematerials an zumindest eine degenerierte oder halbdegenerierte Bar-
codesequenz, um einen doppelsträngigen Nukleinsäuremolekül-Barcodekomplex zu bilden, wobei die Barcodese-
quenz die Einzelmolekül-Identifizierungssequenz umfasst.

3. Verfahren nach Anspruch 1, wobei die Einzelmolekül-Identifizierungssequenz zumindest eine degenerierte oder
halbdegenerierte Barcodesequenz, ein oder mehrere Nukleinsäurefragmentenden des Nukleinsäurematerials oder
eine Kombination davon ist, die das doppelsträngige Nukleinsäuremolekül eindeutig kennzeichnet.

4. Verfahren nach Anspruch 1, wobei die Einzelmolekül-Identifizierungssequenz einen endogenen Scherpunkt oder
eine endogene Sequenz umfasst, die positionsweise mit dem Scherpunkt in Beziehung gesetzt werden kann.

5. Verfahren nach einem der vorhergehenden Ansprüche, wobei das Nukleinsäurematerial aus einer Probe bereitge-
stellt wird, die ein oder mehrere doppelsträngige Nukleinsäuremoleküle umfasst, die von einem Subjekt oder einem
Organismus stammen, wobei die Probe ein Körpergewebe, eine Biopsie, eine Hautprobe, Blut, Serum, Plasma,
Schweiß, Speichel, Liquor, Schleim, Uterusspülungsflüssigkeit, ein Vaginalabstrich, ein Pap-Abstrich, ein Nasen-
abstrich, ein oraler Abstrich, ein Gewebeabschabsel, Haare, ein Fingerabdruck, Urin, Stuhl, Glaskörperflüssigkeit,
Peritonealspülung, Sputum, Bronchialspülung, Oralspülung, Pleuraspülung, Magenspülung, Magensaft, Galle, Pan-
kreasgangspülung, Gallengangspülung, Hauptgallengangspülung, Gallenblasenflüssigkeit, Synovialflüssigkeit, ei-
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ne infizierte Wunde, eine nicht infizierte Wunde, eine archäologische Probe, eine forensische Probe, eine Wasser-
probe, eine Gewebeprobe, eine Lebensmittelprobe, eine Bioreaktorprobe, eine Pflanzenprobe, eine Bakterienprobe,
eine Protozoenprobe, eine Fungusprobe, ein Tierprobe, eine Virusprobe, eine Multi-Organismus-Probe, ein Finger-
nagelabschabsel, Sperma, Prostataflüssigkeit, Vaginalflüssigkeit, ein Vaginalabstrich, eine Eileiterspülung, eine
zellfreie Nukleinsäure, eine Nukleinsäure innerhalb einer Zelle, eine metagenomische Probe, eine Spülung oder
ein Abstrich eines implantierten Fremdkörpers, eine Nasenspülung, Darmflüssigkeit, Epithelabbürstung, Epithel-
spülung, Gewebebiopsie, eine Autopsieprobe, eine Nekropsieprobe, eine Organprobe, eine menschliche Identifi-
zierungsprobe, eine nichtmenschliche Identifizierungsprobe, eine künstlich hergestellte Nukleinsäureprobe, eine
synthetische Genprobe, eine eingelagerte oder gelagerte mikrobielle Probe, Tumorgewebe, eine fötale Probe, eine
Organtransplantationsprobe, eine mikrobielle Kulturprobe, eine Kern-DNA-Probe, eine mitochondriale DNA-Probe,
eine Chloroplasten-DNA-Probe, eine Apicoplasten-DNA-Probe, eine Organellenprobe und eine beliebige Kombi-
nation davon ist oder dies umfasst.

6. Verfahren nach einem der vorhergehenden Ansprüche, wobei das Verfahren vor dem Bereitstellungsschritt umfasst

Schneiden des Nukleinsäurematerials mit einer oder mehreren zielgerichteten Endonukleasen, sodass ein
Zielnukleinsäurefragment einer im Wesentlichen bekannten Länge gebildet wird; und
Isolieren des Zielnukleinsäurefragments basierend auf der im Wesentlichen bekannten Länge.

7. Verfahren nach Anspruch 6, wobei die eine oder mehreren zielgerichteten Endonukleasen ausgewählt sind aus der
Gruppe bestehend aus einem Ribonukleoprotein, einem Cas-Enzym, einem Cas9-ähnlichen Enzym, einer Mega-
nuklease, einer transkriptionsaktivator-ähnlichen, effektor-basierten Nuklease (TALEN), einer Zinkfinger-Nuklease,
einer Argonauten-Nuklease oder einer Kombination davon.

8. Verfahren nach Anspruch 6 oder Anspruch 7, wobei die eine oder mehreren zielgerichteten Endonukleasen Cas9
oder CPF1 oder ein Derivat davon umfassen.

9. Verfahren nach einem der Ansprüche 6-8, wobei das Schneiden des Nukleinsäurematerials das Schneiden des
Nukleinsäurematerials mit einer oder mehreren zielgerichteten Endonukleasen einschließt, sodass mehr als ein
Zielnukleinsäurefragment von im Wesentlichen bekannter Länge gebildet werden.

10. Verfahren nach Anspruch 9, wobei die Zielnukleinsäurefragmente jeweils eine genomische Sequenz von Interesse
von einer oder mehreren unterschiedlichen Stellen in einem Genom umfassen.

11. Verfahren nach einem der vorhergehenden Ansprüche, wobei das Sequenzieren jedes des ersten Nukleinsäure-
produkts und des zweiten Nukleinsäureprodukts umfasst

Vergleichen der Sequenz einer Vielzahl von Strängen in dem ersten Nukleinsäureprodukt, um eine Konsen-
sussequenz des ersten Strangs zu bestimmen; und
Vergleichen der Sequenz einer Vielzahl von Strängen in dem zweiten Nukleinsäureprodukt, um eine Konsen-
sussequenz des zweiten Strangs zu bestimmen, wobei das Vergleichen der Sequenz des ersten Nukleinsäu-
reprodukts mit der Sequenz des zweiten Nukleinsäureprodukts das Vergleichen der Konsensussequenz des
ersten Strangs und der Konsensussequenz des zweiten Strangs umfasst, um eine fehlerkorrigierte Konsen-
sussequenz bereitzustellen.

12. Verfahren nach einem der vorhergehenden Ansprüche, wobei das Sequenzieren jedes des ersten Nukleinsäure-
produkts und des zweiten Nukleinsäureprodukts umfasst

Sequenzieren zumindest eines Strangs des ersten Nukleinsäureprodukts, um einen Sequenz-Read des ersten
Strangs zu bestimmen;
Sequenzieren zumindest eines Strangs des zweiten Nukleinsäureprodukts, um einen Sequenz-Read des zwei-
ten Strangs zu bestimmen; und
Vergleichen des Sequenz-Read des ersten Strangs und des Sequenz-Read des zweiten Strangs, um einen
fehlerkorrigierten Sequenz-Read zu erzeugen.

13. Verfahren nach Anspruch 12, wobei der fehlerkorrigierte Sequenz-Read Nukleotidbasen umfasst, die zwischen dem
Sequenz-Read des ersten Strangs und dem Sequenz-Read des zweiten Strangs übereinstimmen.
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14. Verfahren nach Anspruch 12 oder Anspruch 13, wobei der fehlerkorrigierte Sequenz-Read verwendet wird, um
einen Krebs, ein Krebsrisiko, eine Krebsmutation, einen Krebsstoffwechselzustand, einen Mutatorphänotyp, eine
Karzinogenexposition, eine Toxinexposition, eine chronische Entzündungsexposition, ein Alter, eine neurodegene-
rative Erkrankung, ein Pathogen, eine arzneimittelresistente Variante, ein fötales Molekül, ein forensisch relevantes
Molekül, ein immunologisch relevantes Molekül, einen mutierten T-Zell-Rezeptor, einen mutierten B-Zell-Rezeptor,
einen mutierten Immunglobulin-Locus, eine Kategis-Stelle in einem Genom, eine hypermutierbare Stelle in einem
Genom, eine niederfrequente Variante, eine subklonale Variante, eine Minderheitspopulation von Molekülen, eine
Kontaminationsquelle, einen Nukleinsäuresynthesefehler, einen enzymatischen Modifikationsfehler, einen chemi-
schen Modifikationsfehler, einen Geneditierungsfehler, einen Gentherapiefehler, ein Stück Nukleinsäure-Informa-
tionsspeicher, eine mikrobielle Quasispezies, eine virale Quasispezies, eine Organtransplantation, eine Organtrans-
plantatabstoßung, ein Krebsrezidiv, einen Restkrebs nach Behandlung, einen präneoplastischen Zustand, einen
dysplastischen Zustand, einen Mikrochimärismus-Zustand, einen Stammzelltransplantationszustand, einen Zell-
therapiezustand, eine Nukleinsäuremarkierung, die an einem anderen Molekül angebracht ist, oder eine Kombination
davon in einem Organismus oder Subjekt zu identifizieren oder zu charakterisieren, aus dem das doppelsträngige
Zielnukleinsäuremolekül abgeleitet wird.

15. Verfahren nach Anspruch 12 oder Anspruch 13, wobei das Nukleinsäurematerial aus einer forensischen Probe
stammt und wobei der fehlerkorrigierte Sequenz-Read in einer forensischen Analyse verwendet wird.

Revendications

1. Procédé comprenant :

la fourniture d’un matériau d’acide nucléique double brin comprenant une ou plusieurs molécules d’acide nu-
cléique double brin, chaque molécule d’acide nucléique double brin comprenant une séquence d’identifiant de
molécule unique sur chaque brin et un adaptateur sur au moins l’une des extrémités 5’ et/ou 3’ de la molécule
d’acide nucléique, et, pour chaque molécule d’acide nucléique, une première séquence d’adaptateur étant
associée à un premier brin et une seconde séquence d’adaptateur étant associée à un second brin de la
molécule d’acide nucléique ;
l’amplification du matériau d’acide nucléique ;
la séparation du matériau d’acide nucléique amplifié en un premier échantillon et un second échantillon ;
l’amplification du premier brin dans le premier échantillon par l’utilisation d’une amorce spécifique à la première
séquence d’adaptateur et d’au moins un oligonucléotide simple brin au moins partiellement complémentaire à
une séquence cible d’intérêt de sorte que la séquence d’identifiant de molécule unique soit au moins partiellement
conservée pour fournir un premier produit d’acide nucléique ;
l’amplification du second brin dans le second échantillon par l’utilisation d’une amorce spécifique à la seconde
séquence d’adaptateur et d’au moins un oligonucléotide simple brin au moins partiellement complémentaire à
la séquence cible d’intérêt de sorte que la séquence d’identifiant de molécule unique soit au moins partiellement
conservée pour fournir un second produit d’acide nucléique ;
le séquençage de chacun du premier produit d’acide nucléique et du second produit d’acide nucléique ; et
la comparaison de la séquence du premier produit d’acide nucléique à la séquence du second produit d’acide
nucléique.

2. Procédé selon la revendication 1, ladite étape de fourniture comprenant
la ligature d’un matériau d’acide nucléique double brin à au moins une séquence de codes à barres dégénérée ou
semi-dégénérée pour former un complexe de codes à barres de molécule d’acide nucléique double brin, ladite
séquence de codes à barres comprenant la séquence d’identifiant de molécule unique.

3. Procédé selon la revendication 1, ladite séquence d’identifiant de molécule unique étant au moins l’une parmi une
séquence de codes à barres dégénérée ou semi-dégénérée, une ou plusieurs extrémités de fragment d’acide
nucléique du matériau d’acide nucléique ou une combinaison de celles-ci qui marque uniquement la molécule
d’acide nucléique double brin.

4. Procédé selon la revendication 1, ladite séquence d’identifiant de molécule unique comprenant un point de cisaille-
ment endogène ou une séquence endogène qui peut être associée par sa position au point de cisaillement.

5. Procédé selon l’une quelconque des revendications précédentes, ledit matériau d’acide nucléique étant fourni à
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partir d’un échantillon comprenant une ou plusieurs molécules d’acide nucléique double brin provenant d’un sujet
ou d’un organisme, ledit échantillon étant ou comprenant un tissu corporel, une biopsie, un échantillon de peau, du
sang, du sérum, du plasma, de la sueur, de la salive, du liquide céphalo-rachidien, du mucus, du liquide de lavage
utérin, un frottis vaginal, un frottis cervical, un frottis nasal, un frottis buccal, un raclage de tissu, un poil, une empreinte
digitale, de l’urine, des selles, de l’humeur vitreuse, un lavage péritonéal, un crachat, un lavage bronchique, un
lavage buccal, un lavage pleural, un lavage gastrique, du suc gastrique, de la bile, un lavage de conduit pancréatique,
un lavage de canal cholédoque, un lavage de canal cholédoque commun, du liquide de vésicule biliaire, du liquide
synovial, une plaie infectée, une plaie non infectée, un échantillon archéologique, un échantillon médico-légal, un
échantillon d’eau, un échantillon de tissu, un échantillon d’aliment, un échantillon de bioréacteur, un échantillon de
plante, un échantillon bactérien, un échantillon de protozoaire, un échantillon fongique, un échantillon animal, un
échantillon viral, un échantillon de multiples organismes, un curetage d’ongle, du sperme, du fluide prostatique, des
sécrétions vaginales, un frottis vaginal, un lavage de trompe de Fallope, un acide nucléique acellulaire, un acide
nucléique au sein d’une cellule, un échantillon métagénomique, un lavage ou un prélèvement par écouvillon d’un
corps étranger implanté, un lavage nasal, un liquide intestinal, un brossage épithélial, un lavage épithélial, une
biopsie de tissu, un échantillon d’autopsie, un échantillon de nécropsie, un échantillon d’organe, un échantillon
d’identification d’être humain, un échantillon d’identification d’être non humain, un échantillon d’acide nucléique
produit artificiellement, un échantillon de gène synthétique, un échantillon conservé en banque ou stocké, un tissu
de tumeur, un échantillon de foetus, un échantillon de greffe d’organe, un échantillon de culture microbiologique,
un échantillon d’ADN nucléaire, un échantillon d’ADN mitochondrial, un échantillon d’ADN chloroplastique, un échan-
tillon d’ADN apicoplastique, un échantillon d’organite et toute combinaison de ceux-ci.

6. Procédé selon l’une quelconque des revendications précédentes, avant ladite étape de fourniture ledit procédé
comprenant

le découpage du matériau d’acide nucléique avec une ou plusieurs endonucléases ciblées de sorte qu’un
fragment d’acide nucléique cible d’une longueur sensiblement connue soit formé ; et
l’isolement du fragment d’acide nucléique cible en fonction de la longueur sensiblement connue.

7. Procédé selon la revendication 6, lesdites une ou plusieurs endonucléases ciblées étant choisies dans le groupe
constitué par une ribonucléoprotéine, une enzyme Cas, une enzyme de type Cas-9, une méganucléase, une nu-
cléase à base d’effecteur de type activateur de transcription (TALEN), une nucléase à doigt de zinc, une nucléase
argonaute ou une combinaison de celles-ci.

8. Procédé selon la revendication 6 ou la revendication 7, lesdites une un plusieurs endonucléases ciblées comprenant
Cas9 ou CPF1 ou un dérivé de celles-ci.

9. Procédé selon l’une quelconque des revendications 6 à 8, ledit découpage du matériau d’acide nucléique comprenant
le découpage du matériau d’acide nucléique avec une ou plusieurs endonucléases ciblées de sorte que plus d’un
fragment d’acide nucléique cible de longueur sensiblement connue soit formé.

10. Procédé selon la revendication 9, lesdits fragments d’acides nucléiques cibles comprenant chacun une séquence
génomique d’intérêt provenant d’un ou plusieurs emplacements différents dans un génome.

11. Procédé selon l’une quelconque des revendications précédentes, ledit séquençage de chacun des premier produit
d’acide nucléique et second produit d’acide nucléique comprenant

la comparaison de la séquence d’une pluralité de brins dans le premier produit d’acide nucléique pour déterminer
une première séquence consensus de brin ; et
la comparaison de la séquence d’une pluralité de brins dans le second produit d’acide nucléique pour déterminer
une seconde séquence consensus de brin, ladite comparaison de la séquence du premier produit d’acide
nucléique à la séquence du second produit d’acide nucléique comprenant la comparaison de la première sé-
quence consensus de brin et de la seconde séquence consensus de brin pour fournir une séquence consensus
à correction d’erreur.

12. Procédé selon l’une quelconque des revendications précédentes, ledit séquençage de chacun des premier produit
d’acide nucléique et second produit d’acide nucléique comprenant

le séquençage d’au moins un brin du premier produit d’acide nucléique pour déterminer une première lecture
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de séquence de brin ;
le séquençage d’au moins un brin du second produit d’acide nucléique pour déterminer une seconde lecture
de séquence de brin ; et
la comparaison de la première lecture de séquence de brin et de la seconde lecture de séquence de brin pour
générer une lecture de séquence à correction d’erreur.

13. Procédé selon la revendication 12, ladite lecture de séquence à correction d’erreur comprenant des bases nucléo-
tidiques qui s’accordent entre la première lecture de séquence de brin et la seconde lecture de séquence de brin.

14. Procédé selon la revendication 12 ou la revendication 13, ladite lecture de séquence à correction d’erreur étant
utilisée pour identifier ou caractériser un cancer, un risque de cancer, une mutation de cancer, un état métabolique
de cancer, un phénotype mutateur, une exposition à un cancérogène, un exposition à une toxine, une exposition à
une inflammation chronique, un âge, une maladie neurodégénérative, un pathogène, un variant résistant aux mé-
dicaments, une molécule de foetus, une molécule pertinente sur le plan médico-légal, une molécule pertinente sur
le plan immunologique, un récepteur de lymphocytes T muté, un récepteur de lymphocytes B muté, un locus d’im-
munoglobuline muté, un site de kategis dans un génome, un site hypermutable dans un génome, un variant basse
fréquence, un variant sous-clonal, une population minoritaire de cellules, une source de contamination, une erreur
de synthèse d’acide nucléique, une erreur de modification enzymatique, une erreur de modification chimique, une
erreur d’édition génique, une erreur de thérapie génique, une partie de stockage d’informations d’acide nucléique,
une quasi-espèce microbienne, une quasi-espèce virale, une greffe d’organe, un rejet de greffe d’organe, une
rechute de cancer, un cancer résiduel après traitement, un état prénéoplasique, un état dysplasique, un état de
microchimérisme, un état de greffe de cellules souches, un état de thérapie cellulaire, un marqueur d’acide nucléique
fixé à une autre molécule, ou une combinaison de ceux-ci chez un organisme ou un sujet duquel la molécule d’acide
nucléique cible double brin provient.

15. Procédé selon la revendication 12 ou la revendication 13, ledit matériau d’acide nucléique provenant d’un échantillon
médico-légal et ladite lecture de séquence à correction d’erreur étant utilisée dans une analyse médico-légale.
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